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Introduction 



About this Welcome to the new generation of HP logic analyzers! The HP 16500A 

mSnUSl Logic Analysis System has been designed to be easier to use than any 

Hewlett-Packard lo^c analyzer before. In addition, because of its 
configurable architecture, it can easily be tailored to you specific logic 
design and debug needs. 

The user interface of the HP 16500A was designed for the most 
intuitive operation possible. Pop-up windows and color graphics help 
lead you through setups and measurements so you won't have to 
memorize a lot of steps. As you read this manual and the other manuals 
about the mainframe and acquisition modules, you will see just how 
easy the HP 16500A is to use. 

This logic analyzer reference manual is divided as follows: 

Chapters 1 through 4 contain introductory information about the logic 
analyzer and the accessories supplied with the HP 16510B. They 
contain information that will famiUarize you with the user interface and 
menus. 

Chapters 5 and 6 describe the basic menus of the timing and state 
analyzers. 

Chapters 7 through Appendix C describe other logic analyzer functions 
such as making basic measurements, State Compare, State Waveforms, 
and State Chart, printing, and spedfications. 

If you aren't familiar with the HP 16510B Logic Analyzer, we suggest 
you read the HP 16510B Getting Started Guide. This guide contains 
tutorial examples on the basic functions of the logic analyzer. 

If you're new to logic analyzers...or just need a refresher, we think 
you'll find Feeling Comfortable with Logic Analyzers valuable reading. It 
will eliminate any misconceptions or confusion you may have about 
their appUcation, and will show you how to get the most out of your 
new logic analyzer. 
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General Information 
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Logic Analyzer 
Description 



The HP 16510B logic analyzer is part of a new generation of general 
purpose logic analyzers with improved features to accommodate next 
generation design tasks. 

The 80-channel HP 16510B logic analyzer is capable of 100 MHz 
timing and 35 MHz state analysis on aJl channels. 

This analyzer is designed as a stand alone instrument for use by digital 
and microprocessor hardware designers. The HP 16S00A mainframe 
has HP-IB and RS-232C interfaces for hardcopy printouts and control 
by a host computer. 



User Interface The user interface is easier to use than in previous generations for first- 
time and casual users as well as experienced logic analyzer users. 

The HP 16500A has three user interface devices: the knob on the front 
panel, the touchscreen, and the optional mouse. 



KNOB 




MOUSE (OPTIONAL) 



Figure 1-1. HP 16500A User Interface 
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The knob on the front panel is used to move the cursor on certain 
menus, increment or decrement numeric fields, and to roll the display. 

The touchscreen fields can be selected by touch or with the optional 
mouse. To activate a touchscreen field by touch, touch or press the 
field (the dark blue box) on the display with your finger until the field 
changes color. Then remove your finger fi-om the screen to activate 
your selection. 

To activate a field with the optional mouse, position the cursor ( + ) of 
the mouse over the desired field and press the button on the upper4eft 
comer of the mouse. 

The user interfaces are discussed in more detail in the HP 16S00A 
Reference manual. 

Configuration The hp 16510B can be configured as two independent machines 
Capabilities (analyzers) maximum at one time or two machines interactively. The 
combinations are: 

• Up to 80 channels state 

• Up to 80 channels timing 

• Two state machines with multiples of 16 channels per machine 
with a combined maximum of 80 channels 

• One state and one timing machine with multiples of 16 channels 
per machine with a combined maximum of 80 channels 



80 CHANNEL 
STATE OR TIMING 



* multiples of 16 channels 



X* CHANNEL 
STATE 


(80-X*) CHANNEL 
STATE 


0 


R 


X* CHANNEL 
STATE 


(80-X*) CHANNEL 
TIMING 



Figure 1-2. HP 165106 Configuration Capabilities 



General Information 

1-2 



HP 1651 OB 
Front-panel Reference 



Key Features Two 3^-mch disk drives are integral to the instrument for storing logic 
analyzer configurations and acquired data. The disk drive also provides 
a way of loading inverse assembly configuration files into the logic 
analyzer for configuring ease. 

Additional key features of both models include: 

• Transitional timing for extended timing analyzer memory 

• Lightweight passive probes for easy hook-up 

• All channels can be used for state or timing at the maximum 
sample rate 

• HP-IB and RS-232C interface for programming and printer 
dumps 

• An external trigger BNC connector 

• Efficient package size 

• Transitional or gUtch timing modes 

• Ik-deep memory on all channels 

• GUtch detection 

• Marker measurements 

• Triggering and pattern qualification 

• Overlapping of timing waveforms 

• Eight sequence levels 

• Eight pattern recognizers 

• One range recognizer 

• Time and nimiber-of-states tagging 

• Pre-store 

• Auto-scale 

• ProgrammabiUty 

• Cross-domain triggering 

• Interactive measurements 

• Mixed-mode display 

• Oscilloscope type controls in the timing analyzer 

• State Compare, Chart, and Waveform displays 



Accessories Table l Usts the accessories supplied with your HP16510B. If any of 

SUDDlied these accessories were missing when you received the logic analyzer 

from the factory, contact your nearest Hewlett-Packard office. If you 
need additional accessories, refer to the Accessories for the HP 
1650A/HP 1651A and HP 1650QA Lo^c Analyzers data sheet. 
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Table 1-3. Accessories 



Accessory 


HP Part No. 


Quantity 


Probe assemblies 


01650-61608 


5 


Probe cables (35MHz State) 


16510-61601 


3 


Probe cables 


16510-61602 


2 


Grabbers (Note 1) 


5959-0288 


100 


Ground leads Tlons^ 


01650-82102 


5 


Ground leads (short) 


01650-82103 


10 


RS-232C Loop back adapter 


01650-63202 


1 


Probe and probe cable numbering 


01650-94303 


1 


label card 






Operating system disk 


16510-13520 


2 


Front-panel Reference manual 


16510-90913 


1 


Programming Reference manual 


16510-90914 


1 


Service manual 


16510-90912 


1 



Notes: 

1. Package of 20 per part number. 



In addition to the accessories supplied, there are a number of 
accessories available that will make your measurement tasks easier and 
more accurate. You will find these listed in the -<4cce^^onej /or r/ie 
HF 165QAIHP 16S1A and HP 16510A Logic Analyzers. 



Available 
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Introduction 



This chapter contains a description of the probing system of the 
HP 16S10B logic analyzer. It also contains the information you need to 
connect the probe system components to each other, to the logic 
analyzer, and to the system under test. 



Probing 
Options 



You can connect the HP 16S10B logic analyzers to your system under 
test in one of four ways; 

• HP 10320C User-definable Interface (optional) 

• HP 10269C with microprocessor specific modules (optional) 

• the standard HP 16510B probes (general purpose probing) 

• direct connection to a 20-pin 3M Series type header connector 
using the optional termination adapter (HP Part No. 
01650-63201). 

The optional HP 10320C User-definable Interface module combined 
with the HP 10269C General Purpose Probe Interface (optional) 
allows you to connect the HP 16510B logic analyzer to your target 
system. The HP 10320C includes a breadboard (HP 64651B) which you 
custom wire for your system. 

Also available as an option that you can use with the HP 10320C is the 
HP 10321A Microprocessor Interface Kit. This kit includes sockets, 
bypass capacitors, a fuse for power distribution, and wire-wrap headers 
to simplify wiring of your interface when you need active devices to 
support the connection requirements of your system. 
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The HP 1 0269C instead of connecting the probe tips directly to the signal lines, you may 
General Purpose use the hp 10269C General Purpose Probe Interface (optional). This 

Probe Interface connect the probe cables (without the probes) to 

connectors on the interface. When the appropriate preprocessor is 
installed in the interface, you will have a (hrect connection between the 
logic analyzer and the microprocessor under test. 

There are a number of microprocessor specific preprocessors available 
as optional accessories which are listed in tb& Accessories for the 
HP 16S0IHP1651A and HP 1650QA Logic Analyzers data sheet. 
Chapter 11 of this manual also introduces you to preprocessors and 
inverse assemblers. 



HP 16510B 



Pod 1 



Pod 2 



Pod 3 



Pod 4 



Pod 5 



HP10269C 



AtPROCESSOR 

SPECIFIC 

PREPROCESSOR 



mprocessor 




Figure 2-1. HP 10269C with Preprocessor 
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Probing 



The Termination 
Adapter 



General purpose probing involves connecting the probes directly to 
your target system without using the interface. General purpose 
probing does not limit you to specific hook-up schemes as the probe 
interface does. 

The optional termmation adapter (HP Part No. 01650-63201) allows 
you to connect the probe cables directly to test ports on your target 
system without the probes. However, since the probes contain the 
proper termination for the logic analyzer inputs, a termination must be 
provided when you aren't using the probes. The termination adapter 
provides this termination. 

The termination adapter is designed to cmmect to a 20 (2x10) position, 
4-wall, low profile header connector, 3M Series 3592 or equivalent. 

You connect the termination adapter to the probe cable in place of the 
pod connector and connect the other end of the adapter directly to 
your test port. 




Figure 2-2. Termination Adapter 
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The HP 1651 OB 
Probing System 



Probes and Probe 
Pods 



Probe Pod 
Assembly 



The standard HP 16510B probing system consists of probes, pods, 
probe cable and grabbers. This system is passive (has no active circuits 
at the outer end of the cable). This means that the pods and probes are 
smaller and Ughter, making them easier to use. 

The passive probe system is similar to the probe system used with high 
frequency oscilloscopes. It consists of a series R-C network (90.9 kft in 
parallel \wth 8 pF) at the probe tip, and a shielded resistive 
transmission line. 

The advantages of this system are: 

• 2 ns risetime with ± 5% perturbations 

• 8 pF input capacitance at the probe tip 

• signal ground at the probe tip for higher speed timing signals 

• inexpensive removable probe tip assembUes 

Probes and probe pods allow you to connect the logic analyzer to your 
system under test without the HP 10269C Probe Interface. This general 
purpose probing is useful for discrete digital circuits. Each probe and 
pod assembly contains 16 data channels, one dock channel, and pod 
ground. 

The pods, as they will be referred to for consistency, are the probe 
housings (as shown below) that group 16 data, one clock line, and 
grounds, corresponding to a logic analyzer pod. 




PROBE ASSEMBLY 
(01650-61608) 



01650E39 



Figure 2-3. Probe Assembly 
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Probe Cable 



Caution 



The probe pod cable contains 17 signal lines, 34 chassis ground lines 
and two power lines that is woven together. It is 4.5 feet long. 



The probe grounds are chassis (earth) grounds, not ''floating*' grounds. 



Each cable is capable of carrying 0.67 amps for preprocessor power. 
Current in excess of 0.67 amps per cable will cause the preprocessor 
supply voltage to drop below a safe level. DO NOT exceed this 0.67 
amps per cable or the preprocessor may malfunction. Also, the 
maximum power available from the logic analyzer (all cables) is 2 amps 
at 5 volts. 



Note fp The preprocessor power source is fused. The fuse is located inside the 
HP 16500A on the logic analyzer card. If a preprocessor appears to be 
malfunctioning, refer to the HP 165 lOB service manual for instructions 
on checking this fuse. 



The probe cable connects the logic analyzer to the pods, termination 
adapter, or the HP 10269C General Purpose Probe Interface. 

Probes Each probe is a 12-inch twisted pair cable and is connected to the 
probe cable at the pod. One end of each probe has a probe tip 
assembly where the input R-C network is housed and a lead that 
connects to the target system. The other end of the probe has a two-pin 
connector that connects to the probe cable. 




Figure 2-4. Probe Cable 
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You can comiect the probe directly to the test pins on your target 
system. To do so, the pins must be 0.63 mm (0.025 in.) square pins or 
round pins \vith a diameter of between 0.66 nun (0.026 in.) and 0.84 mm 
(0.33 in.). 

Each probe has an input impedance of 100 kn in parallel with 
approximately 8 pF. 



R-C NETWORK 



EQUIVALENT CIRCUIT 



SIGNAL --^^WV|-A^^ ^ 



GROUND 



TO 
LOGIC 
ANALYZER 



LOGIC ANALYZER 




90. 9K 



Figure 2-5. Probe Input Circuit 



Probes can be grounded in one of two ways: a common pod ground and 
a probe ground for each probe. 



Grabbors The grabbers have a hook that fits around IC pins and component 

leads and connects to the probes and the ground leads. The grabbers 
have been designed to fit on adjacent IC pins. 



Pod Grounds Each pod is grounded by a pod ground lead that should always be 

used. You can connect the ground lead directly to a ground pin on your 
target system or use a grabber. The grabber connects to the ground 
lead the same way it connects to the probe lead. 

To connect the ground lead to grounded pins on your target system, 
the pins must be 0.63 mm (0.025 in.) square pins or round pins with a 
diameter of 0.66 mm (0.026 in.) to 0.84 (0.033 in.). 



Probing 
2-6 



HP 16510B 
Front-panel Reference 



Probe Grounds You can ground the probes in one of two ways. You can ground the 
probes with the pod ground only, however, the ground path won't be 
the same length as the signal path through the probe. If your probe 
ground path must be the same as your signal path, use the short ground 
lead (probe ground). The probe ground lead connects to the molded 
probe body via a pin and socket. You can then use a grabber or 
grounded pins on your target system the same way as the pod ground. 




Figure 2-6. Probe Grounds 



Note qp For improved signal fidelity, use a probe ground for every four probes 
in addition to the pod ground. 



If you need additional probe ground leads, order HP part number 
01650-82103 from your nearest Hewlett-Packard sales office. 
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Any signal line you intend to probe must be able to supply a minimum 
of 600 mV to the probe tip, which has an input impedance of 100 kO 
shunted by 8 pF. If the signal line is incapable of this, you will not only 
have an incorrect measurement but the system under test may also 
malfunction. 



Maximum Probe The maidmum input voltage of each probe is ± 40 volts peak. 

input Voltage 



Pod Thresholds There are two preset thresholds and a user-definable pod threshold for 

each pod. The two preset thresholds are ECL ( - 1.3 V) and TTL 
( + 1.6 V). The user-definable threshold can be set anywhere between 
- 9.9 volts and + 9.9 volts in 0.1 volt increments. 

The pod thresholds of pods 1, 2, and 3 can be set independently. The 
pod thresholds of pods 4 and 5 are slaved together; therefore, when 
you set the threshold on either pod 4 or 5, both thresholds will be the 
same. 



There are four ways you can connect the logic analyzer to your target 
system as previously mentioned at the beginning of this chapter: the 
probes (general purpose probing); the HP 10320C User-definable 
Interface; the HP 10269C with microprocessor specific preprocessor 
modules; and direct connection to a 20 pin 3M Series type header 
connector using the optional termination adapter (HP Part No. 
01650-63201). 

Since the probe interface hook-ups are microprocessor specific, they 
will be explained in their respective operating notes. The rest of this 
chapter is dedicated to general purpose probing with the HP 16510B 
probes. 



Signal Line 
Loading 



Connecting the 
Logic Analyzer 
to the Target 
System 
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Connecting the 
Probe Cables 
to the Logic 
Anaiyzer 



The probe cables are installed in the Logic Analyzer module at the 
factory. The cable for pod 1 is the far left cable (rear view). Cables 2 
through 5 follow cable 1 consecutively from left to right. If there is a 
need to install or replace the cables refer the HP 16510B Service 
Manual. 



Connecting the 
Pods to the 
Probe Cable 



The pods of the HP 16S10B differ from other lo^c analyzers in that 
they are passive (have no active circuits at the outer end of the cable). 
The pods, as they will be referred to for consistency, are the connector 
bodies (as shown below) that the probes are installed in when you 
receive your logic analyzer. 




Figure 2-7. Connecting Pods to Probe Cables 

To connect a pod to a cable, you align the key on the cable connector 
with the slot on the pod connector and push them together. 
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Disconnecting 
tlie Probes 
from the Pods 



The probes are shipped ah-eady installed in the pods. However, you 
can disconnect any un-used probes from any of the pods. This keeps 
the un-used probes from getting in your way. 

To disconnect a probe, insert the tip of a ball-point pen in the latch 
opening and push while gently pulling the probe out of the pod 
connector as shown below. 




Figure 2-8. Disconnecting Probes from Pods 

You connect the probes to the pods by inserting the double pin end of 
the probe into the pod. The probes and pod connector body are both 
keyed (beveled) so that they will fit together only one way. 
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You connect the grabbers to the probes by slipping the connector at 
the end of the probe onto the recessed pin in the side of the grabber. If 
you need to use grabbers for either the pod or the probe grounds, 
connect them to the ground leads the same way you connect them to 
the probes. 




Connecting the 
Grabbers to the 
Probes 



Figure 2-9. Connecting Grabbers to Probes 



Connecting the The grabbers have a hook that fits around IC pins and component 

Grabbers to the l^^i^s. You connect the grabber by pushing the rear of the grabber to 

X r\ - J. expose the hook, hooking the lead and releasing your thumb as shown 

Test Points below. 




Figure 2-10. Connecting Grabbers to Test Points 
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Labeling Pods, 
Probes, and 
Cables 



So you can find the pods and probes you want to connect to your target 
system, you need to be able to quickly identify them. Included with your 
logic analyzer are self-adhesive labels for each pod, cable and probe. 



They come in sets. Each set has labels for the end of the cable- a label 
for the pod connector body, a label for the clock probe and 16 labels 
for each of the channels. 

One end of each cable is already connected to the HP 16510B logic 
analyzer module. The cable for pod 1 is the far left cable (rear view). 
Cables 2 through 5 follow cable 1 consecutively from left to right. 




Figure 2-11. Labeling Pods, Probes, and Cables 
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Introduction Hus chapter gives you an overview of how to use the front-panel 

interface. 

The ff ont-'panel user interface is merely accessing the many menus and 
using the convenient touch-screen to move around the menu tree. The 
front panel itself consists of a disk drive, the knob, power switch, 
display, and receptacle for connecting the optional mouse. 

The user interface allows you to configure the logic analyzer and each 
analyzer (machine) within the logic analyzer. It also displays acquired 
data and measurement results. 

Using the front-panel interface is a basic process of: 

• Selecting the desired menu 

• Selecting a desired field within a menu 

• Displaying the options or current variable data associated with 
the desired field 

• Selecting the desired option or entering new data (editing current 
data) in the field 

• Starting and Stopping data acquisition when the logic analyzer is 
coimected and configured 



Everything that can be done with the touch screen and knob on the 
HP 16500A can also be done with the optional mouse. The mouse 
plugs into the connector in the lower right of the front panel. As soon 
as the mouse is plugged in, it is active. 

When the mouse is plugged in, a white cursor (cross) appears on the 
screen. Moving the mouse causes the cursor to move. To "touch" a field 
with the mouse, move the cursor to the field and press the left button 
on the mouse. 

To use the mouse to perform the functions of the fi-ont-panel knob, 
hold down the right button and move the mouse. When you release this 
button, the function returns to the cursor. 



Using the 
Mouse 
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How to Before you try to select one of the main menus, make sure the field in 

SelGCt MonUS upper left-hand comer is set to State/Timing £. If the HP 16500A is 

in System or Intermodule, touch that field and select State/Timing E 

when the pop-up appears. 

^OtB ||g The field containing State/Timing (x) may have a different letter 

following State/Timing. Don't be alarmed. This letter merely tells you 
what card slot the State/Timing module is in. 



To select the main menus touch the second field from the left at the top 
of the screen. A pop-up appears showing you the active menus. The 
menus are: 

• Configuration 

• Format 1, 2, or both 

• Trace 1,2, or both 

• Waveform (Timing analyzer only) 

• Listing (State analyzer only) 

When the menu is displayed you can access the fields within the menus! 
The second field from the left in the upper left-hand corner always 
displays the current menu. To move around in the menu tree, you must 
always touch the field displaying the current menu and select a new 
menu when the pop-up appears. 

The Configuration, Format, Trace, Waveform, and Listing menu fields 
provide access to their respective menus. All menus, subsystems, and 
fields in the entire logic analyzer are pop-ups that appear on top of the 
currently displayed menu. 

If more than one analyzer (machine) is on, you see the selected menu 
of either analyzer 1 or analyzer 2 depending on what analyzer menu 
was last displayed or what you did in the State/Timing E Configuration 
menu. ; 

To switch from one of these menus to another menu within the same 
analyzer (machine) touch the current field (i.e. Waveform), which is 
displayed in the field second from the left in the upper left corner and 
make a new selection. 
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You can switch between analyzers in any main menu by touching the 
field (second from the left in the upper left-hand comer). When the 
pop-up appears you can select the desired menu in the desired 
analyzer when both analyzers are on. One example of the options 
available when both analyzers (one state and one timing) are on are: 

• Format 1 

• Format 2 

• Trace 1 

• Trace 2 

• Waveform (for Timing analyzer) 

• Listing (for State analyzer) 

Touch the field in the pop-up to enter the desired menu. You will 
immediately go to that menu. 



How to Switch 

Between 

Analyzers 



Returning to 
the System 
Configuration 
i\/lenu 



You can return to the System Configuration menu from any main logic 
analyzer menu. To return to the System Configuration menu, touch 
Stat^iming E. When the pop-up appears, touch System. When the . 
pop-up closes, System will be displayed in the upper left corner. If 
Configuration is not displayed in the field second from the left in the 
upper left corner, touch this field. When the pop-up appears, touch 
Configuration. You will now be in the System Configuration menu. 



Pop-up i\/lenus The pop-up menu is used exclusively in this logic analyzer. This gives 

you more flexibility to move through the menu tree and faster access to 
the individual subsystems. 

To use the pop-ups when they appear, simply touch the field in the 
pop-up you want. The pop-up immediately close and the menu you 
select ^dll appear. 
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How to Close Some pop-up menus automatically close when you touch a desired 
POD-UD MGRUS field. After closing, the logic analyzer places your choice in the main 

menu field from which you opened the pop-up. 

Other pop-up menus don't automatically close when you make yom* 
selection (i.e. alphanumeric keyboard). These menus have a Done 
option. To close the pop-up all you have to do is touch the Done field. 



Togg le Fields some fields will toggle between two options (i.e., off and on). When 

you touch one of these fields, the displayed option toggles to the other 
choice and no additional pop-up appears. 



How to Select How to select options depends on what type of pop-up menu appears 
Options when you touch the field. When the pop-up appears, you will see a list 

of options. You select the option by touching the option field. In most 
cases the pop-up menu closes when you touch an option and the 
selected option will be displayed; However, in some pop-ups, selecting 
the option does not automatically close the pop-up. In this case the 
option Done is present. 

There are also pop-up menus where each option within the pop-up 
menu has more than one option available. In these cases, when you 
touch that field, another pop-up, with options, will be superimposed on 
the original pop-up. 
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Figure 3-1. State Clock Pop-up Menu 



An example of one of these is the clock field in the State Format 
Specification menu. When you select the clock field in this menu it will 
pop-up and show you all five clocks (J, K, L, M, and N). When you 
select one of the five clocks, another pop-up appears showing you the 
available choices of clock specifications. 



( Stata/Tlmlng E ) ( Format I ] 



(Clock Periodic 
> 60 ns J l 



mm 




Iff J HfOff jNlOff 



High 



Figure 3-2. State Clock Pop-up with K Pop-up 
Open 
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When you touch one of these the pop-up will close, however, the 
original clock pop-up still remains open. When you are finished 
specifying the choices for the clocks, you close the original pop-up 
menu by touching Done. 



How to Enter 
Numeric Data 



There are a number of pop-up menus in which you enter numeric data. 
The two major types are: 

• Numeric entry with fixed units 

• Numeric entry with variable units (i.e. |xs, ms, etc.) 

There are several numeric entry menus where you enter only the value, 
the units being pre-determined. There are other numeric entry menus 
for which you will be required to specify the units. One such type of 
mmieric entry pop-up that you enter the units is the pod threshold 
pop-up. 

Besides being able to set the pod thresholds to either of the preset 
thresholds (TTL or ECL), you can set the thresholds to a specific 
voltage from - 9.9 V to -f 9.9V. 

To set pod thresholds to a specific voltage, you enter either Format 
menu and touch a pod field. When the pop-up appears you can choose 
TTL, ECL, or User. 



c 



'"9 t ) Q 



3 



Print 1 Run 



Figure 3-3. Pod Threshold 
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If you select the User option, a numeric keypad pop-up appears where 
you enter the desired threshold voltage. After selecting the value, you 
select the units (i.e., mV or V). Touch Done when you have finished 
specifying the pod threshold. 



i StaU/Tlmlnfl E ) ( Format I ] 











J Pol 




RAS 

CAS 
Off 
Off 


+ 


E 


Off 
Off 






Off 
Off 








CDClIQQ 
QDQGD 



( CLEAR ) ( DONE ] 



Figure 3-4. Numeric Entry Keypad 



If you want a negative voltage for the threshold, press the — (minus 
sign) in the pop-up. Entering the — (minus sign) can be done either 
before or after the voltage level has been entered. 



You can give specific names to several items. These names can 
represent your measurement specifically. For example, you might 
choose the name 68000STATE for the state analyzer configuration you 
are using on a 68000 microprocessor measurement. 

The two major examples of items that can be named are: 

• The name of each analyzer 

• Labels 

• Symbols 

• Filenames 

• File descriptions 



How to Enter 
Alpha Data 
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For example, you can name each analyzer with a name that is 
representative of your measurement. The default names for the 
analyzers within the logic analyzer are MACHINE 1 and MACHINE 
2. To rename an analyzer, touch the field to the right of Name ; 
in the State/Timing £ Configuration menu. When the alphanumeric 
pop-up menu appears, enter the name you desire. 

The line above the alphanumeric keyboard contains the current name. 
When you first enter the pop-up, the cursor in the name field is at the 
left. You can enter the name you wish by overwriting the existing name. 
If only a few changes need to be made, you can move the ciu*sor using 
the knob to a character needing changed and select a new character. 
You can also clear the entire field by touching Clear. When you have 
entered the desired name, touch Done and the pop-up will close. The 
new name will appear in the field to the right of Name: . 




Analyzer I 1 Analyzer 2 




CLERr] ( SPRCE ] ( DONE ] 



Figure 3 - 5. Alphanumeric Keypad 
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How to 
Roll Data 



The roll feature is available in all menus that contain off-screen data. 
This allows you to roll data for viewing. Data can be off-screen both 
above and below or left and right of what you see on screen. 



One example of a menu having off-screen data above and below the 
screen is the State Listing. The state listing is normally a list 1024 lines 
long, however, the display is only capable of showing you 16 lines at a 
time. To roU data in the state Listing (when the box in the left center of 
the listing area is light blue) simply turn the knob. If this box is not 
light blue, touch this box and then turn the knob. If you touch this box 
when it is light blue, a keypad will appear with which you can enter a 
state location. This allows you to effectively roll the displayed listing in 
large increments. 
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Figure 3-6. State Listing iUlenu with Off-screen 
Data 
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An example of off-screen data left and right can also be shown m 
figures 3-7 and 3-8. Figure 3-7 illustrates a timing Trace menu with 
labels off screen. In this case only six of the eight labels can be 
displayed at a time. Whenever there is data off screen to the left oi 
right, an additional field exists in the menu as shown in figure 3-7. This 
is called a field because it is enclosed in a box and will turn light blue 
when touched. 

( Statt/Tlmlng E ) ( Tract 2 ] 

(Armed by j 
eeooosTftTE J 

(Label >) [clock ]ffts )(iLDS )(uDS ] [dtack~] [r/h ] 

Base > [ Hex ] [ Hex ) [ Hex ] ( Hex ] ( Hex ] [ Hex ) 

Pattern [ X ] [ X 1 [ X ) ("""^i ][ X ][ X ) 

present for ( 30 ns ] 
Than find 

CDCZDmCZDQIlCZD 



Figure 3-7. Off-screen Data Indicator 

If data does not exist off screen, the term Label > will not be enclosed 
in a box (see figure 3-8). 
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Figure 3 - 8. No Off-screen Data Left or Right 
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Assignment/ 
Specification 
Menus 



There are a number of pop-up menus in which you can assign or 
specify what you want the logic analyzer to do. The basic menus of this 
type consist of: 



• Assigning bits to pods 

• Specifying patterns 

• Specifying edges 

Assigning Pod The bit assignment fields in both state and timing analyzers work 
Bits to l-abelS identically. The convention for bit assignment is: 

* (asterisk) indicates assigned bits 
. (period) indicates un-assigned bits. 

An example of assigning bits is in either the Timing or State Format 
menu. 



Note HQ If you don't see any bit assignment fields, it merely means you don't 
have any pods assigned to this analyzer. Either switch analyzers or 
assign a pod to the analyzer you are working with. 



( Stet6/Tlinir>g E ) ( Forme t I ] 



Print 1 Run 
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Figure 3-9. Bit Assignment Pop-up Menu 
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To assign bits to either Analyzer 1 or Analyzer 2 there must be at least 
one pod assigned to the desired analyzer. If there are no pods assigned 
to the analyzer you wish to use follow steps 1 and 2. If there is a pod 
assigned to the desired analyzer go to step 3 where you access the 
Format menu. 

1. Enter the State/Timing £ Configuration menu. 

2. Touch a Pod field. When the pop-up appears, assign the pod to 
the analyzer of your choice. 

3. Touch the field second from left in the top left comer. When the 
pop-up appears, touch Format 1 (or 2). 

4. Before you can select a bit pattern at least one label must be on. 
To turn a label on, touch the label field and when the pop-up 
appears, touch Turn Label On. 

5. Touch the bit assignemnt field to access the bit assignment 
pop-up. 

6. When the pop-up appears, using the KNOB, place the cursor on 
the desired bit and touch the asterisk to assign a bit or the period 
to unassign a bit. Touch Done when bit assignment is complete. 

When the pop-up closes the bit assignment field is again displayed, 
however, now it is displayed with the assigned pattern. 
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Specifying The Pattern field appears in several menus. Patterns can be spedfied in 
Patterns one of the available number bases. Patterns can be viewed in ASCII, 
but cannot be entered in ASCII. 

The convention for "don't care** in these menus is an X except in the 
decimal base. If the base is set to decimal after a **don't care" is 
specified, a $ will be displayed. 

To select a pattern, enter the Trace menu and follow these steps: 

1. Touch the field to the ri^t of Pattern. You will see a keypad 
pop-up (see figure 3-10). 



(print ] (Ij^^^j^) 

"SAcquisition mod* 
) Transltlonel 



Figure 3-10. Specifying Patterns Keypad Pop-up 
IMenu 



2. Using the alphanumeric keyboard, enter the desired pattern. 



The Base > field and the Find Pattern field are interactive. Only a 
keypad that is compatible with the selected base will appear when the 
pop-up opens. Since ASCII patterns cannot be entered directly, a 
keypad ^ not appear for data entry if the base is set to ASCII. 



When the pop-up is open, you enter your desired pattern from the 
keypad (including don't cares). When you finish entering your pattern, 
close the pop-up by touching Done. 
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Specifying Edges You can select a positve-going (f), negative-going (4), and either edge 

(I ) for your trigger. 

To specify edges, enter the Trace menu and follow these steps: 

1. Touch the field in the bottom left comer of the display. This field 
is labeled Edge. You will see the following pop-up. 



( SUU/Tlmlfifl e] ( Trece 2 ] 



Armed bi/ 
eeOOOSTATE 



Base > 
Find 
Pattern 



1 



1 
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Figure 3-11. Specifying Edges Pop-up iUlenu 

2. When the pop-up appears you can make your edge selection for 
any bit by placing the cursor, using the KNOB, on the desired bit 
and touching the period, either edge, or both edges field. 

3. After you have made yoiu* edge selection, touch Done. 



Note fp When you close the pop-up after specifying edges, you will see dollar 

signs ($$••) in the Then find Edge field if the logic analyzer can't display 
the edge correctly. This indicates the logic analyzer can't display the 
data correctly in the number base you have selected. 
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Introduction This chapter contains menu maps of the HP 16510B logic analyzer. 

Since the front-panel user interface consists mainly of menus that you 
access to configure the log^c analyzer, the menu maps provide quick 
reference to the menus, menu options, and ultimately the functions of 
the logic analyzer. 



Menu Maps ThefoUowing pages show the menu maps of all functions of the logic 

analyzer. The State/Timing Configuration menu is the logic analyzer's 
system level menu. The rest of the menus are the subsystem level 
menus of the logic analyzer. 
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From System 
Configuration menu 



State/T imi ng 



Conf i gurot ion 



Analyzer 1 or 2 



Pod 1 ~ 5 



System 



— Intermodu I e 



Modu I es 1 - 



Conf i gurot i on 



Format 1 



Format 2 



Trace 1 



Trace 2 



Listing 1 (2) 



Waveform 2(1) 



Compare 1(2) 



State WF 1(2) 



Chart 1(2) 



Mixed Display 



Name 



Type 



Autosco I e 



Analyzer 1 



— Ana I yzer 2 



' — Unass i gned 



♦Modules 1 through 5 depend on what modules 

are installed in the HP 16500A 
** Timing analyzer only 



Figure 4-1. State/Timing Configuration Menu 
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Timing Format 
l\Aenu Map 



Timing Analyzer 



Format 
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' — Cance I 
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+ (positive) 
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User 



Waveform 



Figure 4-2. Timing Format Menu iUlap 
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Timing Trace 
l\/ienu Map 



Trace 



Bi t 



Find Pattern 



— present for 



Timing Analyzer 



Waveform 



Print 




Cance 1 


. L 




Pr i nt Screen 



Run 




Single 










Repet i t i ve 




Cance 1 



Armed By 




Machine 1 or 2 






Run or Group Run 



Acqu i s i t i on 








Tr ans i t i ona 1 


Mode 


1 


G l i tch 





Knob rolls labels left or right 



Base 




Binary 










Octal 






Dec ima 1 






Hex 






ASCII 






Symbo 1 



Then f i nd Edge 



Data Entry Keypad 

Data Entry Keypad 



^ Then f i nd G l i tch 



* * * 



* Only appears when off-screen labels exist 

On I y dva i I ab le when "greater than" is specified in "present for" field 
*** Onl y aval I ob le when "then find edge" is present and in Glitch mode 



Figure 4-3. Timing Trace Menu Map 
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Timing 
Waveform 
Menu Map 



Timing Analyzer 



Waveform 



Format 



Trace 



Pr int 




Cance 1 




L 


Print Screen 







Single 


Run 








Repe t i t i ve 






Cance 1 



Accumu 1 ate 




On 




L_ 


Off 



s/Div x.xxxs data entry keypad (10ns to 100s) 

- data entry keypad (-2500s to 2500s) 



— De I ay x.xxxs 



Continued on next page 

Figure 4-4. Timing Waveform IMenu lUlap 
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Continued from previous page 



' — Statistics 



X-pottern from trigger (x) 



O-pattern <x) 



— f rom tr 1 gger 



Spec i f y Patterns 



— X morker > ■ 



— 0 marker > • 



Stop measurement 
when X-0 



j Waveform Selection 



Channel Mode 



Bi nary 



Octal 



Symbo I 



Trig to X 



Tr ig to 0 



At X<0) marker 



labels A~ T 



Tr i gger 



X marker 





enter i ng 






— P^ 


1 eov i ng 





data entry keypad 





enter i ng 




L 




leaving 





i patternj data entry keypad 



Greater than 



In range 



not in range 



data entry keypad 
data entry keypad 





Indi V i dual 










Sequent i a 1 






Over 1 oy 



date entry keypad 





Inser t 




Replace 



♦Access by touching the box on the far left of the waveforms display 
where the labels are displayed 



Figure 4-4. Timing Waveform Menu Map (continued) 
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state Format 
Menu Map 



State Analyzer 



Format 



Trace 



Pr int 



Run 



Single 



; — Repet i t i ve 



' — Cance I 



C lock 







J - N 











Symbo I s 



— Symbo I Width 



Base 



Symbo I 



Type 



Pattern/Start 



' — Stop 



Pod Clock 



Demu I t i p I ex 



' — M i xed CI ocks 



Pods 



Turn Label Off 



Modify Label 



Turn Label On 



Bit Field 



Ass 1 gnment 



Po I ar i ty 



-f < pos i t i ve ) 



( negat i ve) 



Cance I 



Pr i n t Sc reen 



Pr int Al I 



Clock 
Per iod 



Off 



•—High 



TTL 



— ECL 



>60ns 



<60n5 



L i st i ng 



Figure 4-5. State Format Menu Map 
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state Trace 
Menu Map 



I Stote Anolyzer | 



-T 



I Listing 





Single 


-j r\uri I 








Repet i t i ve 






Cance 1 



Pr Int Screen 



Sequence i 1 i 

Levels \ ^ 6 rT^ Insert Level 



Continued on next poge 



Delete Level 



Wh i le stor I ng 



onystate 



— ^ range 



'— Combine lion 



Tr i gger On 



I Enoble on | [Store 



onystate 



no state 



— t range 



Comb i not i on 



anys tote 



— range 



— t range 



Comb i not ion 



"X" times [ rmmeric Keypad Entry 



anys tote 



no state 



^ range 



Comb i not ion 



Figure 4-6. State Trace Menu Map 
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Continued from previous page 



— Count 



Armed by 




Machine 1 or 2 


L 




Run or Group Run 



Restart 



' — Per Level 



Off 



— T ime 



States 



onys tote 



no state 



# a ~ 1* h 



— range 



f range 



Comb 1 not i on 



— Prestore 



On 



anys tote 



no state 



range 



# range 



Comb i not i on 



Label > 



Knob rolls labels left or right 



Base > 




B i nary 










Octal 




Dec ima 1 


Hex 


ASCII 


Symbo 1 



anys tote 



no state 



it 0 ~ h 



— ronge 



# range 



Comb i not i on 



' — range 



data entry keypad 
Upper — I — data entry keypad 



Lower 



■T 



♦ Only appears when off-screen labels exist i65iob2< 

Figure 4-6. State Trace Menu Map (continued) 
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state Listing 
Menu Map 



state Analyzer 



Listing 



Run 




Sing ie 










Repet i t i ve 




Cance 1 



Conce I 



— Pr i nt Screen 



Pr int Al I 



— Pattern 



Off 



Stat i st i cs 



Tr 


ig 


to 


X 




Tr 


ig 


to 


0 





data entry keypad 



Find x-pattern 



0 



numeric entry keypad 



f r om T r 



igger \ -t- Trigg 
L_ start 



Spec i f y Stop 
Measurement 



Stop measurement 
when X-0 



Less than 



Greater than 



In range 



Not in range 



data entry keypad 



data entry keypad 



Labels A~T 



data entry keypad 



Label > 
Base > 



Knob rolls label and base fields left or right 



data entry keypad 



T i me or 
States 



Absou I ute 



* Only appears when off-screen labels exist 
*t This field is used for repositioning labels in the display 

Depends on what the Count field Is set to in State Trace Spec i fi cat i on menu 



Figure 7-4. State Listing Menu Map 
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Menu Map 



State Ana lysis 



Compare 



State WF 



Char t 



— Compare Full /Portia I 



Pr int 




Cance 1 
















Pr i nt Screen 


Run 




Single 














Pr int Al 1 






Repet i t i ve 
















Cance 1 







Compare Listing 



Di f ference L i st ing 



Find Error 



data entry keypad 



Part iol 



■ data entry keypad 
■data entry keypad 



Spec i f y Stop 
Meosuremen t 



Stop measurement 
when 



X-0 



Compare 



— Mask 



Ass i gnment 



_ Label> — Knob rolls label left or right 
Base> 



B thru T 



Base 



16510821 



8 i nary 



Octal 



Dec ima I 



Hex 



Off 








Less than 




x.xxxs 




J 




Greater than 




In range 




x.xxxs 




J 




Not in range 




to 



data entry 
keypad 

dote entry 
keypad 



X.xxxs 



■data entry 
keypad 



Figure 4-8. State Compare Menu Map 
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state Waveform 
Menu Map 



I Stote Anoiysis 



Icompore I 



Print 




Cancel. 


L 


Print Screen 



-| Run 




Single | 






Repetitive | 






Cancel | 



L- Off 



[ st/Div x~| dato entry keypad 

Delay x dota entry keypad 



— Time 



*— Statistics 



X-pattern from trigger (x) 



O-pattern <x) 



from trigger 



' — Specify Patterns 



Binary 



Octal 



Decimal 



ASCII 
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X to 0 



Trig to X 



Trig to 0 



At X{0) morker 



'— labels A- 



Tr igger 



16510B22 



Figure 4-9. State Waveform Menu Map 
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— X marker > • 



— 0 marker > 





enter i ng 




pattern 
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p 


— 


1 eav i ng 





data entry keypad 





enter i ng 
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1 eav i ng 







-j — I patterrT] data entry keypad 



Stop measurement 
when X-0 



■— Less than 



— Greater than 



— In range 
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Sequent i o 1 






Over 1 ay 



■[ Act i on 




Insert 


L 




Rep 1 ace 



data entry keypad 
data entry keypad 



data entry keypad 



16510B24 



♦Access by touching the box on the far left of the waveforms display 
where the labels are displayed 



Figure 4-9. State Waveform Menu Map (continued) 



HP 16510B 

Front-Panel Reference 



Using the Menus 
4-13 



state Chart 
Menu Map 



State Analysis 



Chart 



Compare 



State WF 



Range 



Print 



Run 



Cance 1 




Print Screen 








Single 




Repet i t i ve 




Cance 1 





Pattern 



T ime 



Stati st ics 



— Find Pattern 



data entry keypad 



— from Tr i gger 



Spec i f y Patterns 



Tr i gger 



Start 



A 




B thru T 
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Dec ima I 



ASCII 



Symbo I 



1651 0820 



Figure 4-10. State Chart Menu Map 
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T T 



c I ear a I I patterns 



— X marker pottern — | XXXX [ — data entry keypad 

— X marker pattern — | XXXX [ — data entry keypad 



• — Stop measurement when x-o — off 



Less than 



Greater than 



In range 



Not in range 



-XY Chart of- 



B thru 
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Label 



B thru T 
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Xmi n 



FFFF 
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data entry keypad 

data entry keypad 

data entry keypad 

data entry keypad 



Accumu I ate 



On 



16510B27 



X.XXXS 



x.xxxs 



X . xxxs 



-data entry 
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■data entry 
keypad 
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Figure 4-10. State Chart Menu Map (continued) 
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Mixed Display 
Menu Map 



Mi xed Display 



State Listing 



Timing Waveforms 



■1 Print 




Cance 1 








Pr i nt Screen 


Pr int Al 1 



Run 
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Repel i t i ve 


Cancel 



Label > 
Base > 
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— X to 0 X , xxxs 
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dota entry keypad 

data entry keypad 
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data entry keypad 



--j Trig to 0 x.xxxs | data entry keypad 



Waveform Selection 



Channel Mode 



Ind i V i dua I 



— Sequential 



Over I ay 



-j Act ion 




Inser t 


' — d 




Rep 1 ace 



Label s 



Delete 



♦ Only appears when off-screen labels exist 
♦ ♦This fieldis used for repos i t ion i ng I abe I s i n the d i sp I ay 
♦♦♦Access by touching the box on the for left of the waveforms display where the labels are displayed 



Figure 4-11. Mixed Display IMenu Map 
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I ntrod UCtion This chapter describes the menus and pop-up menus that you will use 

on your logic analyzer. The purpose and functions of each menu are 
explained in detail, and we have included many illustrations and 
examples to make the explanations clearer. 

The main menus of the logic analyzer are grouped into two categories: 
System Level Menus and Subsystem Level Menus. The System Level 
Menu is: 

• State/Timing Configuration Menu 
The Subsystem Level Menus are: 

• Format (timing and state) 

• Trace (timing and state) 

• Timing Waveforms 

• State Listing 

An illustration of each main menu is given at the beginning of the 
section that describes the menu. In the illustration, the fields are 
numbered according to the order in which they are discussed to make 
them easy to reference. 



When the logic analyzer is selected from the System Configuration 
menu, the State/Timing Configuration menu is displayed. It is in this 
menu that you configure your logic analyzer in one of four ways: timing 
analyzer only, state analyzer only, two state analyzers, or one timing 
analyzer and one state analyzer. You can also name each internal 
analyzer and assign pods to them. 



System Level 
Menu 
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State/Timing 

Configuration 

Menu 



The State/Timing Configuration menu for the HP 16510B Logic 
Analyzer is shown below. The fields in the menu that are numbered in 
the figure are described in this section. 




( Stete/Timng E ] (conf iguratlon] 



Analyzer { 
Heme" ( HACHINE I ) 



Type^ ( Timing ] 



( 1 



Analyzer 2 



Type- ( Off ] 




I Poo 4 j 



Figure 5-1. State/Timing Configuration Menu 



® 



1^ Name You name an analyzer by selecting the Name field under it. An 

alphanumeric pop-up menu will appear. The keypad is similar to a 
computer keyboard. 



( Stef/Timlng E ) (conf IgurBtlon) 



{ Print ] 



Analyzer 2 



(flflCHINE 



CDSSQQDQECilQCi) 
0Q0QQQ(I)Cil00 
0000000000 
00000000 

( CLERr] fsPflCE] ( DONE ] 



Figure 5-2. Alphanumeric Keypad Pop-up 
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At the top of the keypad pop-up, is a box where the current name 
appears when the pop-up opens, and where the new name vAil appear 
when you touch keys on the keypad. In the name box is a cursor which 
indicates in what space your next selection will be placed. 

You can name the analyzer in one of two ways. The first way is to 
position the cursor over the character to be replaced in the pop-up 
using the KNOB, then touching the new character. The new character 
appears in the name box. 

The second way is to touch CLEAR. This clears the entire name from 
the box and places the cursor at the beginning of the name box in the 
pop-up. 

When you have entered the correct name, touch DONE. 



2) Type The Type field defines the machine as either a state analyzer or a 

timing analyzer or indicates that a system performance analysis (SPA) 
can be done on that analyzer (optional). When this field is touched, a 
pop-up menu appears. You touch the machine type to make your 
selection. 



( Stoie/Tlming E ) (configuration) 



Anal yz 


Off 


Name> (nftC 


Typ«- 1^ 


Timing 


( flutosc 


Stete 



Analyzer 2 



T«pe« ( Off ) 



Unassigned Pods 



Pod 3 j 



Figure 5-3. Type Pop-up Menu 
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3) Autoscale 



The purpose of Autoscale is to provide a starting point for setting up a 
measurement. The Autoscale field only appears on a timing analyzer. 
When you touch Autoscale, you will see a pop-up with two options: 
Cancel and Execute. If you select Cancel, the autoscale is cancelled and 
control is returned to the State/Timing Configuration menu. 



( Stetg/Tiwlng E ) (conf tguratlon) 



Analyzer I 



Horn - (nACHINE I 
Type: (2 



Analyzer 2 



Type I ( Off ] 



Unassjgned Pods 



i Pod 


2 




( Pod 






( Pod 







Figure 5-4. Autoscale Pop-up Menu 



If you choose Execute, autoscale configures the timing Format and 
Trace Specification menus and the timing Waveforms menu. Any 
configurations that you have done will be lost. Autoscale searches for 
channels with activity on the pods assigned to the timing analyzer and 
displays them in the Waveforms menu. 



Note |[p Executing autoscale erases all previous configurations for your timing 
analyzer and turns the other analyzer off . If you don't want this to 
happen, touch Cancel in the pop-up. 
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^ 4 ) Pods Each pod can be assigned to one of the analyzers. When the 

HP 16510B Logic Analyzer is powered up, Pod 1 is assigned to 
Analyzer 1 and Pod 5 is assigned to Analyzer 2. 

To assign a pod, touch the pod field. With the pop-up that appears, you 
can assign the pod to Analyzer 1, Analyzer 2, or Unassign it. Making a 
selection closes the pop-up and moves the pod field to the analyzer to 
which the pod is assigned. 



( Stcf /Timing E ] (conTlguratlon] 



Analyzer I 



Neme ' ( tIftCHINE I ) 
Type' ( Timing ] 
( Autogcele ) 



Analyzer 2 
Type* C on ] 


tIACHINE 1 


Id Pods 




MACHINE 2 


i Pod 5 


Unassigned 










r Pod 3 ") 




Pod 4 ^ 





Figure 5-5. Pod Assignment Pop-up lUlenu 

The Print field allows you to print what is displayed on the screen at the 
time you initiate the printout. When you touch the Print field, a pop-up 
appears showing you the print options Cancel, Print Screen, and in 
some menus. Print All. 

You start a print by touching the Print field. When the pop-up appears, 
you touch either Print Screen or Print All. The information on the 
screen is frozen, and the Print field changes to Cancel and turns red. 
While the data is being transferred to the printer, the logic analyzer's 
user-interface is not usable with the exception of the Cancel field. 
When the logic analyzer has completed the data transfer to the printer, 
the advisory "Print Completed" is displayed and the user-interface is 
usable again. 

If you wish to stop a printout before it is completed, touch Cancel. This 
stops the print, and the message "Print Cancelled" appears in red. 
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Print Screen. In the Print Screen mode, the printer uses its graphics 
capabilities so that the printout will look just like the logic analyzer 
screen. 

Print All. The Print All option prints not only what is displayed on 
screen but what is below, and, in the Format Specification, what is to 
the right of the screen at the time you initiate the printout. 



Make sure the first line you wish to print is in the light blue box at the 
center of the listing area when you touch Print All. Lines above this box 
will not print. 



Use this option when you want to print all the data in menus like: 

• Timing Format Specifications 

• State Format Specifications 

• State Trace Specifications 

• State Listing 

• Symbols 

If there is information below the screen, as in the State Listing, the 
information will be printed on multiple pages. In Timing and State 
Format Specifications, the print will be compressed when necessary to 
print data that is off-screen to the right. 

When you select the Print All option, the information on the screen is 
frozen, and the message "Printing All" appears at the top of the display. 
Don't worry, this message will not appear in your printout. While the 
data is being transferred to the printer, the logic analyzer's 
user-interface is not usable. When the logic analyzer has completed the 
data transfer to the printer, the advisory "Print Completed" appears 
and the user-interface is again usable. 
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If you wish to stop a printout before it is completed, touch Cancel. This 
stops the print and the message "Print Cancelled" appears at the top of 
the display. 

The Run field allows you to start data acquisition. The pop-up that 
appears when you touch this field contains the trace mode options 
Single, Repetitive, and Cancel. This field is explained in detail in 
"Run/Trace Mode" in both the Timing and State Trace specification 
menus sections of this chapter. 



SubSyStOm The hp 16510B logic analyzer is configured for measurements in the 

LGVOI MonUS Timing and State Format and Trace Specification menus. The Format 

menus can be accessed by touching Format 1 or 2, and the Trace 

menus by touching Trace 1 or 2. 

The Format Specification menus let you specify how the logic analyzer 
groups the input channels from your microprocessor. You can set the 
threshold levels of the pods assigned to the analyzer, assign labels and 
channels, specify symbols, and, in the case of the state analyzer, set 
clocks for triggering. 

The Trace Specification menus allow you to configure the logic 
analyzer to capture only the data of interest in your measurement. The 
logic analyzer acquires data until it triggers at a location that you 
specify by setting certain parameters for the data. In the timing 
analyzer you can configure the analyzer to trigger on specific patterns, 
edges, or glitches. In the state analyzer you can configure the analyzer 
to trigger on a sequence of states. 

At power up, the logic analyzer is configured with a default setting. 
You can use this default setting to make a test measurement on your 
system. It can give you an idea of where to start your measurement. 

Each of the format and trace specification menus will be covered in this 
chapter. For examples on setting up configurations for measiu-ements 
with the timing and state analyzers, refer to your HP 16510B Getting 
Started Guide or chapters 7 through 9 in this manual. 



IP Run 
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Format 

Specification 

Menus 



At power up the Timmg and State Fonnat Specification menus look 
basically the same, with a few exceptions in the state analyzer. The 
Timing Format Spedfication menu looks like that shown below: 




( St«t«/Tlinlrn E ) ( rariMl I ] 



\4 



Pol 15 . . . B7 0 



'□1 



Figure 5-6. Timing Format Specification Menu 

The State Fonnat Spedfication menu for the HP 16510B looks like the 
following: 



( State/Ttmlng E ) ( Formot I ] 



Print 1 Run 



(Clock Periodlf" 
> 60 ns J tJ 



} ^ I 

[ Clock J , 



Pol 15 . . . B7 . . . . 0 Vy 



Off 
Off 
Off 
Off 
Off 



Activity 
indicators 



Figure 5-7. State Format Specification l^enu 
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These menus show only one pod assigned to each analyzer at power up. 
Any number of pods can be assigned to one analyzer, from none to all 
five. In the Format menus, only three pods appear at a time in the 
display. If there are any pods off screen, an additional field will be 
present. This field is labeled Pods To view off-screen pods, touch 
the Pods field and rotate the KNOB. The pods are always 
positioned so that the lowest numbered pod is on .the right and the 
highest numbered pod is on the left. 



4) Pod threshold 

5) Specify Symbols 

6) Clock (state analyzer only) 

7) Pod Clock (state analyzer only) 

8) Clock Period (state analyzer only) 

A portion of the menu that is not a field is the Activity Indicators 
display. The indicators appear above the bit numbers of each pod. 
When the logic analyzer is connected to your target system and the 
system is running, you will see I in the Activity Indicators display for 
each channel that has activity. These tell you that the signals on the 
channels are transitioning. 

The fields in the Format menus are described in the following sections. 
The descriptions apply to both the timing and state analyzers unless 
noted otherwise. 



1 ) LabOl The label column contains 20 Label fields that you can define. Of the 



20 labels, the logic analyzer displays only 8 at one time. To view the 
labels that are off screen, rotate the KNOB. The labels roll up and 
down. 



Timing and State 
Format 
Specification 
Menu Fields 



Seven types of fields are present in the menus. They are: 



1) 

2) 
3) 



Label 

Polarity (Pol) 
Bit assignments 
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To access one of the Label fields, touch the desired field. You will see a 
pop-up menu like that shown below. 



( Statt/Timtng E ) ( Format i ] 



Turn Label Off 



nodlftf Lot)«l 



Turn Label On 




Figure 5-8. Label Pop-up Menu 

Turn Label On. Selecting this option turns the label on and gives it a 
default letter name. If you turned all the labels on they would be named 
POD 1 through T from top to bottom in the timing analyzer and A 
through T in the state analyzer. When a label is turned on, bit 
assignment fields for the label appear to the right of the label under the 
pods. 

Modify Label. If you want to change the name of a label, or want to 
turn a label on and give it a specific name, you would select the Modify 
Label option. When you do, an alphanumeric keypad pop-up menu 
appears. You use the pop-up keypad to name the label. A label name 
can be a maximum of six characters. 

Turn Label Off. Selecting this option turns the label off. When a label 
is tiuned off, the bit assignments are saved by the logic analyzer. This 
gives you the option of turning the label back on and still having the bit 
assignments if you need them. The timing waveforms and state Ustings 
are also saved. 

You can give the same name to a label in the state analyzer as in the 
timing analyzer without causing an error. The logic analyzer 
distinguishes between them. An example of this appears in chapter 7 of 
the HP 16510B Getting Started Guide and chapter 9 of this manual. 
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(§1 Bit Assignment 



Each label has a polarity assigned to it. The default for all the labels is 
positive ( + ) polarity. You can change the polarity of a label by 
touching the polarity field. This toggles the polarity between positive 
( + ) and negative ( 

In the state analyzer, negative polarity inverts all the data. In the timing 
analyzer, negative polarity inverts all the data, but doesn't change the 
actual waveforms in the Timing Waveforms Menu. 

The bit assignment fields allow you to assign bits (channels) to labels. 
Above each column of the bit assignment fields is a line that tells you 
the bit numbers from 0 to 15, with the left bit numbered 15 and the 
right bit numbered 0. This line helps you know exactly which bits you 
are assigning. 

The convention for bit assignment is: 

* (asterisk) indicates assigned bit 

. (period) indicates unassigned bit 

At power up the 16 bits of Pod 1 are assigned to the timing analyzer, 
and the 16 bits of Pod 5 are assigned to the state analyzer. 

To change a bit assignment configuration, touch a bit assignment field. 
You will see the following pop-up menu. 



Use the KNOB to move the cursor to an asterisk or a period you wish 
to change. Touch the desired state (asterisk or period) in the pop-up. 
When the bits (channels) are assigned as desired, touch DONE. This 
closes the pop-up and displays the new bit assignment in the Format 
Specification menu. 




Figure 5-9. Bit Assignment Pop-up Menu 
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Assigning one channel per label may be handy in some applications. 
This is illustrated in chapter 7 of the HP 16510B Getting Started Guide. 
Also, you can assign a channel to more than one label, but this usually 
isn't desired. 

Labels may have from 1 to 32 channels assigned to them. If you try to 
assign more than 32 channels to a label, the logic analyzer will beep, 
indicating an error, and a message will appear at the top of the screen 
telling you that 32 channels per label is maximum. 

Channels assigned to a label are numbered from right to left by the 
lo^c analyzer. The least significant assigned bit (LSB) on the far right 
is numbered 0, the next assigned bit is numbered 1, and so on. Since the 
maximum of 32 channels can be assigned to one label, the highest 
number that can be given to a channel is 31. Although labels can 
contain split fields, assigned channels are always numbered 
consecutively within a label. The nimibering of channels is illustrated 
with the figure below. 
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Figure 5-10. Numbering of Assigned Bits 

Each pod has a threshold level assigned to it. Threshold levels may be 
defined for Pods 1, 2 and 3 individually, and one threshold for Pods 4 
and 5. It doesn't matter if Pods 4 and 5 are assigned to different 
analyzers. Changing the threshold of either pod 4 or 5 changes the 
threshold of the other. 



(a) Pod Threshoid 
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If you touch the pod threshold fields you will see the following pop-up 
menu. 
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Figure 5-11. Pod Threshold Pop-up Menu 



TTL sets the threshold at + 1.6 volts, and ECL sets the threshold at 
-L3 volts. 

The User option lets you set the threshold to a specific voltage between 
— 9.9 V and + 9.9 V. If you select this option you will see a numeric 
entry keypad pop-up menu as shown. 
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Figure 5-12. Numeric Entry Keypad Pop-up iUlenu 
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(s) Specify 
Symbols 



You enter a threshold in the pop-up with the keypad by touchii^ the 
desired value, units and polarity. When the correct threshold voltage is 
displayed, touch DONE. The pop-up will close and the new threshold 
will be placed in the pod threshold field. 

In the state analyzer, the same threshold level applies to a pod's clock 
as to its 16 data bits. 

The logic analyzer supplies Timing and State Symbol Tables in which 
you can define a mnemonic for a specific bit pattern of a label. When 
measurements are made by the logic analyzer, the mnemonic is 
displayed where the bit pattern occurs if the Symbol base is selected. 

It is possible for you to specify up to 200 symbols in the logic analyzer. 
If you have only one of the internal analyzers on, all 200 symbols can be 
defined in it. If both analyzers are on, the 200 symbols are split between 
the two. For example, analyzer 1 may have 150, leaving 50 available for 
analyzer 2. 

To access the Symbol Table in either the State or Timing Format 
Specification menus, touch the Symbols field. You will see a new menu 
as shown. This is the default setting for the Symbol Table in both the 
timing and state analyzers. 
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Figure 5-13. Symbol Table Menu 
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There are four fields in the Symbol Table menu. They are: 

• Label 

• Base 

• Symbol Width 

• Symbol name 

Label. The Label field identifies the label for which you are specifying 
the symbols. If you select this field you will get a pop-up that lists all the 
labels that are turned on in that analyzer. 
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Figure 5-14. Label Pop-up Menu 

Each label has a separate symbol table. This allows you to give the 
same name to symbols defined under different labels. In the Label 
pop-up touch the label for which you wish to specify symbols. 

Base. The Base field tells you the number base in which the pattern will 
be specified. The base you choose here will appear in the Find Pattern 
field of the Timing Trace Specification menu in the timing analyzer, or 
the pattern field of the State Trace Specification menu in the state 
analyzer. These are covered later in this chapter. 
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To change the base, touch the current base. You will see the following 
pop-up menu. 
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Figure 5-15. Base Pop-up 

If more than 20 channels are assigned to a label, the Binary option is 
not offered in the pop-up. The reason for this is that when a symbol is 
specified as a range, there is only enough room for 20 bits to be 
displayed on the screen. 

When you decide which base you want to work in, choose that option 
from the number Base pop-up menu. 

If you choose the ASCII option, you can see what ASCII characters the 
pattern and ranges defmed by your symbols represent. ASCII 
characters represented by the decimal numbers 0 to 127 (hex 00 to 7F) 
are offered on your logic analyzer. Specifying patterns and ranges for 
symbols is discussed in the next section. 



You cannot specify a pattern or range when the base is ASCII. First 
define the pattern or range in one of the other bases, then switch to 
ASCII to see the ASCII characters. 
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Symbol Width. The Symbol Width field lets you specify how many 
characters of the symbol name will be displayed when the symbol is 
referenced in the Timing and State Trace Specification menus, the 
Timing Waveforms menu, or the State Listing menu. Selecting this 
field gives you the following pop-up. 



You can have the logic analyzer display from 1 to aU 16 of the 
characters in the symbol name. This is covered more in the sections on 
the Trace menus, the Waveforms menu, and the State Listing menu 
later in this chapter. 

Symbol Name. When you first access the Symbol Table, there are no 
symbols specified. The symbol name field reads New Symbol. If you 
select this field an alphanumeric keypad pop-up menu appears. Use 
the keypad to enter the name of your symbol. A maximiun of 16 
characters can be used in the name of a symbol. 

When you touch DONE field in the keypad pop-up menu, the name of 
the symbol appears in the symbol name field, and two more fields 
appear in the display to the right of the symbol name. 
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Figure 5-16. Symbol Pop-up Menu 
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Figure 5-17. Symbol Defined as a Pattern 

The first of these fields defines the symbol as either a pattern or a 
range. If you touch this field, it will toggle between pattern and range. 

When the symbol is defined as a pattern, one field (Pattern/start) 
appears to specify what the pattern is. Touching this field displays a 
pop-up with which you can specify the pattern. Use the keypad and the 
X (Don't Care) key to enter the pattern. 
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Figure 5-18. Specify Pattern Pop-up 
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If the symbol is defined as a range, two fields appear in which you 
specify the upper and lower boundaries of the range. The fields are 
Pattern/Start and Stop. 
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Figure 5-19. Symbol Defined as a Range 

Touching either of these fields gives you a pop-up with which you can 
specify the boundary of the range. 
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Figure 5-20. Specify Range Pop-up 
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You can spedfy ranges that overlap or are nested within each other. 
They must be specific. Don't cares are not allowed. 

The logic analyzer gives patterns priority over ranges when displaying 
measurements. This will be covered in more detail in the sections 
Timing Waveforms Menus" and "State Listing Menus" later in this 
chapter. To add more symbols to your symbol table, touch the field of 
the last symbol defined. A pop-up menu appears as shown. 
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Figure 5-21. Symbol Pop-up Menu 

The first option in the pop-up is Add a Symbol. It allows you to add 
another symbol. When you select it, you will see an alphanumeric 
pop-up menu. Use the keypad to enter the name of your new symbol. 
When you select Done, your new symbol will appear in the Symbol 
Table. 

The second option in the pop-up is Modify symbol. If you select this 
option, you will see an alphanumeric pop-up menu with which you can 
change the name of the symbol. 

The third option in the pop-up is Delete Symbol. If you select this 
option, the symbol will be deleted from the Symbol Table. 

Leaving the Symbol Table Menu. When you have specified all your 
symbols, you can leave the Symbol Table menu by touching Done. This 
puts you back in the Format Specification menu that you were in before 
entering the Symbol Table. 
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Clock The Clock field is present in the Format Specification menu only in the 
state analyzer. This field displays the clocks that are to be used to 
clock the logic analyzer. The display will be referred to as the "clocking 
arrangement.*^ 

The HP 16510B Logic Analyzer has five clock channels, each of which 
is on a pod. The clocks are connected through the pods simply for 
convenience. The clock channels are labeled J, L, M, and N and are 
on pods 1 through 5, respectively. The clocking of the state analyzer is 
synchronous with your system because the analyzer uses the clocks 
present in your system that assure vaUd data. 

When you select the Clock field, you will see the following pop-up 
menu with which you specify the clock. 
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Figure 5-22. Clock Pop-up Menu 

You can use one of the clocks alone or combine them to build one 
clocking arrangement. 

If you select a field to the right of one of the clocks in the pop-up, you 
will see another pop-up menu: 
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High 



Figure 5-23. Single Clocic Pop-up lUlenu 



With this menu you set the condition needed by each clock. You can 
specify that the logic analyzer looks for the negative edge of the clock, 
the positive edge, either edge, a high level, or a low level, or you can 
turn the clock off. 

The clocks are combined by ORing and ANDing them. Clock edges 
are ORed to clock edges, clock levels are ORed to clock levels, and 
clock edges are ANDed to clock levels. 

For example, if you select i for the J clock, ^ for the K clock. High for 
the M clock, and Lowfor the N clock, the resulting clocking 
arrangement will appear in the display as: 



CI ock 
(Ji+Kt)*(n=l+N=0) 



Figure 5-24. Example of a Clocking Arrangement 
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7) Pod Clock 



With this arrangement, the logic analyzer will clock the data when 
there is a negative edge of the J clock OR a positive edge of the K 
clock, AND when there is a high level on the M clock OR a low level 
on the N clock. 

You must always specify at least one clock edge. If you try to use only 
clock levels, the logic analyzer will display a message telling you that at 
least one edge is required. 

Your logic analyzer has the capability of clocking data in three 
different ways. The pod Clock fields in the State Format Specification 
menu allow you to specify which of the three ways you want to clock the 
data. 

Each pod assigned to the state analyzer has a pod Clock field 
associated with it. As with the Clock field discussed in the previous 
section, the pod Clock fields are present only in the state analyzer. 
Selecting one of the pod Clock fields gives you the following pop-up 
menu: 
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Figure 5-25. Pod Clock Field Pop-up Menu 
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Normal. This option specifies that clocking will be done in single 
phase. That is, the clocking arrangement located in the Clock field 
above the pods in the State Format Specification menu will be used to 
clock all data (pods) assigned to this machine. 

For example, suppose that the Clock field looks like the following: 



Clock 

J4+Kt 



Figure 5-26. Single Phase Clocking Arrangement 

In Normal mode the state analyzer will sample data present on all pods 
assigned to this machine on a negative edge of the J clock OR on a 
positive edge of the K clock. 

Demultiplex. With the HP 16510B Logic Analyzer, you can clock two 
different types of data that occur on the same lines. For instance, lines 
that transfer both address and data information need to be clocked at 
different times in order to get the right information at the right time. 
The Demultiplex option provides the means to do this. 

When you select the Demultiplex option, the pod Clock field changes 
to Master | Slave, and two clock fields appear above the pods where 
just one Clock field used to be. These fields are the Master Clock and 
Slave Clock, as shown: 
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Figure 5-27. Master Clock and Slave Clock 

Demultiplexing is done on the data lines of the specified pod to read 
only the lower eight bits. This is two phase clocking, with the Master 
Clock following the Slave Clock. The analyzer first looks for the 
clocking arrangement that you specify in the Slave Clock. When it sees 
that, the analyzer clocks the data present on bits 0-7 of the pod, then 
waits for the clocking arrangement that you specify in the Master 
Clock. When it sees that clocking arrangement, it again clocks the data 
present on bits 0-7 of the pod. The upper eight bits of the pod are 
ignored and don't need to be connected to your system. 

Notice that the bit numbers that appear above the bit assignment field 
have changed. The bits are now numbered 7,..,07.,..0 instead of 
15,...87..,.0. This helps you set up the analyzer to clock the right 
information at the right time. 

The address/data lines AD0-AD7 on the 8085 microprocessor are an 
example for Demultiplex. During part of the operating time the Unes 
have an address on them, and during other times they have data on 
them. Connect the lower eight bits of one of the pods to these eight 
lines and set the Slave and Master Clocks for the pod such that they 
clock the data and the address at the proper time. 

In this example, you may choose to assign the bits in the State Format 
Specification menu similar to that shown in the following figure. In this 
case you would want to clock the address with the Slave Clock and the 
data with the Master Clock. 
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Figure 5-28. Bit Assignments for IMaster and Slave 

The Master and Slave Clocks can have the same clocking 
arrangements. The clocking is still done the same way, with the lower 
eight bits being clocked first on the Slave Clock, then on the Master 
Clock. 

Mixed Clocks. The Mixed Cloclcs option allows you to clock the lower 
eight bits of a pod separately from the upper eight bits. The state 
analyzer uses Master and Slave Clocks to do this. If you select this 
option in the pod Clock pop-up, the pod Clock field changes to 
Master | Slave, and two Clock fields, Master and Slave, appear above 
the pods. 

As in Demultiplex, the Master Clock follows the Slave Clock. The state 
analyzer looks for the clocking arrangement given by Slave Clock and 
clocks the lower eight bits. Then it looks for the clock arrangement 
given by the Master Clock and clocks the upper eight bits. Unlike 
Demultiplex, all 16 bits of a pod are sampled. 

The Master and Slave Clocks can have the same clocking 
arrangements. The clocking is still done the same way, with the lower 
eight bits clocked on the Slave Clock and the upper eight bits clocked 
on the Master Clock. 
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ipCIOCk Period This field provides greater measurement accuracy when your state 

input clock period is greater than 60.ns. When you select > 60 ns, the 
state analyzer provides greater immunity against noise or ringing in the 
state input clock signal; therefore, the logic analyzer provides greater 
accuracy when triggering another state or timing analyzer or the BNC 
trigger out. 

If your State input clock period is less than 60 ns, you should select 
< 60 ns. This (Usables the Count field in the State Trace Specification 
menu because the maximum clock rate when counting is 16.67 MHz 
(60 ns clock period). 



Timing Trace 
Specification 
Menu 



The Timing Trace Specification menu lets you specify the trigger point 
for the logic analyzer to start capturing data and the manner in which 
the analyzer will capture data. You configure the timing analyzer to 
find a pattern first and then a transition in the signal or signals. 

The menu looks like that shown below. This is the default setting for 
the menu. 
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Figure 5-29. Timing Trace Specification lUlenu 
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Timing Trace 
Specification 
Menu Fields 



The fields in the Timing Trace Specification menu are: 

1) Rim/Trace Mode 

2) Armed by 

3) Acquisition mode 

4) Label 

5) Base 

6) Find Pattern 

7) Pattern Duration (present for ) 

8) Then find Edge 



These are described in the following sections. 



1 ) Run/Trace 
Mode 



You specify the mode in which the timing analyzer will trace data when 
you touch Run. You have two choices for trace mode: Single and 
Repetitive. When you touch Run and hold your finger on the field, you 
will see the following pop-up menu: 
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Figure 5-30. Run Field Pop-up lUlenu 



You select the trace mode by touching the Run field, and, without 
lifting your finger from the screen, move it to the desired trace mode. 
When you lift your finger, the logic analyzer traces data in the mode 
you specify. If you wish to abort the trace after you touch Run but 
before the trace starts, move your finger to Cancel before lifting your 
finger. 
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Single Trace mode acquires data once per trace. Repetitive Trace 
mode repeats single acquisitions until Stop is touched, or until the time 
interval between two specified patterns is less than or greater than a 
specified value, or within or not within a specified range. The Stop 
Measurement feature is explained in detail in "Markers Pattern" in 
both the "Timing Waveforms" and "State Listing" sections of Chapter 6 
of this manual. 



igl Armed By The Armed By field is present when more than one analyzer is on at the 
same time. The Armed by field lets you specify how your timing 
analyzer is to be armed. The analyzer can be armed by Run, the other 
analyzer, or an external arm from the 1MB (Intermodule Bus). 
"Intermodule Measurements" are covered in chapter 10 of the 
HP 16500A Reference Manual. 

When you select the Armed by field, a pop-up menu appears like that 
shown below. Use this menu to select the arming option for your 
analyzer. 
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Figure 5-31. Armed By Pop-up Menu 
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|3|) Acquisition The Acquisition mode field allows you to specify the mode m which 
Mode you want the timing analyzer to acquire data. You are given two 

choices for the mode of acquisition: Transitional and Glitch. When you 
touch this field, the field toggles from one mode to the other. 

Transitional Acquisition Mode. When the logic analyzer is operating in 
the Transitional Acquisition mode, it samples the data at regular 
intervals, but it stores data in memory only when there have been 
transitions in the signals since the last data sample was stored. A time 
tag that is stored with each sample allows reconstruction of the samples 
in the Timing Waveforms display. 

Transitional timing always samples at a rate of 100 MHz 
(10 ns/sample). This provides maximum timing resolution even in 
records that span long time windows. Time covered by a full memory 
acquisition varies with the number of pattern changes in the data. If 
there are many transitions, the data may end prior to the end of the 
time window desired because the memory is full. However, a prestore 
qualification in your logic analyzer insures that data will be captured 
and displayed between the left side of the screen and the trigger point. 



The figure below illustrates Transitional acquisition, comparing it to 
Traditional acquisition. 
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Figure 5-32. Transitional Timing vs. Traditional Timing 
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Traditional timing samples and stores data at regular intervals. 
Transitional tuning samples data at regular intervals but stores a 
sample only when there has been a transition on one or more of the 
channels. This makes it possible for Transitional timing to store more 
information in the same amount of memory. 

Glitch Acquisition Mode. A glitch is defined as any transition that 
crosses the logic threshold more than once between samples. It can be 
caused by capacitive coupling between traces, power supply ripple, or a 
number of other events. The gUtch, in turn, can cause major problems 
in your system. 

Your logic analyzer has the capabiUty of triggering on a gUtch and 
capturing all the data that occurred before it. The glitch must have a 
width of at least 5 ns at threshold in order for the analyzer to detect it. 

If you want your timing analyzer to trigger on a glitch in the data, set 
the Acquisition mode to Glitch. This causes several changes in the 
analyzer. One change is that a field for gUtch detection in each label is 
added to the Timing Trace Specification menu, as shown: 
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Figure 5-33. Glitch Specification Field 
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With these glitch detection fields you specify on which channel or 
channels youwant the analyzer to look for a glitch. These fields are 
discussed in more detail in the Then Find Edge" section later in this 
chapter. 

Glitch Acquisition mode causes the storage memory to be cut in half, 
from Ik to 512. Half of the memory (512) is allocated for storing the 
data sample, and the other half for storing the second transition of a 
glitch in a sample. Every sample is stored. The sample rate varies from 
20 Hz to 50 MHz (50 ms/sample to 20 ns/sample) and is automatically 
selected by the timing analyzer to insure complete data in the window 
of interest. 

When your timing analyzer triggers on a ghtch and displays the data, 
the glitch appears in the waveform display as shown below. 



ANALYZER 
INPUT 



SAMPLE 
POINTS 



t t t t f 



I GLITCH DISPLAYED 

' ON NEXT SAMPLE 

ANALYZER I 

DISPLAY 



Figure 5-34. Glitch in Timing Waveform 

LsbGl The Label fields contain the labels that you define in the Timing 

Format Specification menu. If there are more labels than can fit on 
screen, use the KNOB to view those that aren't displayed. 
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5 J Base The Base fields allow you to specify the number base in which you want 
to define a pattern for a label. The Base fields also let you use a symbol 
that was specified in the Timing Symbol Table for the pattern. Each 
label has its own base defined separately from the other labels. If you 
select one of the Base fields, you will see the following pop-up menu. 
Decide which base you want to define your pattern in and select that 
option. 



( Stete/Timlng E ) ( Trace i ] 



Binary 



Base > ■ 
Find ^ 
Pattern f 



present (or 
Then find 
Edge 



Symbol 



I Acquisition mode 
I Transitional 



Figure 5-35. Base Pop-up Menu 

One of the options in the Base pop-up is ASCII. It allows you to see the 
ASCII characters that are represented by the pattern you specified in 
the Find Pattern field. 



Base > 
Find 
Pattern 



ftSCII 



Figure 5-36. ASCII Defined as Numeric Base 

In the figure above, the Find Pattern field is no longer a selectable field 
when the base is ASCII. If you touch this field, the message "ASCII 
entry not available" appears. You cannot enter ASCII characters 
directly. You must specify a pattern in one of the other bases; then 
switch the base to ASCII and to see what characters the pattern 
represents. 
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The Symbol option in the Base pop-up allows you to use a symbol that 
has been specified in the Timing Symbol Tables as a pattern, or specify 
absolute and enter another pattern. You specify the symbol you want to 
use in the Find Pattern field. 



6) Find Pattern 



With the Find Pattern fields, you configure your timing analyzer to look 
for a certain pattern in the data. Each label has its own pattern field 
that you use to specify a pattern for that label. 

During a run, the logic analyzer looks for a pattern in your data 
generated by the logical AND of all the labels' patterns. That is, it looks 
for a simultaneous occurrence of the specified patterns. When it finds 
the pattern, it triggers at the point that you specified in the Then find 
Edge fields. See the "Then Find Edge" section later in this chapter for 
more information about edge triggering. 

You specify a pattern by touching the Find Pattern field. A keypad 
pop-up appears with which you enter the desired pattern. The pop-up 
will vary depending on the base you choose and the number of channels 
you assign to that label. 



( state/Timing E ) ( Trace i ] 




BQDCIDCl) 

GDCDQCI] 
GDCDQCI] 

( X ]( CLERR ] ( DONE ] 



^Acquisition mode 
Transitional 



Figure 5-37. Specify Pattern Pop-up for Find 
Pattern 

Enter your pattern in the pop-up and touch DONE. The pattern 
appears under the label in the Find Pattern field. 
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As mentioned in the previous section on the Base field, if you specify 
ASCII as the base for the label, you won't be able to enter a pattern. 
You must specify one of the other number bases to enter the pattern, 
then you can switch the base to ASCII and see what ASCII characters 
the pattern represents. 

If you choose Symbols in the Base field, you can use one of the symbols 
specified in the Timing Symbol Tables as the pattern. The Find Pattern 
field looks similar to that below: 



( Stcte/Timlng E ] ( Tract 1 ] 



Base > [ Symbol ) [ ] 



Find 



Pattern ( absolute 2425 J [2425 J 

present for ( 30 ns ] 

Then find 



Eo,. ( .... )(—] 



(Acquisition mode 
Tronsltlonel 



Figure 5-38. Symbol Defined in Base Field 
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If you select this field you get a pop-up similar to that shown: 



( Stete/Tunlng E ) ( Trace 1 ] 



I Print f Run 







Symbol Selection 






offset (xxxx] 


Label > f 


READ 






Base > [ 


Symbc 




Find 


absolute 


Pattern H 




READ 
WRITE 


present 
Then find 


for 01 


Edge [ .... 


( Done ] 





Acquisition mode 
Transit lone I 



Figure 5-39. Symbol Selection Pop-up for Find 
Pattern 

The pop-up lists all the symbols defined for that label It also contains 
an option absolute. Placing the blue bar on this option causes another 

field within the pop-up to appear. This field is labeled offset . 

The offset field lets you specify a pattern not given by one of your 
symbols. 

To select an option from the pop-up, use the KNOB to roll the symbols 
up and down until the desired symbol is highlighted by the blue bar. 
Touch Done to close the pop-up and place the symbol name in the 
Find Pattern field under the label. 

When you specify symbols in the Timing Symbol Tables, you also 
specify the number of characters in the symbol name that are to be 
displayed. If you specify to display only three characters of a symbol 
name, only REA of READ and WRI of WRITE would be displayed in 
the Find Pattern field. In addition, only the first three letters of 
absolute would be displayed. 
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There are two fields with which you specify the Pattern Duration. They 

are located next to present for in the Timing Trace 

Specification menu. You use these fields to tell the timing analyzer to 
trigger before or after the specified pattern has occurred for a given 
length of time. 

The first field can be set to > (greater than) or < (less than). When 
you touch this field, it toggles between > and < . The second field 
specifies the duration of the pattern. If you select > in the first field, 
you can set the duration to a value between 30 ns and 10 ms. If you 
select < in the first field, you can set the duration to a value between 
40 ns and 10 ms. If you attempt to set the duration to a value outside 
the given range, the analyzer will automatically set it to the nearest limit. 

To change the value of the pattern duration, touch the second field to 
get a pop-up keypad similar to the one shown: 



( Stflte/Tlmlng E ) ( Trace l ] ( 


Print ] ( Run ) 


Label > (read 

Base > [ Hex 
Find 
Pattern [ 0000 

present for ^ 
Then find 
Edge [ .... 






QDGDCiDQ 
GDGDQ 

( CLEAR ) ( DONE ] 


Acquis! tion mode 
Transitional J 









Figure 5-40. Patten Duration (present for) Pop-up 
Menu 

With the keypad enter the desired value and units for pattern duration, 
then touch DONE. Your value for pattern duration will appear in the 
field. 



@ Pattern 
Duration (present 
for ) 
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As an example, suppose you configure the present for field as shown: 



Base > 
Find 
Pattern 



Hex 



0000 



Hex 



present for ( 50 ns ] 

Then find 
Edge 



Figure 5-41. Example of Pattern > 50 ns 



This configuration tells the timing analyzer to look for a certain pattern 
specified by you that has a duration of greater than 50 ns. Once the 
timing analyzer has found the pattern, it can look for the trigger. 

Choosing < (less than) forces glitch and edge triggering off, and the 
timing analyzer triggers inmiediately at the end of the pattern that 
meets the duration requirements. The fields with which you specify 
edges and gUtches don't appear in the menu. For instance, if you 
configure the present for field as shown: 



Find 



Pattern [ 0000 ] f 0000 



present for ^Tj ^ 



100 ns 



Figure 5-42. Example of Pattern Duration < 100 ns 

The analyzer will trigger when the specified pattern has a duration less 
than 100 ns. The pattern must also be valid for at least 20 ns. 



HP 1651 OB 
Front-Panel Reference 



11 Then Find Edge 



With the Then find Edge fields you can specify the edges (transitions) 
of your data on which your timing analyzer triggers. You can specify a 
positive edge, a negative edge, or either edge. Each label has its own 
edge trigger specification field so that you can specify an edge on any 
channel. 



When you specify an edge on more than one channel, the timing 
analyzer logically ORs them together to look for the trigger point. That 
is, it triggers when it sees any one of the edges you specified. It also 
ANDs the edges with the pattern you specified in the Find Pattern 
fields. The logic analyzer triggers on an edge following the vaUd 
duration of the pattern while the pattern is still present. 

To specify an edge, touch one of the Then find Edge fields. You will 
see a pop-up similar to that shown below. 



( state/Timing E ] ( Trece 1 ) 



X 



1 



Label > 

Base > 
Find 
Pattern 



5 



[ Hex fpffev-7 



( CLERr) ( DONE ) 



Acquis! lion mode 
Transl tlonel 



[ 0000 ] [ 0000 



present for ^Tj |^ 

Then find 

Edge 



Figure 5-43. Specify Edge Pop-up for Then Find 
Edge 

The top row of periods and arrows in your pop-up may look different 
than tMs depending on the number of channels you assigned to the 
label. Each period in the pop-up indicates that no edge is specified for 
that channel. To specify a negative edge, place the cursor on one of the 
periods in the pop-up and touch the i. The period changes to i. To 
specify a positive edge, touch the The period changes to 

If you want the analyzer to trigger on either a positive or a negative 
edge, touch the I. The period changes to I. 
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If you want to delete an edge specification, place the cursor on the 
arrow for that channel and touch the . (period). To clear an entire 
label, touch CLEAR in the pop-up. 

When you have finished specifying edges, touch Done to close the 
pop-up. 

An example of a positive, negative, and either edge specification is 
shown below. 



( Stete/Tlmlng E ] ( Trace 1 ] 



Base 
Find 
Pattern I 0000 



CDCDCDdl 

DONE ] 



Acquisl lion mode 
Translllonol 



( CLERR ] r 



m J 



[ 0000 ] 



0000 



present for ( 100 ns ] 

Then find 

Edge [ .... ) 



Figure 5-44. Confibination of Edges Specified 



When you close the pop-up after specifying edges, you will see ($$..) in 
the Then find Edge field. These indicate edges have been specified; 
however, the logic analyzer can't display them correctly unless you have 
selected Binary for the base. 
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Glitch Triggering. When you set the Acquisition mode on Glitch, a 
glitch detection field for each label is added to the screen. These fields 
allow you to specify glitch triggering on your timing analyzer. Selecting 
one of these fields brings up the following pop-up menu. 



( steta/TiBUng E ) Trace 1 ] 



Bese > [ Hex ifKl Ik J 



Find 
Pattern 



[ 0000 ] 



present for ^) ( 100 ns ] 



Edge [ tt.. ] [ ft.. ] 
Glitch [ ) 



(Acquisiti 
GUt 



on mode 
tch 



Figure 5-45. Specify Glitch Pop-up for Then Find 
Glitch 

Your pop-up may look different depending on the number of channels 
you have assigned to the label. Each period indicates that the channel 
has not been specified for glitch triggering. 

To specify a channel for gUtch triggering, place the cursor on one of the 
periods and touch the asterisk. The period is replaced with an asterisk, 
indicating that the logic analyzer will trigger on a gUtch on this channel. 



Note g If you select < (less than) in the present for field, edge and glitch 

triggering are turned off. The Then find Edge or Glitch fields no longer 
appear on the screen. The logic analyzer triggers on only the pattern 
specified in the Find Pattern fields. 



HP16510B 

Front-Panel Reference 



Menus 
5-41 



Note 



( Stef /Timing E ) ( Tree* i ] 



Base > 

Find 



( Hex ifl SiJ J 



(Acquis! tion 
G1 Itch 



Pattern [ 0000 ] [ 0000 ] 

present for Q ( 100 ns ) 



Edge [ t».. ] [ ft.. ] 

[ ] 



Figure 5-46. Glitches Specified 

If you want to delete a glitch specification, place the cursor on the 
asterisk and touch the period. The asterisk is replaced with a period. 

When you close the pop-up after specifying glitches, you see dollar 
signs ($$..) in the Glitch field. These indicate that glitches have been 
specified; however, the logic analyzer can't display them correctly 
unless you have selected Binary for the base. 



When you specify a gUtch on more than one channel, the logic analyzer 
logically ORs them together. In addition, the logic analyzer ORs the 
glitch specifications with the edge specifications, then ANDs the result 
with the pattern you specified in the Find Pattern fields in order to find 
the trigger point. An equation illustratmg this is: 

(ghtch + glitch -f- edge + edge) * pattern 
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State Trace 

Specification 

Menu 



The State Trace Specification menu allows you to specify a sequence of 
states required for trigger. The default setting for tlie menu looks like 
that shown below. 



( Staf/Timlng E ) ( Tract 2 ] 



f Print ) ( Run ) 



Scquance Ltvels 

Nhile storing "anystato" 
TRIGGER on "anystate'' I limes 

Store "anystate" 



LBbe)> 
Base> 



(Armed by \ 

(Brancnes 1 
—Sll—J 



(Count ^ 



Prastore 

Off 



J 




( xxxx ] [ xxxx ) 
( xxxx ] [ xxxx j 



Figure 5-47. State Trace Specification Menu 

The menu is divided into three sections: the Sequence Levels in the 
large center box, the acquisition fields at the right of the screen, and 
the qualifier and pattern fields at the bottom of the screen. 

Before describing the fields in the menu, we need to define a few terms. 
These terms will be used in the discussions on the fields, so 
understanding their meanings is essential. 

Pattern Recognizers: a pattern of bits (0, 1, or X) in each label. There 
are eight recognizers available when one state analyzer is on. Four are 
available to each analyzer when two state analyzers are on. The pattern 
recognizers are given the names a through h and are partitioned into 
groups of four, a-d and c-h. 

Range Recognizer: recognizes data which is numerically between or on 
two specified patterns. One range term is available and is assigned to 
the first state analyzer that you turn on or if only one analyzer is on, 
then the range term is assigned to it. 
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Qualifier: a term you specify that can be anystate, nostate, a single 
pattern recognizer, a range recognizer, the complement of a pattern or 
range recognizer, or a logical combination of pattern and range 
recognizers. When you select a field to specify a qualifier, you will see 
the following qualifier pop-up menu. 



( Stete/Timing E ] ( Trace 2 ] 
(insart Laval j 



(•miGGER on J 



1 range 



Combination 



Label> 
Base> 



Figure 5-48. Qualifier Pop-up Menu 



If you select the Combination option in the pop-up, you will see a 
pop-up similar to that shown below. 



( Stata/Timlng E ) ( Trace 2 ] (print] (^ Run ) 


% 


( 

(tric 


a ( Off ) 
b (off] 
c Q7f) 

range ( I" } 
e(o77) 

f (o77) 
fl Qjj) 

h (off J 


Or 

Or 




nr 


] 


3 
3 
3 
3 


Lobei> 
Qase> 

1: 


1 Dona 









Figure 5-49. Full Qualifier Specification Pop-up 
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Note If two multi-pod state analyzers are on, the qualifier pop-up menu will 

show that only four pattern recognizers are available to each analyzer. 
Pattern recognizers a-d and the range recognizer go with the first 
analyzer created, and pattern recognizers e-h go with the second 
analyzer. In the Full Qualifier Specification pop-up, there will be only 
one OR gate and one set of pattern recognizers. 



With this Full Qualifier Specification pop-up, you specify a logical 
combination of patterns or a range as the qualifier. The pattern 
recognizers are always partitioned into the groups of four as shown. 
Only one operator is allowed between the patterns in a group. Patterns 
in uncomplemented form (a, b, etc.) can only be ORed. The 
complements of patterns ( a, b, etc.) can only be ANDed. For 
example, if the first OR field (gate) is changed to AND, all the patterns 
for that gate are complemented, as shown below. 



( Stetc/Tiinlng E ] ( Trece 2 ] 



Lebel> 
Base> 



J { Off J 

i-b (off] 
ptc (off] 
P*fl ( Off ) 
range 

e (ofT) 

f foTT) 

g foffl 
h (off] 



( ID 



Figure 5-50. Complemented Patterns 

To specify a pattern to be used in the combination, touch the pattern 
recognizer field. The field toggles from Off to On and a connection is 
drawn from the pattern field to the gate. In figure 5-51, patterns b, c 
and d and the range are ORed together, and e and g are ANDed 
together. 
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( Stef/Tunlng E ) ( Trace 2 ] 



Label> 
Base> 



( a fo77) 



c (on } - 
a (on ) - 
range 




Figure 5-51. Patterns Assigned for Logical 
Combinations 

As shown in the previous figures, the range is included with the first 
group of patterns (a-d). If you select the range field, you will see the 
following pop-up menu. 



( Stete/Timlng E ] ( Trece 2 ) 



Label> 
Ba8e> 



( 



a (Off J 



Figure 5-52. Range specification Pop-up Menu 

Off disconnects the range from the quaUfier specification. In indicates 
that the contents of the range are to be in the qualifier specification, 
and Out indicates that the complement of the range is to be in the 
qualifier specification, or in other words, "not-in-range." 
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When you have specified your combination qualifier, select Done. The 
Full Qualifier Specification pop-up closes and the Boolean expression 
for your qualifier appears in the field for which you specified it. 



Hhile storing ''(b-Hc4-d+ronge)-«-(p^e*?iig)'' 



Figure 5-53. Boolean Expression for Qualifier 



Sequence 
Levels 



There are eight trigger sequence levels available in the state analyzer. 
You can add and delete levels so that you have from two to eight levels 
at a time. Only three levels appear in the Sequence Levels display at 
one time. To display other levels so that they can be accessed, rotate 
the KNOB. 

If you select level 1 shown in figure 5-47, you will see the following 
pop-up menu: 



( state/Timing E ] ( Trace 2 ] 



Lsbel> 
Ba8e> 



(insert Level ) Sequence Level 1 (pelete Level ] ^ 

3 



3 



(trigger on ] ^ 

/ 



Nhile storing ( "anystate" J 



/ / 




1^ Done j 



Figure 5-54. Sequence Level Pop-up Menu 

Not all sequence level pop-up menus look like this one. This happens 
to be the trigger sequence level in which you specify the state on which 
the analyzer is to trigger. The trigger term can occur in any of the first 
seven levels, and it is not necessarily a selectable field. The fields in the 
menu of figure 5-54 are described on the following pages. 
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(T) Insert Level 



To insert a level, touch the field labeled Insert Level. You will see the 
following pop-up menu. 




(trigger Of After 



"a" 





Done 



d 



Figure 5-55. Insert Level Pop-up Menu 



Delete Level 



Note ii 



Cancel returns you to the sequence level pop-up without inserting a 
level. Before inserts a level before the present level. After inserts a 
level after the present level. If there are eight levels, the Insert Level 
field doesn't appear in the sequence level pop-ups. 

If you want to delete the present level, touch the field labeled Delete 
Level. You will see a pop-up menu with the choices Cancel and 
Execute. Cancel returns you to the sequence level pop-up without 
deleting the level. Execute deletes the present level and returns you to 
the State Trace Specification menu. 



If there are only two levels, neither field can be deleted even though the 
Delete Level field still appears in the menu. There will always be a 
trigger term level and a store term level in Sequence Levels. 
Therefore, if you try to delete either of these, all terms you have 
specified in these levels will be set to default terms, and, the trigger and 
store term levels will remain. 
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|3|)StOrage Each sequence level has a storage qualifier. The storage qualifier 
Qualifier specifies the states that are to be stored and displayed in the State 

Listing. Selecting this field gives you the qualifier pop-up menu shown 
in figure 5-48, with which you specify the qualifier. 

As an example, suppose you specify the storage qualifier in a sequence 
level as shown below. 



Hhile storing I "a+d' 



Figure 5-56. Storage Qualifier Example 

The only states that will be stored and displayed are the states given by 
pattern recognizers a and d. 

!^ Branching Every sequence level except the last has a primary branching qualifier. 
Qualif iGr with the branching qualifier, you tell the analyzer to look for a specific 
state or states. The primary branching qualifier advances the sequencer 
to the next level if its qualifier is satisfied. 

In the example of figure 5-54, the branching qualifier tells the analyzer 
when to trigger. In other sequence levels, the qualifier may simply 
specify a state that the analyzer is to look for before continuing to the 
next level. 

Some sequence levels also have a secondary branching qualifier. The 
secondary branch will, if satisfied, route the sequencer to a level that 
you define. This is covered in more detail in "Branches" later in this 
chapter. 
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Occurrence The primary branching qualifier has an occurrence counter. With the 
Counter occurrence counter field you specify the number of times the branching 
qualifier is to occur before moving to the next level. 

To change the value of the occurrence counter, touch the field. You 
will see a pop-up similar to that shown below. 



( State/Tiining E ) ( Trace 2 ] 



Lttbel> 
BasB> 



(insart f 



CDQDQ 

CDCDCD 
CD 



( CLERR J r DONE 



lDe)0t8 Level 



^ Done j 



Figure 5-57. Occurrence Counter Pop-up 

You can enter the value by touching the appropriate numeric keys. 
The qualifier can be specified to occur from one to 65535 times. 



6 ) Storage Macro 



Your logic analyzer has the capability of post-trigger storage through a 
storage macro. The storage macro is available only in the second to last 
level, and it consumes both that level and the last level. The field in 
figure 5-54 allows you to configure the state analyzer for post-trigger 
storage. This field does not always say Trigger on. If the sequence level 
is not a trigger level, the field will say Then find, as shown below. 



Then f ind 



"anystate' 



JO 



times 



Figure 5-58. Then Find Branching Qualifier 
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Selecting the field gives you a pop-up with two options. One option is 
what the field said previously. The other option is Enable on. If you 
select this option, the Sequence Level pop-up changes to look similar 
to that shown below. 



( State/Tlinlrtg E ] ( Trco 2 ] 



9 



Label> 
Bas0> 



(intart L>vl ) Saquanca Laval 2 (Palata Lavit ) 



•Hhile staring "enyst 



(^EnabU on ] ( "anyatate" ] { I ] times 



C 



"anystate" 



Disable on 



DO 



^ Done j 



Figure 5-59. Sequence Level Pop-up with Storage 
lUacro 



Note i! 



I 



Enable on can only be the next to the last term, and when on, the last 
term is combined with the Enable term. For example, when you close 
the pop-up in figure 5-59, levels 2 and 3 will be combined. 



You specify qualifiers for the states on which you want the macro to 
enable, the states you want to store, and the states on which you want 
the macro to disable. The storage macro is a loop that keeps repeating 
itself until memory is fuU. The loop is repeated when the disable 
qualifier is satisfied. 
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As an example, suppose you configure the sequence level of figure 5-59 
to look like that shown below. 



( Stef/Timlng E ) ( Trace 2 ] 



(insert Level ) Sequence Level 2 (pelete Level ) J 

3 
3 
3 



Hhile storing ( "d" ] 

(Enable on ] ( "a" ] ( I j limes 



C 



J 



Dlseble on 



C 



DO 



I Done J 



Figure 5-60. Storage Macro Sequence Level 
Example 

The logic analyzer will store the state given by pattern recognizer d 
until it comes across the state given by a. When it sees state a, the logic 
analyzer starts to store the state given by pattern recognizer e. It stores 
that state until it sees the state given by f, at which time it disables and 
starts the process all over again. The analyzer repeats this process until 
its memory is full. 
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RGad i TIQ th6 Reading the display is fairly straightforward. For example, suppose 

SoCfUOnce display looks like that shown below. 

Level Display 



Sequence Levels 

9Hhile storing "anustate" 
TRIGGER on "a" 5 times 



Hhile storing "b" 
2 Then find "c" 1 times 



9 

0 Store "no state 



Figure 5-61. Sequence Level Display Example 

In level 1 anystate is stored while the logic analyzer searches for five 
occurrences of the pattern given by pattern recognizer a. When the five 
occurrences are found, the sequencer moves on to level 2. In level 2 the 
state given by pattern recognizer b is stored until one occurrence of the 
pattern given by pattern recognizer c is found and the logic analyzer 
triggers. In level 3 nostate is stored, so the last state stored is the trigger 
state. 
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An example of a state listing for the previous State Trace configuration 
is shown below. The state patterns spedfied are: 

a = B03C 
b = 0000 
c = 8930 

MACHINE 2 - STATE USTING 



Label 


> A 


Base 


> Hex 


*0028 


4E7 5 




61E6 


-0026 


0000 


—0025 


88C8 


"0024 


B03C 






-0022 


6730 


-0021 


48E7 


-0020 


4E75 


-0019 


3000 


-0018 


0000 


-0017 


8930 


-O016 


B03C 


-0015 


OOPF 


-0014 


67F8 


-0013 


B03C 


-0012 


61FA 


-0011 


B03C 


-0010 


0000 


-0009 


8930 


-0008 


4EPA 


-0007 


FF9A 


-0006 


61E6 


-0005 


B03C 


-0004 


0000 


-0003 


0000 


-0002 


0000 


-0001 


0000 


+ 0000 


8930 



Figure 5-62. State Listing Example 

Anystate was stored while the analyzer looked for five occurrences of 
the state B03C. After the fifth occurrence was found, only state 0000 
was stored until state 8930 was found, and the analyzer triggered. After 
the trigger, no states were stored. 
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ACC| U isition The acquisition fields are comprised of the Trace mode. Armed by, 

Fields Branches, Count, and Prestore fields, as shown below. 



( state/Timing E ] ( Trace 2 J 



Saquence Levels 

'""^ Hhlle storing "anyslate" 
1 J TRIGGER on "anHslate" 1 tint 

""S Store "anystate" 



Armed 

Run 



{ Branches ] , 3 

( Count ) A 
I Time J 



C 



c 



Prestore 
Off 



3-5 



Figure 5-63. State Trace Acquistion Fields 

Run/TraCG You specify the mode in which the timing analyzer will trace when you 
ModO touch Run. You have two choices for trace mode: Single and 

Repetitive. When you touch Run and hold your finger on the field, you 
will see the following pop-up menu: 



( state/Timing E ) ( Trace 2 ] 

Sequence Levels 

g While storing "anystate" 
TRIGGER on "anystate" 1 times 
Store "anystate" 




I Time 



(Prestore ] 



Lat)e1> 
Bese> 



( XKXX ) ( XXXX ] 

[ XXXX ] ( XXXX ) 

{ XXXX ){ XXXX ] 

f XXXX 1 ( XXXX 1 



Figure 5-64. Run Field Pop-up Menu 
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2) Armed By 



You select the trace mode by touching the Run field, and, without 
lifting your finger fi-om the screen, move it to the desired trace mode. 
When you lift your finger, the logic analyzer traces data in the mode 
you specify. If you wish to abort the trace after you touch Run but 
before the trace starts, move your finger to Cancel before lifting your 
finger. 

Single Trace mode acquires data once per trace. Repetitive Trace 
mode repeats single acquisitions until Stop key is touched, or until 
conditions specified with the X and O markers in the State Listing 
menu are met. 

The Armed By field is present when more than one analyzer is on at 
the same time. The Armed by field lets you specify how your state 
analyzer is to be armed. The analyzer can be armed by Run, the other 
analyzer, or an external arm from the 1MB (Intermodule Bus). 
"Intermodule Measurements" are covered in chapter 10 of the HP 
1650QA Reference Manual, 

When you select the Armed by field, a pop-up menu appears like that 
shown below. Use this menu to select the arming option for your 
analyzer. With the menu, select the arming option for your analyzer. 



( Stflte/Tlmlng E ) ( Troce 2 ] 



Sequence Levels 

' \ Hhile storing "anystate" 
' J TRIGGER on "anystote" I tim 

Store "anustate" 



Branches 
Off 



Count 
Time 



Presiore 

Off 



Label> 
Bose> 




Figure 5-65. Armed By Pop-up Menu 
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(3) Branches 



The Branches field allows you to configure the sequencer of your state 
analyzer to branch from one sequence level to another with secondary 
branciung qualifiers, or to restart when a certain condition is met. 
Selecting this field gives you the following pop-up menu. 



( StcU/Timlnfl E ) ( Treo 2 ) 




Stqutnct Levtlt 

HMie storing "anystatt" 
TRIGGER on "snystate" t tiro 

Store "anystata" 



( Count ) 
I Time J 



( Prsstore 1 



Label > 
Base> 




Figure 5-66. Branches Pop-up Menu 



Off. If you select Off, all secondary branching qualifiers are deleted 
from the sequence levels. Only the primary branches remain. 

Restart. The Restart option allows you to start over from sequence 
level 1 when a specified condition is met. This can be handy if you have 
code that branches off in several paths and you want the analyzer to 
follow one certain path. If the analyzer goes off on an undesired path, 
you would want the analyzer to stop and go back to the beginning and 
take the correct path. 

If you select the Restart option, you will see a qualifier pop-up menu 
like that shown in figure 5-48. With the pop-up you select the qualifier 
for the pattern on which you want your analyzer to start over. 

When your state analyzer is reading data it proceeds through the 
sequence. If a term doesn't match the branching qualifier, it is then 
checked against Restart. If the term matches, the state analyzer jumps 
back the sequence level 1. 
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Per Level. Selecting the Per level option allows you to define a 
secondary branching qualifier for each sequence level. A statement is 
added in each level so that you can configure the analyzer to move to a 
different level when a specified condition is met. An example of a 
sequence level with a secondary branching qualifier is shown in the 
following figure. 



With this configuration, the state analyzer will store the state given by 
pattern recognizer b until it finds the state given by c. If it finds the 
state given by f before it finds c, it will branch to sequence level 4. If you 
have specified a storage macro in the next to last sequence level, the 
Else on statement will not appear in that level since a secondary 
branching qualifier already exists for that level. 

In the last sequence level, which only specifies states that are to be 
stored, the secondary branching qualifier statement looks like that 
shown in the following figure. 




Figure 5-67. Secondary Branching 
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( Steta/Tlwlng E ) ( Tract 2 ] 



Print ) I Run 



Lobtl> 
Baaa> 



(inaart Laval ] Saquanca Laval 7 (palata Laval ) 



( "anyst 



^ go to lave! ( 6 ] 



3 



Figure 5-68. Secondary Branch Qualifier in Ijsist 
Level 

In this example, as the state analyzer stores anystate, it will branch to 
sequence level 6 if it finds the state given by qualifier e. 



The trigger sequence level is used as a boundary for branching between 
levels. This level and the levels that occur before it cannot branch to 
levels that occur after the trigger level, and vice versa. Therefore, if 
there are eight sequence levels and level 5 is the trigger sequence level, 
then levels 1 through 5 can branch to levels 1 through 5 only, and levels 
6 through 8 can branch to levels 6 through 8 only. 

You can tell if secondary branch qualifiers have been specified by 
looking at the Sequence Levels display. Figure 5-69 shows how the 
display looks with the configuration that was given in Figure 5-67. An 
arrow is drawn out of level 2 to indicate that branching originates from 
that level, and an arrow is drawn into level 4 to indicate that a branch is 
going into that level. 
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( Stete/Tiwing e] ( Trace 2 ] 



iCroup RunJ 



(sequence Lava la] 

\ 2 I Then find "c" 1 times 
Else on "f go to level A 

, , Mhlle storing "d* 
I 5 I Then find "c" l times 

Hhlle storing "a" 
Then find "g" l times 



/ Branches ) 
I Per Level J 



{ count 1 
I Time J 



Prettora 1 



Lai>ai> 
Base> 







) 


( Hex 


K Hex 


) 


( XXXX 


] [ XXXX 


) 


( xxxx 


~)[ xxxx 


) 


[ xxxx 


][ xxxx 


) 



( xxxx ] [ xxxx ) 



Figure 5-69. Branching Between Sequence Levels 

Each sequence level can branch to only one level through a secondary 
branching qualifier. However, the number of times to which a level can 
be branched is limited only by the number of levels present. A level can 
have only one arrow pointing away from it, but it can have two pointing 
to it if more than one other level is branching to it. An example of this 
is shown in the figure below. The arrow with two tails indicates that a 
level above and a level below branch to that level. 



( state/Timing E ) ( Trace 2 ] 



( ^ Sequence Levels] 

Hhile storing "anystale" 
Find "enustate 1 tiroes 

Else on "b" go to level 2 

Hhlle storing "anystate" 
Then find "d" 1 times 
Else on "anystate" go to level 3 

Hhlle storing "anustaie" 
TRIGGER on "a" T times 
Else on "annstate" go to level 2 



/ Armed by 1 



Branches 
Per Level 



{ Count 1 
I Time J 



Prestore 
Off 



Label > 

Base> 




[ XXXX ) 
[ xxxx ] [ XXXX ) 
( XXXX ] [ XXXX j 



Figure 5-70. iMultiple Branching Between Levels 
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Count The Count field allows you to place tags on states so you can count 

them. Counting cuts the acquisition memory in half from Ik to 512, and 
the maximum clock rate is reduced to 16.67 MHz. 



Selecting this field gives you the following pop-up menu. 



( StetM/Tlmlng E ] ( Tract i ] (print ] ^Rur> 



Saqutnca Lavtls 

fT^ Hhila ttorlno "anuttata" 
[ 1 J TRIGGER on "a" T, times 

Store "anyatate" 






{ firmed by 
I Run J 


Off 




( Branches ] 

I Off J 


Time 




States 


{ Praatora ] 

I Off ] 


Label> 
Bosa> 

a 

b 

c 

d 


fAOOR ][DATA ) 
( Hex )[ Hex ) 
f 008930 ] [ XXXX ] 
( XXXXXX J [ XXXX J 
[XXXXXX J [ XXXX ] 
[XXXXXX ] C XXXX ] 



Figure 5-71. Count Pop-up Menu 

Off. If you select Off, the states are not counted in the next 
measurement. 

Time. If you select Time counting, the time between stored states is 
measured and displayed in the State Listing under the label Time. The 
time displayed can be either relative to the previous state or to the 
trigger. The maximum time between states is 48 hours. 
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An example of a state listing with time tagging relative to the previous 
state is shown below. 



( state/Timing E ) ( LUting 2 



i narkers ] f 

LJisLJL 



Trig to X 
0 s 



-7 
-€ 
-5 
--4 
-3 
-2 



OOBBCA 
0068CC 
0088CE 
0088FE 
008900 
0004F4 
0004F6 

006932 
008934 
008936 
00B92E 
008930 
0004F4 
0004F6 
00892A 



OOFF 
6730 
48E7 
4E75 
3000 
0000 
8930 

-m- 

67F8 
B03C 
51FA 
B03C 
0000 
8930 
4EFA 



Trig to 

0 



DC 



X to 0 
0 s 



L8bel> 

68S«> 


1 ADDR 1 


DATA 


1 Ttme 


1 1 


Hex 


1 RslQtive 



1.28 us 

1.24 us 

1 .24 us 

1 . 76 us 

1 .24 US 

1 .24 US 

1.24 us 



US 



1 .24 US 
1 .24 us 
1 .76 us 
1.24 US 
2.00 US 
1 .48 us 
1 .24 us 



Figure 5-72. Relative Time Tagging 



An example of a state listing with time tagging relative to the trigger is 
shown below. 



( state/Timing E ) ( Listing 2 ] 



C 



{ flarkers ] f~ 



L8bei> 
Base> 



-5 

-4 
-3 
-2 
-I 



Trig to X 
0 S 



Hex 

OOBBCA 
0088CC 
0088CE 
0088FE 
008900 
0004F4 
0OO4F6 

008932 
008934 
008936 
00892E 
008930 
0004F4 
0004F6 
0OB92A 



Hex 

OOFF 
6730 
48E7 
4E75 
3000 
0000 
8930 

■ fiQsr 

OOFF 
67F8 
B03C 
61 FA 
B03C 
0000 
8930 
4EFA 



Trig to 0 



X to 0 
0 S 



ft&solute ~] 



-9.20 us 

-7.96 US 

-6.72 us 

-4.96 US 

-3.72 US 

-2.48 US 

-1 .24 us 

0 e; 

1 ,26 us 

2.52 us 

3.76 us 

5.52 us 

6.76 US 

8.76 US 

10.24 us 

I 1 .48 US 



Figure 5-73. Absolute Time Tagging 



Menus 
5-62 



HP 1651 OB 
Front-Panel Reference 



States. State tagging counts the number of qualified states between 
each stored state. If you select this option, you will see a qualifier 
pop-up menu like that shown in figure 5-48. You select the qualifier for 
the state that you want to count. 

In the State listing, the state count is displayed under the label States. 
The count can be relative to the previous stored state or to the trigger. 
The maximum coimt is 4.4 x 1012. 

An example of a state listing with state tagging relative to the previous 
state is shown below. 



( Staf/Timlng E ] ( Listing 1 ] 



C 



narkers 
Off 



7 
8 
9 
10 

n 

12 
13 



Label> 


1 ADDR 1 


DATA 


II STAT 1 


1 States 


Basfl> 


1 1 


Hex 


II 1 


1 Relative 



0561 
0564 
056E 
0570 
0576 
057B 
0566 
0567 
0564 
056E 
0570 
0576 
057B 
0566 
0567 



OF 
CD 
CD 
CD 

E6 
01 
4f 
OF 
CD 
CD 
CD 
E6 



2 
11 
1 

30 
29 
56352 
0 

56448 
11 
1 

30 
29 
56352 
0 



Figure 5-74. Relative State Tagging 
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An example of a state listing with state tagging relative to the trigger is 
shown below. 




I narkers 
I Off 



ADOR 


1 DATA 


II STAT 1 


States 


Hex 


1 Hex 


II He. 1 


Absolute 


0561 


57 


3 


0 


0564 


4F 


3 


2 


056E 


OF 


3 


13 


0570 


CD 


3 


14 


0576 


CD 


3 


44 


057B 


CD 


3 


73 


0566 


E6 


3 


56425 


0567 


Ot 


2 


56425 


0564 


4F 


3 


112873 


056E 


OF 


3 


112884 


0570 


CD 


3 


112885 


0576 


CD 


3 


112915 


057B 


CD 


3 


1 12944 


0566 


E6 


3 


169296 


0567 


01 


2 


169296 



Figure 5-75. Absolute State Tagging 

Jl PreStOre Prestore allows you to store two qualified states before each state that 
is stored. There is only one qualifier that enables prestore for each 
sequence level. If you select this field, you will see a pop-up with the 
options Off and On. Selecting On gives you a qualifier pop-up menu 
like that in figure 5-48, from which you choose the pattern, range or 
combination of patterns and ranges that you want to prestore. 

During a measurement, the state analyzer stores in prestore memory 
occurrences of the states you specify for prestore. A maximum of two 
occurrences can be stored. If there are more than two occurrences, 
previous ones are pushed out. When the analyzer finds a state that has 
been specified for storage, the prestore states are pushed on top of the 
stored state in memory and are displayed in the State Listing. 
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Qualifier and 
Pattern Fields 



The qualifier and pattern fields appear at the bottom of the State Trace 
Specification menu. They allow you to specify patterns for the 
qualifiers that are used in the sequence levels. 




) -' 

CZED— = 



c 



xxxx 



D1 



[ xxxx ] 
[ xxxx ] 
[ xxxx ] J 



^3 



Figure 5-76. Qualifier and Pattern Fields 

ij) Label The Label fields display the labels that you specified in the State 

Format Specification menu. The labels appear in the order that you 
specified them; however, you can change the order. Select one of the 
label fields and you will see a pop-up menu with all the labels. Decide 
which label you want to appear in the label field and select that label. 
The label that was there previously switches positions with the label you 
selected from the pop-up. 
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, 2} Base The Base fields allow you to specify the number base m which you want 
to define a pattern for a label. The base fields also let you use a symbol 
that was specified in the State Symbol Table for the pattern. Each label 
has its own base defined separately from the other labels. If you select 
one of the base fields, you will see the following pop-up menu. When 
you decide which base you want to define yoiu* pattern in, select that 
option. 



( Stef /Timing E ) ( Trece 1 ] 



1 TRIGGER or 



Label> 
Qa8e> 



(E 



Binary 



( XXXXL 



Symbol 



{ Branches 1 
L Per Level J 



Count ) 
States J 



Prestore 1 

Off J 




Figure 5-77. Numeric Base Pop-up Menu 



Note 



One of the options in the Base pop-up is ASCII. It allows you to see the 
ASCII characters that are represented by the pattern you specify in the 
pattern fields. 

You cannot define ASCII characters directly. You must first define the 
pattern in one of the other number bases; then you can switch the base 
to ASCII to see the ASCII characters. 



The Symbol option in the Base pop-up allows you to use a symbol that 
has been specified in the State Symbol Tables as a pattern. In the 
pattern fields you specify the symbols you want to use. 

I 
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(|3^ Qualifier Field if you select the qualifier field, you will see the following pop-up menu. 



( Stef /Timing e] ( Tree* 1 ] 



Stqutnce Levtis 

rT) Hhll* storing "no stats" 
1 TRIGGER on "a" 1 times 



Stors "no stati" 




Branches ] 
Per Level j 



( Count ^ 
I States J 



( Prestore 1 



Figure 5-78. Qualifier Field Pop-up Menu 



Patterns. The pattern recognizers are in two groups of four: a-d and 
e-h. If you select one of these two options, the quaUfier field will 
contain only those pattern recognizers. For instance, the qualifier field 
in figure 5-76 contains only the recognizers a-d. 

Ranges. If you select the range option, the qualifier and pattern fields 
look similar to that shown below. 



( state/Timing E ] ( Trace 1 ] 



Sequence Levels 



Store "no state" 



Label > 




) 


Base> 


[ Hex 


j 


/• s 

range '• 






upper 


( FFFF 


J 


louer 


( 0000 


1 







( Brancnes 1 

L Per Level J 

( Count ] 

I States J 



(Prestore 1 
Off J 



Figure 5-79. Range Qualifier and Pattern Fields 
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Only one range can be defined, and it can be defined over only one 
label, hence over only 32 channels. The channels don't have to be 
adjacent to each other. The logic analyzer selects the label over which 
the range will be defined by looking at the labels in order and choosing 
the first one that has channels assigned under only two pods. A label 
that contains channels from more than two pods cannot be selected for 
range definition. If all the labels have channels assigned under more 
than two pods, the range option is not offered in the qualifier field 
pop-up menu. 

Pattern Fields The pattern fields allow you to specify the states that you want the state 
analyzer to search for and store. Each label has its own pattern field 
that you use to specify a pattern for that label (if you are defining a 
pattern for a pattern recognizer). 

During a run, the state analyzer looks for a specified pattern in the 
data. When it finds the pattern, it either stores the state or states, or it 
triggers, depending on the step that the sequencer is on. 



Menus 
5-68 



HP 16510B 
Front-Panel Reference 



Interpreting the Display 



6 



Introduction 



This chapter describes the Timing Waveforms and State Listing menus 
and how to interpret them. It ako tells you how to use the fields in each 
of these menus to manipulate the displayed data so you can find your 
measurement answers. 



The Timing 
Waveforms 
l\/lenu 



The Timing Waveforms menu is the display menu of the timing 
analyzer. It is accessed by selecting Waveform 1(2) in the pop-up that 
appears when the field second from the left at the top of the screen is 
touched. It will automatically be displayed when RUN is selected. 

There are two different areas of the timing waveforms display, the 
menu area and the waveforms area. The menu area is in the top 
one-fourth of the screen and the waveforms area is the bottom 
three-fourths of the screen. 



( Stef /Timing E ) ( HBveform I ] 




Figure 6-1. Timing Waveform iUlenu and Display 
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The waveforms area displays the data the timing analyzer acquires. The 
data is displayed in a format similar to an oscilloscope with the 
horizontal axis representing time and the vertical axis representing 
amplitude. The basic difference between an oscilloscope display and 
the timing waveforms are: the vertical axis only displays highs (above 
threshold) and lows (below threshold); lows are represented by a 
darker line for easy differentiation. 




Figure 6-2. Timing Waveforms iUlenu with 24 . 
Waveforms 



Timing 
Waveforms 
Menu Fields 



The menu area contains fields that allow you to change the display 
parameters, place markers, and display waveform measurement 
parameters. 



( state/Timing E j ( Waveform 1 ] 



( print ] I Run ) 

(ftccumulote 1 { At ) CTTZZ ) * 
Off J 1 X marker J L±I~ILJ 

( 8/Oiv ) i Delay | i nerkers 1 i X to 0 1 (Trig to X) frrigrToTI 
5Q0 ns ] I 0 sj I Time J | o s J I 0 s) | o sj 



Figure 6-3. Timing Waveforms iUlenu Fieids 
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Markers 
(Timing) 



The Markers field allows you to specify how the X and O markers will 
be positioned on the timing data. The options are: 



• 0£f 

• Time 

• Patterns 

• Statistics 



Markers Off/ when the markers are off they are not visible and the sample rate is 
Sample Period displayed, in transitional timing mode, the sample rate will always be 

10 ns. In GUtch, the sample period is controlled by the s/Div setting and 
can be monitored by turning the markers off. 

Note The sample period displayed is the sample period of the last 

acquisition. If you change the s/Div setting, you must touch Run to 
initiate another acquisition before the sample period is updated. 



Although the markers are off, the logic analyzer still performs statistics, 
so if you have specified a stop measurement condition the 
measurement will stop if the pattern specified for the markers is found. 



( state/Timing E j ( Waveform 1 ] 



C 



Accumulate 
Off 



Sample period ■ 10.000 ns j 



(8/Div \ i Delay ) f 
500 ns I I 0 s] ^^ 



nerkers 
Off 



Figure 6-4. Markers Off 



Markers Time when the markers are set to Time, you can place the markers on the 
waveforms at events of interest and the logic analyzer will tell you: 

• Time Trig(ger) to X 

• Time Trig(ger) to O 

• Time X to O 
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To position the markers, touch the appropriate field for marker 
selection. The field will turn light blue and can then be set using the 
knob. The Trig to X field controls the green marker and the Trig to O 
field controls the yellow marker. The trigger point is displayed with the 
red marker. To set the markers at a predetermined time relationship, 
touch the field a second time, the field will turn white and a numeric 
keypad will appear. Set the desired time reference, including the time 
units on the right column of the keypad, and touch done to close the 
pop-up. 

When the X to O field is Ught blue, both markers can be moved with 
the knob, but the relative placement between them will not change. 




Figure 6-5. Time Reference Pop-up lUlenu 
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MsrkerS Pdttern when the markers are set to pattern you can specify patterns that the 
logic analyzer will place the markers on. You can also specify how 
many occurrences of each marker pattern the logic analyzer looks for. 
This use of the markers allows you to find time between specific 
patterns in the acqmred data. 



tng E ) Q 



Haveform 1 



AccumulBte 
Off 



(X-pottern from Trigger] W 
° 1 I 



( Print J 



□-pattern 

0 



{ 8/Div 


( Delay 


{ narkers 




X to 0 


I 200 ns 


I OS 


I Pattern 




0 s 



(Specify | 
Patterns J 



Figure 6-6. Markers Patterns Menu 

Patterns for each marker (X and O) can be specified. Patterns can be 
specified for both markers in each label, however, the logic analyzer 
can only search one label at a time. You can also specify whether the 
marker is placed on the pattern at the beginning of its occurrence 
(entering) or end of its occurrence (leaving). 

Another feature of markers set to patterns is the Stop measurement 

when X-O , which is in the pop-up that appears when you select 

Specify Patterns. The options are: 

• Off 

• Less than 

• Greater than 

• In range 

• Not in range 

With this feature you can use the logic analyzer to look for a specified 
time or range of time between the marked patterns and have it stop 
acquiring data when it sees this time between markers (The X marker 
must precede the O marker). 



Note fp The upper and lower range boundaries must not be the same value. 

For example, if you want to stop a measurement when the X and O 

markers are in range of 200 ns, you should set the range values to 

190 ns and 210 ns. This eliminates erroneous measurement termination. 
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Markers Statistics when statistics are specified for markers, the logic analyzer displays: 



• Number of total runs 

• Number of valid runs (runs where markers were able to be placed 
on specified patterns) 

• Minimum time between the X and O markers 

• Maximimi time between the X and O markers 

• Average time between the X and O markers 

Statistics are based on the time between markers which are placed on 
specific patterns. If a marker pattern is not specified, the marker will 
be placed on the trigger point by the logic analyzer. In this case, the 
statistical measurement will be the time from the trigger to the 
specified marker. 

How the statistics will be updated depends on the timing trace mode 
(single or repetitive). 

In repetitive, statistics will be updated each time a valid run occurs 
until you press Stop. When you touch Run after Stop, the statistics will 
be cleared and will restart from zero. 

In single, each time you touch Run an additional valid run will be 
added to the data and the statistics will be updated. This will continue 
unless you change the placement of the X and O markers between runs. 



ACCUinulate Mode Accumulate mode is selected by toggling the Accumulate On/Off field. 

When accumulate is on, the timing analyzer displays the data from a 
current acquisition on top of the previously acquired data. 

When the old data is cleared depends on whether the trace mode is in 
single or repetitive. In single, new data will be displayed on top of the 
old each time Run is selected as long you stay in the Tiniing Waveforms 
menu between runs. Leaving the Timing Waveforms menu always 
clears the accumulated data. In repetitive mode, data is cleared from 
the screen only when you start a run after stopping acquisition with the 
Stop key or when changing menus. 
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At marker The At X (or O) marker fields allow you to select either the X 

or O markers. You can place these markers on the waveforms of any 
label and have the logic analyzer tell you what the pattern is. For 
example, in the following timing waveforms display, the number 35 to 
the right of the field containing ADDR is the pattern in hexadecimal 
that is marked by the X marker. The base of the displayed field is 
determined by the base of the specified label you selected in the timing 
Trace menu. You can toggle the A t marker field between the X an 
O markers. 




Figure 6-7. At X Marker ADDR Fields 



This display tells you that the pattern on the lines in the address label 
where the X marker is located is 35H. 
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The next field to the right of the At marker field will pop up when 

selected and show you all the labels assigned to the timing analyzer as 
shown below. 




Figure 6-8. Label Option Pop-up 



s/Div (seconds- 

per-division) 

Fieid 



Note 



The seconds-per-division field allows you to change the time window of 
the Timing Waveforms menu. 

To activate the s/Div field you must touch the field. The field will turn 
light blue indicating it can be controlled by the knob. The knob can 
increment or decrement the s/Div setting in a 1-2-5 sequence. If you 
touch the field again, a pop-up appears. Using the keypad on the 
pop-up you can change the seconds-per-division by entering integers 
and units. The range for the s/Div field is 10 ns/div to 100 s/div. 

When you enter a value from the keypad, the seconds-per-division does 
not have to be a 1-2-5 sequence. 

Sample period is fixed at 10 ns in the Transitional acquisition mode. In 
Glitch mode, changing the s/Div setting changes the sample period for 
the next run. To view the sample period after the next run, turn the 
markers off if they are on and touch Run. 
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Delay Field The delay field allows you to enter a delay. The delay can be either 

positive or negative. Delay allows you to place the time window 
(selected by s/Div) of the acquired data at center screen. 

The center tic mark at the horizontal center and top of the waveforms 
area represents trigger + delay. The red vertical dotted line represents 
the trigger point (see figure 6-9). 
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Figure 6-9. Trigger and Trace Points 

If you want to trace after the trigger point, enter a positive delay. If you 
want to trace before the trigger point (similar to negative time), enter a 
negative delay. The logic analyzer is capable of maximum delays of 
- 2500 seconds to + 2500 seconds. In transitional mode the maximum 
delay is determined by the number of transitions of the incoming data. 
Data may not be displayed at aU settings of s/Div and Delay. 
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In Glitch mode the maximiun delay is 25 seconds, which is controlled 
by memory and sample period (512 X 50 ms). The sample rate is also 
dependent on the delay setting. It is represented by the following 
formula: 

if delay < 20 ns 

Hwdelay = 20 ns (this is an instrument constant) 
if delay > 10 ms 

Hwdelay = 10 ms 
else Hwdelay = delay (delay setting in waveforms menu) 

Sample period = larger of: 
s/Div -r 25 or 

absolute value [(delay - Hwdelay) -5- 256] 
If sample period > 50 ms 
Then sample period = 50 ms 



Th6 St3t6 The State Listing menu is the display menu of the state analyzer. It is 

LiStina MGRU accessed when the state analyzer is on. it will automatically be 

displayed when you press RUN. 

There are two different areas of the state Usting display, the menu area 
and the listing area. The menu area is in the top one-fourth of the 
screen and the Usting area is the bottom three-fourths of the screen. 
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The listing area shows the data the state analyzer acquires. The data is 
displayed in a listing format as shown below. 
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Figure 6-10. State Listing lUlenu 



This listing display shows you 16 of the possible 1024 lines of data at 
one time. You can use the knob to roll the Usting to the lines of interest. 

The colunm of numbers.at the far left represent the location of the 
acquired data in the state analyzer's memory. The trigger state is 
always 0. At the vertical center of this column you will see a box 
containing a number. The box is used to quickly select another location 
in the state listing. 

The rest of the columns (except the Time/States column) represent the 
data acquired by the state ansdyzer. The data is grouped by label and 
displayed in the number base you have selected (hexadecimal is the 
default base). The Time or States column is on when you select either 
of these in the Count field of the Trace Menu. 

The Time column displays either the Relative time (time from one state 
to the next) or Absolute time (time from each state to the trigger). The 
States column displays the number of qualified states Relative to the 
previously stored state or the trigger (absolute). 
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state Listing 
Menu Fields 



The menu area contains fields that allow you to change the display 
parameters, place markers, and display listing measurement 
parameters. 



( state/Timing E j ( Listing 1 ] 
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Figure 6-11. State Listing lUlenu Fields 



Markers (State) The two markers (X & O) are horizontal lines that appear crossing the 

data area of the display when they are turned on. Each marker has a 
unique color and the border of its respective marker field is the same 
color. The default color for the X marker color is green and the default 
color for the O marker color is yellow. The Markers field allows you to 
specify how the X and O markers will be positioned. The marker 
options are: 

If Count is off (as specified in the Trace menu): 

• Off 

• Pattern 

If Count is on Time (as specified in the Trace menu): 

• Off 

• Pattern 

• Time 

• Statistics 

If Count is on States (as specified in the Trace menu): 

• Off 

• Pattern 

• States 
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Markers Off when the markers are off they are not displayed, but are still placed at 
the specified points in the data. If Stop measurement is on and the Stop 
measurement criteria are present in the data, the measurement will 
stop even though the markers are off. 



Markers Pattern when the markers are set to patterns, you can specify patterns on 

which the logic analyzer will place the markers. You can also specify 
how many occurrences of each marker pattern the logic analyzer looks 
for. This use of the markers allows you to find a specific pattern for 
each label in the acquired data. 



( state/Timing E ) ( Listing 1 ] 



(print J ( Run ) 
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Figure 6-12. Markers Pattern 



Patterns for each marker (X and O) can be specified. Patterns can be 
specified for both markers in each label. The logic analyzer searches 
for the logical "and" of patterns in up to 20 labels. 

In the X (O)-pattern from Trigger field you specify how many 
occurrences of the marked pattern from a reference point you want the 
logic analyzer to search for. The reference points are: 

• Trigger 

• Start (of a trace) 

• X Marker (only available when searching for the O marker). 
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Figure 6-13. Search Reference Pop-up Menu 
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Note !i 



Markers Time 



Another feature of markers set to patterns is the Stop measurement 

when X-O which is found in the Spedfy Patterns field. The options 

are: 

• Off 

• Less than 

• Greater than 

• In range 

• Not in range 

This feature is only available when Count is set to Time in the Trace 
menu. With this feature you can use the logic analyzer to look for a 
specified time or range of time between the marked patterns and to 
stop acquiring data when it finds this time between markers. The X 
marker must precede the O marker. 



The upper and lower range boundaries must not be the same value. 
For example, if you want to stop a measurement when the X and O 
markers are in range of 200 ns, you should set the range values to 
190 ns and 210 ns. This eliminates erroneous measurement termination. 



When the markers are set to Time, you can place the markers on states 
of interest in the Usting and the logic analyzer will tell you: 

• Trig(ger)toX 

• Trig(ger)toO 

• Time X to O 

To position the markers, touch the field of the marker you wish to 
position. 

( state/Timing E ) ( Listing 1 ] ( Print J ( Run ) 




Figure 6-14. Markers Time 
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The Time X to O field will change according to the position of the X 
and O markers. It displays the total time between the states marked by 
the X and O markers. 

MBrkerS StdtiStiCS when statistics are specified for markers, the logic analyzer will display 

the: 

• Total runs 

• Number of valid runs (runs where markers were able to be placed 
on specified patterns) 

• Minimum time between the X and O markers 

• Maximum time between the X and O markers 

• Average time between the X and O markers 

How the statistics will be updated depends on the state trace mode 
(single or repetitive). 

In repetitive, statistics will be updated each time a valid run occurs 
until you touch Stop. When you touch Run after Stop, the statistics will 
be cleared and will restart from zero. 

In single, each time you touch Run an additional valid run will be 
added to the data and the statistics will be updated. This will continue 
unless you change the placement of the X and O markers between runs. 

Markors States when the Count is set to State in the State Trace Specification menu, 
you have the option of placing the X and O markers on states of 
interest in the listing and the logic analyzer will tell you: 

• Trig(ger)toX 

• Trig(ger)toO 

• XtoO(x) 

This feature is similar to '^Markers Time" except the number of states 
are displayed instead of time. 
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Timing/State 
Mixed Mode 
Display 



When both timing and state analyzers are on, you can display both the 
State Listing and the Timing Waveforms simultaneously as shown. 
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Figure 6-15. Timing/State Mixed Mode Display 

The data in both parts of the display can be time correlated as long as 
Count (State Trace menu) is set to Time. 

The markers for the State Listing and the Timing Waveform in 
time-correlated Mixed Mode are different from the markers in the 
individual displays. You will need to place the markers on your points 
of interest in the time-correlated Mixed Mode even though you have 
placed them in the individual displays. 
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state/state 
Mixed Mode 
Display 



When two state analyzers are on, the logic analyzer can display both 
state listings as shown in figure 6-16. The acquired data of both 
machines is interlaced. 



The State/State mixed mode can be set up in either Listing 1 or Listing 
2. For example, the mixed display in figure 6-16 is in Listing 1. The data 
acquired by machine 1 is displayed with the state location numbers 
centered in the far left column. The data acquired by machine 2 is 
displayed with the state location numbers offset to the right of this 
column. 

To time correlate data from two state machines, the Count (State 
Trace Menu) for both machines must be set to Time. 
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Figure 6-16. State/State Mixed IMode Display 

The markers for a State/State time-correlated Mixed Mode will be the 
same as the markers placed in each of the individual State Listings. 
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To display a two state mixed mode listing you must start with a single 
state listing. In this example, Listing 1 is the starting point. The desired 
display is: 

• addresses of machine 1 

• inverse assembled data of machine 1 

• data on the data bus of machine 2 

• status of machine 2 

Start with the Listing 1 display by touching the STAT field. The 
following pop-up appears: 
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Figure 6-17. Machine and Label Pop-up Menu 

With this pop-up you can select a label from either machine to be 
displayed where the label "STAT" is now displayed. In this example, 
you want the data from machine 2. Touch the "Machine - 
State/TimingE- Z80" field. 

When the pop-up appears, choose the machine that will supply data for 
the display. Since you want to see the data from the data bus of the 
other state analyzer (State/Timing E-RS232 PORT), touch this field in 
the pop-up. 
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The pop-up will dose and machine 2 vdll supply data for this label 
location on screen. 




Figure 6-18. Machine Selection Pop-up Menu 



You now must specify what label you want from machine 2. The field to 
the left of the machine pop-up allows you to select a label from the 
labels assigned to machine 2. Touch this field to view the labels 
assigned to machine 2. 
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Figure 6-19. iUlachine 2 Label Field 
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When the pop-up appears, touch the "DATA" field. 
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Figure 6-20. Machine 2 Labels Pop-up Menu 



When you are finished selectmg the machine and the label, touch Done 
to close the original pop-up. The data fi'om machine 2 replaces STAT 
in Listing 1. 



Time-Correlated The HP 16510B Logic Analyzer can time-correlate data between the 
Displays timing analyzer and the state analyzer and between two state analyzers. 

The logic analyzer uses a counter to keep track of the time between the 
triggering of one analyzer and the triggering of the second. It uses this 
count in the mixed mode displays to reconstruct time-correlated data. 
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Using The Timing Analyzer 



7 



Introduction in tMs chapter you will learn how to use the timing analyzer by setting 

up the logic analyzer to make a simple measurement. We give you the 
measurement results as actually measured by the logic analyzer, since 
you may not have the same circuit available. 

The exercise in this chapter is organized in a task format. The tasks are 
ordered in the same way you will most likely use them once you become 
an experienced user. The steps in this format are both numbered and 
lettered. The numbered steps state the step objective. The lettered 
steps explain how to accomplish each step objective. There is also an 
example of each menu after it has been properly set up. 

How you use the steps depends on how much you remember from 
chapters 1 through 5. If you can set up each menu by just lookii^ at the 
menu picture, go ahead and do so. If you need a reminder of what 
steps you need to perform, follow the numbered steps. If you still need 
more information about *^how," use the lettered steps. 



Problem Solving 
with the 

Timing Analyzer 



In this exercise, assume you are designing a dynamic RAM memory 
(DRAM) controUer and you must verify the timing of the row address 
strobe (RAS) and the column address strobe (CAS). You are using a 
4116 dynamic ram and the data book specifies that the minimum time 
from when LRAS is asserted (goes low) to when LCAS is no longer 
asserted (goes high) is 250 ns. You could use an oscilloscope but you 
have an HP 16500A/510B on your bench. Since the timing analyzer will 
do just fine when you don't need voltage parametrics, you decide to go 
ahead and use the logic analyzer. 
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What Am I 
Going to 
Measure? 



After configuring the logic analyzer and hooking it up to your circuit 
under test, you be measuring the time (x) from when the RAS goes 
low to when the CAS goes high, as shown below. 



<X) 



RAS 



If 



CAS 



Figure 7-1. RAS and CAS Signals 



How Do I 
Configure the 
Logic Analyzer? 



In order to make this timing measurement, you must configure the logic 
analyzer as a timing analyzer. By following these steps you will 
configure Analyzer 1 as the timing analyzer. 

If you are in the State/Timing £ Configuration menu you are in the 
right place and you can start with step 2; otherwise, start with step 1. 

1. Touch the field in the upper left corner of the display and select 
State/Timing £. 

2. In the State/Timing E Configuration menu, change Analyzer 1 
type to Timing. If Analyzer 1 is already a timing analyzer, go on 
to step 3. 

a. Touch the field Type; 



b. When the pop-up appears, touch Timing. 
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3. Name Analyzer 1 "DRAM TEST (optional) 

a. Touch the field to the right of Name: of Analyzer 1. 

b. Using the alphanumeric keyboard pop-up, change the name of 
Analyzer 1 to "DRAM TEST." 

4. Assign pod 1 to the timing analyzer. 

a. Touch the Pod 1 field. 

b. When the pop-up appears, touch DRAM TEST (or Machine 
1) to assign pod 1 to Analyzer 1. 
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Figure 7-2. State/Timing E Configuration IMenu 
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Connecting the 
Probes 



At this point, if you had a target system with a 4116 DRAM memory 
ICy you would comiect the logic analyzer to your system. 

Since you will be assigning Pod 1 bit 0 to the RAS label, you hook Pod 
1 bit 0 to the memory IC pin connected to the RAS signal. You hook 
Pod 1 bit 1 to the IC pin connected to the CAS signal. 



Activity indicators 



When the logic analyzer is connected and your target system is running, 
you will see two I at the right-most end (least significant bits) of the Pod 
1 field in the State/Timing E Connguration menu. This indicates the 
RAS and CAS signals are transitioning. 
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Figure 7-3. Activity indicators 



Configuring tiie Now that you have configured the system, you are ready to configure 
Timing Analyzer the timing analyzer. You will be: 

• Creating two names (labels) for the input signals 

• Assigning the channels connected to the input signals 

• Specifying a trigger condition 
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1. Display the Timing Format Specification menu. 

a. Touch the field second fi-om the left in the upper left comer. 

b. When the pop-up appears, touch the Format 1 field. 

2. Name two labels, one RAS and one CAS. 

a. Touch the top field in the label column. 

b. When the pop-up appears, touch Modify Label. 

c. Using the alphanumeric keyboard, enter the label RAS and 
touch DONE. 

d. Touch the next field down from the RAS label and repeat steps 
b and c for the CAS label. 
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Figure 7-4. Timing Format Specification IMenu 
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3. Assign the diannels connected to the input signals (Pod 1 bits 0 
and 1) to the labels RAS and CAS respectively. 

a. Touch the bit assignment field below Pod 1 and to the right of 
RAS. 

b. Any combination of bits may be assigned to this pod; however, 
you will want only bit 0 assigned to the RAS label. The easiest 
way to assign bits is to touch CLEAR to un-assign any assigned 
bits before you start. 

c. Use the knob to position the cursor on bit 0 (right most bit) in 
the bit assignment pop-up and touch the asterisk field. This 
will place an asterisk in the 0 bit. Touch DONE when the 
asterisk is in place. 

d. Assign Pod 1 bit 1 to the CAS label by touching the CAS bit 
assignment field and placing the cursor on bit one and 
touching the asterisk. Touch DONE when complete. 
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Specifying a 

Trigger 

Condition 



To capture the data and then place the data of mterest in the center of 
the display of the timing waveform menu, you need to tell the logic 
analyzer when to trigger. Since the first event of interest is when the 
LRAS is asserted (negative-going edge of RAS), you need to tell the 
logic analyzer to trigger on a negative-going edge of the RAS signal. 

1. Display the Timing Trace Specification menu. 

a. Touch the field second from the left in the upper left comer. 

b. When the pop-up appears, touch the Trace 1 field. 

2. Set the trigger so that the logic analyzer triggers on the 
negative-going edge of the RAS. 

a. Touch the Then find Edge field under the label RAS. 

b. When the pop-up appears, touch the field with the arrow 
pointing down. This selects a negative-going edge. Touch 
DONE when your selection is complete. 
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Figure 7-5. Timing Trace Specification IMenu 
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Acquiring the 
Data 



Now that you have configured and connected the logic analyzer, you 
acquire the data for your measurement by touching the Run field. The 
display switches to the Timing Waveforms menu when the logic 
analyzer starts acquiring data. The logic analyzer will look for a 
negative edge on the RAS signal and trigger if it sees one. 



( Stote/Timlng E ] ( Havform t ] 




Figure 7-6. Timing Waveforms IMenu 



If this is the first time you acquire data and you have not previously set 
up the Timing Waveforms menu, you will see a label named "RAS" and 
a label named "CAS all." The "CAS all" indicates all bits assigned to the 
CAS label will be displayed. In this example, "CAS" and "CAS aU" will 
be the same since only one bit has been assigned to the CAS label. To 
turn on just the "CAS" label and delete the "CAS all" label, follow these 
steps: 

1. Touch the large blue field where the "CAS all" label resides. 

2. When the pop-up appears, place the cursor on the "CAS all" label 
and touch the Delete field. 

3. Touch the "CAS" field and the "CAS" label will appear below the 
"RAS" label. 

4. Touch Done when you are finished. 
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Figure 7-7. RAS and CAS Labels 

The RAS label shows you the RAS signal and the CAS label shows you 
the CAS signal. Notice the RAS signal goes low at or near the center of 
the waveform display area (horizontal center). 
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The Timing 
Waveform Menu 



The Green and 
Yellow Dotted 
Lines 



The timing waveform menu differs from the other menus you have used 
so far in this exercise. Besides displaying the acquired data, it has menu 
fields that you use to change the way the acquired data is displayed and 
fields that give you timing answers. Before you can use this menu to 
find answers, you need to know some of the spedal symbols and their 
functions. The symbols are: 

• The green and yellow dotted lines 

• The red dotted line 

The X and O markers are green and yellow vertical dotted lines 
respectively. You can use them to find your answer. You place them on 
the points of interest on your waveforms and the logic analyzer displays 
the time between the markers. The X and O markers will be in the 
center of the display when X to trig(ger) and O to trig(ger) are both 
0.000 s (see example below). 

The X marker displayed is green and the O marker displayed is yellow. 
The trigger marker is red. 



The Red Dotted 
Line 



The red vertical dotted line indicates the trigger point you specified in 
the Timing Trace Specification menu. The red dotted line is at center 
screen and is superimposed on the negative-going edge of the RAS 
signal. 



Configuring the Now that you have acquired the RAS and CAS waveforms, you need to 
DiSDieV configure the Timing Waveforms menu for best resolution and to 

obtain your answer . 
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Display RGSOlUtiOn You get the best resolution by chan^ng the seconds per division 

(s/Div) to a value that displays one negative-going ec^e of both the 
RAS and CAS waveforms. Set the s/Div by following these steps. 



CAS 



1 



01650B06 



Figure 7-8. RAS and CAS Signais 

1. Touch the s/Div field one time (the field will turn light blue) to 
allow you to adjust the horizontal scaling with the front-panel 
knob. Touch the s/Div field one more time (the field will turn 
white) and use the keypad pop-up to select any scaling you desire. 

2. While the field is Ught blue, rotate the knob until your waveform 
shows you only one negative-going edge of the RAS and one 
positive-going edge of the CAS waveform (see above). In this 
example 200 ns is best. 



( state/Timing e] ( HBVforro i ] 



Accumulate 

Off 



( ^ r 

[ X morkerj L. 



c 

s/Div 1 { Del ay ] i florkers ] 
200 ns J [ 0 sj { Time J 



CAS 




Figure 7-9. Waveform at 200 ns/Div 



HP 1651 OB 

Front-Panel Reference 



Using the Timing Analyzer 
7-11 



Maki ng The what you want to know is how much time elapses between the time 

MGaSU rOmGnt ^^^^ ^^^^ again. You will use the X 

and O markers to quickly find the answer. Remember you specified the 
negative-going edge of the RAS to be your trigger point, therefore the 
X marker (green) should be on this tdgt if the X to Trig field 0. If 
not, follow steps 1 and 2. 

LTouch the Trig to X field. The field will turn Ught blue. At this 
time you can either adjust the X to trigger time using the 
front-panel knob, or touch the field again and use the keypad to 
set the time to 0. Notice that this step has superimposed the X 
marker (green) over the trigger marker (red). 

2. Touch the Trig to O field. The field will turn light blue. At this 
time you should use the front-panel knob to set O marker 
(yellow) on the positive going edge of the CAS waveform. It is 
possible to touch the field again and use the keypad pop-up to set 
the desired time, however, you do not know the time to set it to. 
The knob allows you to place the marker wherever you want it to 
be. 




Figure 7-10. Marker Placement 
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Fi nd i ng the Your answer could be calculated by adding the Trig to X and Trig to O 

Answer times, but you don't have to. The logic analyzer has aheady calculated 

this answer and displays it in the X to O field on the display. 

This example indicates the time is 710 ns. Since the data book specifies 
a minimum of 250 ns, it appears your DRAM controller circuit is 
designed properly. 











( State/Timing E ] [ Maveform I ) 




(print ] ( Run ) 


( Accumulate If At ] f 

1 O^T J I X wertcar J I '^"^ 






( s/Olv ] ( Dalay 1 ( narktra 
L 200 ns j 1 0 sj [ Time 


(KBUBM fTrlg to |Trig to 0 
^^^^B 1 0 sj 1 710 US 






RA5 


1 U 






CAS 




1 1 













Figure 7-11. Time X too 
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Summary 



You have just learned how to make a simple timing measurement with 
the HP 16S10B logic analyzer. You have: 



• specified a timing analyzer 

• assigned pod 1 

• assigned bits 

• assigned labels 

• specif ed a trigger condition 

• learned which probes to connect 

• acquired the data 

• configured the display 

• set the s/Div for best resolution 

• positioned the markers for the measurement answer 

You have seen how easy it is to use the timing analyzer to make timing 
measurements which you could have made with a scope. You can use 
the timing analyzer for any timing measurement that doesn't require 
voltage parametrics or doesn't go beyond the accuracy of the timing 
analyzer. 

The next chapter teaches you how to use the state analyzer. You will 
go through a simple state measurement in the same way you did the 
timing measurement in this chapter. 
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Introduction In this chapter you will learn how to use the state analyzer by setting up 

the logic analyzer to make a simple state measurement. We give you the 
measurement results as actually measured by the logic analyzer, since 
you may not have the same circuit available. 

The exercise in this chapter is organized in a task format. The tasks are 
ordered in the same way you will most likely use once you become an 
experienced user. The steps in this format are both numbered and 
lettered. The numbered steps state the step objective. The lettered 
steps explain how to accomplish each step objective. There is also an 
example of each menu after it has been properly set up. 

How you use the steps depends on how much you remember from the 
Getting Started Guide. If you can set up each menu by just looking at 
the menu picture, go ahead and do so. If you need a reminder of what 
steps you need to perform, follow the numbered steps. If you still need 
more information about "how,** use the lettered steps. 



Problem 
Solving with 
the State 
Analyzer 



In this example assume you have designed a microprocessor controlled 
circuit. You have completed the hardware, and the software designer 
has completed the software and programmed the ROM (read-only 
memory). When you turn your circuit on for the first time, it doesn't 
work properly. You have checked the power supply voltages and the 
system clock and they are working properly. 

Since the circuit has never worked before, you and the software 
engineer aren't sure if it is a hardware or software problem. You need 
to do some testing to find a solution. 
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WhSt Am I You decide to start where the microprocessor starts when power is 

Going to 
Measure? 



Goina to applied. We will describe a 68000 microprocessor; however, every 

processor has similar start-up routines. 



When you power up a 68000 microprocessor it is held in reset for a 
specific length of time before it starts doing anything to stabilize the 
power suppUes. The time the microprocessor is held in reset ensures 
stable levels (states) on all the devices and buses in your circuit. When 
this reset period has ended, the 68000 performs a specific routine 
called "fetching the reset vector." 

The first thing you check is the time the microprocessor is held in reset. 
You find the time is correct. The next thing to check is whether 
the microprocessor fetches the reset vector properly. 

The steps of the 68000 reset vector fetch are: 

1. Set the stack pointer to a location you specify which is in ROM at 
address locations 0 and 2. 

2. Find the first address location in memory where the 
microprocessor fetches its first instruction. This is also specified 
by you and stored in ROM at address locations 4 and 6. 

What you decide to find out is: 

1. What ROM address does the microprocessor look at for the 
location of the stack pointer, and what is the stack pointer 
location stored in ROM? 

2. What ROM address does the microprocessor look at for the 
address where its first instruction is stored in ROM, and is the 
instruction correct? 

3. Does the microprocessor then go to the address where its first 
instruction is stored? 

4. Is the executable instruction stored in the first instruction location 
correct? 
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Your measurement, then, requires verification of the sequential 
addresses the microprocessor looks to and of the data in ROM at these 
addresses. If the reset vector fetch is correct (in this example), you will 
see the following list of numbers in HEX (default base) when your 
measurement results are displayed. 

+0000 000000 0000 
+0001 000002 04FC 
+0002 000004 0000 
+ 0003 000006 8048 
+0004 008048 3E7C 

This list of numbers will be explained in detail later in this chapter in 
The State Listing." 



How Do I 
Configure the 
Logic Analyzer? 



In order to make this state measurement, you must configure the logic 
analyzer as a state analyzer. By following these steps you will configure 
Analyzer 1 as the state analyzer. 

If you are in the State/Timing £ Configuration menu you are in the 
right place and you can start with step 2; otherwise, start with step 1. 

1. Using the field in the upper left corner and the field second from 
the left of the display, get the Stat^/Timing E Configuration 
menu on screen. 

a. Touch the field on the left and when the pop-up appears, touch 
the field labeled State/Timing £. 

b. Touch the field second from the left. When the pop-up 
appears, touch Configuration. 

2. In the State/Timing E Configuration menu, change the Analyzer 
1 type to State. If Analyzer 1 is already a state analyzer, go on to 
step 3. 

a. Touch the field to the right of Type: . 

b. Touch the field labeled State. 
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3. Name Analyzer 1 68000STATE (optional) 
a. Touch the field to the right of Name: 



b. When the alphanumeric keyboard pop-up appears, touch the 
appropriate keys to change the name to 68(KK)STATE. 

c. Touch DONE when you finish entering the name. 
4. Assign pods 1, 2, and 3 to the state analyzer. 

a. Touch Pod 1 field if it is not already assigned to the state 
analyzer. 

b. In the Pod 1 pop-up, touch the field labeled 68000STATE. 

c. Repeat steps a and b for pods 2 and 3. 

The display should reflect the configuration shown below: 



( Stete/Tltnlng E ] (configuration] 



Analyzer t 
Name - ( 68000STftTE ) 

Type: ( State j 



Analyzer 2 



Type. ( Off ) 



Poti 1 j 
Pofl 2 j 
Pod 3 j 



Unassigned Pods 



Pod 4 



Figure 8-1. State/Timing E Configuration Menu 
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At this point, if you had a target system with a 68000 microprocessor, 
you would comiect the logic analyzer to your system. Since you have 
assigned labels ADDR and DATA, you would hook the probes to your 
system accordingly. 

• Pod 1 probes 0 through 15 to the data bus lines DO through D15. 

• Pod 2 probes 0 through 15 to the address bus lines AO through 
A15. 

• Pod 3 probes 0 through 7 to the address bus lines A16 through 
A23. 

• Pod 1, CLK (J clock) to the address strobe (LAS). 

Activity Indicators when the logic analyzer is connected and your target system is running, 

you will see I in the Pod 1, 2, and 3 fields of the State/Timing E 
Configuration menu. This indicates which signal lines are transitioning. 





( Statt/Tlning E ) (Configuration] ("iprlnt ] ^ Run ) 




Analyzer i 
Neaic • ( MOOOSTATE ) 

Typf. ( Stati ] 




Analyzar 2 
Typa* (Off ) 


Unatalgntd Podt 


f . Pod 1 




r Pod 5 


( Pod 4 








f P0(3 2 
} Pod 3 





Figure 8-2. Activity Indicators 



Connecting the 
Probes 
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Configuring the Now that you have configured the system, you are ready to configure 
StStO AnalyZGr ^^^^^ analyzer. You will be: 

• Creating two names (labels) for the input signals 

• Assigning the channels connected to the input signals 

• Specifying the State (J) clock 

• Specifying a trigger condition 

1. Display the State Format Specification menu. 

a. Touch the field second fi-om the left at the top of the screen. 

b. When the pop-up appears, touch the field labeled Fonnat 1. 




( Label ] 


POD 1 


1 


Off 




Off 




Off 




Off 




Off 




Off 




Off 





Figure 8-3. State Format Specification lUlenu 

2. Name two labels, one ADDR and one DATA, 
a. Touch the top field in the label column. 
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( StaU/Tlwlno E ] ( Format 1 ] 



fClock Pariodll 
I > 60 nV ll^t 



Turn Label Off 



Turn Lebel On 



1 



Pod El 



Figure 8-4. Label Selection 

b. When the pop-up appears, touch Modify Lal>el. 

c. With the alphanumeric keypad, change the name of the label to 
ADDR. 

d. Touch DONE to close pop-up. 

e. Name the second label DATA. 



( Stflte/Tlinlng E ] ( Format 1 ] 



(print ) 



(Clock Period]/ 
> 60 n» JtJi 




} \U- w — ^ — j 

( Clock J( Clock Jl Clock j 



P°' 15 ... 87 0 15 



0 15 . ■ ■ B7 



Off 
Off 



Off 
Off 
Off 



Figure 8-5. Format Specification with Labels 
Assigned 
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3. Assign Pod 1 bits 0 through 15 to the label DATA. 



a. Touch the bit assignment field below Pod £1 and to the right of 
DATA, You will see the following pop-up. 




Off 



Off 

"of? 

Off 
Off 



Figure 8-6. Bit Assignment Field 



Any combination of bits may already be assigned to this pod; however, 
you will want all 16 bits assigned to the DATA label. 

b. Using the knob, place tHe cursor on each un-assigned bit (one 
at a time and touch the asterisk (*) field. When all 16 bits are 
assigned, touch DONE to close the pop-up. 



( Stflte/Timlng E ) ( Format \ ] 



(Clock Periodlf" 
> 60 ns J |J1 



3£ 




3i " I 

J [ Clock J 



Figure 8-7. Pod El Bit Selection 
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4. Assign Pod E2 bits 0 through 15 to the label ADDR by repeating 
step 3. 

5. Assign Pod E3 bits 0 through 7 to the label ADDR. 

6. Unassign any assigned bits in the ADDR label under Pod El. 
The State Format Specification menu should now look like that below. 



( state/Timing E ) ( Forwwt I ] 



/Clock Periodlf" 
{ > 60 r>$ J tJ1 




••*«ai*** 



Figure 8-8. Format Specification with Bits Assigned 
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Specifying thie 
J Clocic 



If you remember from "What's a State Analyzer" 'm Feeling Comfortable 
With Logic Analyzers^ the state analyzer samples the data under the 
control of an external clock which is "synchronous" with your circuit 
under test. Therefore, you must specify which clock probe you will use 
for your measurement. In this exerdse, you will use die J dock which is 
accessible through pod 1. 

L Display the State Format Specification menu. 

2. Set the J Clock to sample on a negative-going edge. 

a. Touch the field labeled Clock. 



( Stflte/THnlng E ) ( Formot I ] 



(Clock Periodlif 
> 60 ns J 1 




j ( t ] K (0ff ] L (Off 1 ri (off ) N foff I 



Figure 8-9. Clock Selection 
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b. In the pop-up, touch the field to the right of J. 



( Steta/Tniing E ] ( Forwat I ] 



Print j I Run 



(Clock Psriodl^ 
> 60 nt Jl 



5 



JL 



^Symbols I 
Pod El 



j ( t i K fofTl L fOff l tl (Off ) N (ofr ) 
( Done ) 



Figure 8-10. J Clock Selection 



c. Touch the field with the arrow pointing down to select a 
negative going edge. 



( Stete/Tlmlng E ] ( Format t ) 



(Clock Period]| 
> 60 ns J l 



JL 



^ IfT) L foff ) ll (Of f ) N (0f f } 



High 




Figure 8-11. Negative-edge Selection 

3. Turn off all other clocks (K-N) if any are on by repeating steps a 
through c using the Off option and then touch Done to close the 
pop-up. 
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The State Fonnat Spedfication menu should look like that sbowa 
below. 



( Steta/Timlnfl E ] ( Format I ] 



fCloek Periodlf 
1 > 60 n« J U 






Jj nL_ 




1 — 




1 Clock 


J( Clock 


H 


I Clock 


H 




15 ... 87 . . 


.0 15 ... 87 . . 


. 0 


15 ... B7 . . 


. 0 



Figure 8-12. Format Specification IMenu 
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Specifying a 

Trigger 

Condition 



To capture the data and place the data of interest in the center of the 
display of the state listing menu, you need to tell the state analyzer 
when to trigger. Since the first event of interest is address 0000, you 
need to teU the state analyzer to trigger when it detects address 0000 on 
the address bus. 

1. Display the State Trace Specification menu. 

a. Touch the field second fi-om the left at the top of the screen. 

b. Touch the field labeled Trace 1. 



c 



Sfqutnce Levels 

Hhlle storing "anustste" 
TRIGGER on "a" T tines 

Store "anystate" 



Label> 
Base> 



Branches 
Off 



Count 
Off 



Prestore 
Off 



[ ADDR ] [ DATft ) 

[ Hex ] [ Hex ) 

(XXXXXX ] [ XXXX ] 

(XXXXXX ] [ XXXX ) 

(XXXXXX ] [ XXXX ) 

(XXXXXX ] [ XXXX ) 



Figure 8-13. State Trace Specification Menu 

2. Set the state analyzer so that it triggers on address 0000. 
a. Touch the 1 in the Sequence Levels field of the menu. 
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( Stett/Timlnfl E ] f Tract i ] 



f Print J 



Bost> 



(iwart fvl ) Saqu»nct L«v«l 1 (paian Laval j 



Nhile stori 



ng Q 



(trigger on ) ^ 



DO 



^ Done j 



Figure 8-1 4. Sequence Levels 

b. In the pop-up, touch the field to the right of the TRIGGER on 
field. This field may either contain a or anystate. 

Another pop-up appears showing you a Ust of "TRIGGER on" options. 
Options a through h are qualifiers that allow you to assign a pattern for 
the trigger specification. 

c. Touch the field with the "a" option. 



( state/Timing E ] ( Trace i ] 



LQbel> 
Qo6e> 



Insert Level 



(trigger on ] 



ft range 



Combination 



^ Done j 



Figure 8-15. Sequence Level Option Selection 
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d. Touch the field labeled Done in the Sequence Levels pop-up. 

e. Touch the field to the right of "a" under the label ADDR. 



( Sten/Tiwlng E ) ( Tree* i ] 



Stqutnc 



"Hfxxxxxxl 



siort "am 



Label > 
Bosi> 



(ADDR 



[XXXXXX 



[XXXXXX ] (XXXX 

f xxxxxx 1 r XXXX 



GDCECDE 
QCDCDQ 

( X ][ CLERr] ( DONE ] 



Broncnas 

Off 



Count ) 



Pratlora ] 

Off J 



Figure 8-16. Address Pattern Selection Keypad 

f. With the pop-up keypad, touch the 0 (zero) key until all zeroes 
appear in the display space above the keypad. Touch the Done 
field to close pop-up. 



( Stete/Tlmlng E ] ( Trace 1 ] 



Sequenci 
Hhiie storjnn "nnits 



1 TPIGGER on 



!][ 000000 1 



store "ani 



Label> 
Basa> 



(ftPDR 



(XXXXXX j^oooPy 
f XXXXXX 1 r xxxx 



CDQDQCD 

( X )[ clear) [ DONE j 



( Branches ) 



i count ) 



Prestore 

Off 



Figure 8-17. Setting the Pattern 
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Your trigger specification now states: 'While storing anystate, trigger 
on ''a" 1 times and then store anystate.** 



( StattyTiming E ] ( Trect i ] 



Saqutne* Ltvels 

Ht\l\9 storing "anuttate" 
TOIGGER on "a" T times 



store "anystate" 



Branches 1 

Off J 

Count 1 

Off J 

ProRtore 1 

Off J 



Label> 
Base> 



J 



( Hex ] [ Hex ) 
(000000 ] [ xxxx ) 
(xxxxxx ] [ xxxx ) 



Figure 8-18. State Trace Specification 

When the state analyzer is connected to your circuit and is acquiring 
data, it continuously stores until it sees 0000 on the address bus, at 
which time it begins to store anystate until the analyzer memory is filled. 



Acquiring the To acquire the data, you touch the green field in the upper right-hand 
Qg^g corner of the screen labeled Run. After touching the Run field, don't 

lift you finger off the screen. 
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( Stflf/TiinlnQ E ) ( Trec> i ] 



StquMCi Ltvf Is 



Hhllt storing "anuttatt" 
TRIGGER on "a" T tlMSS 



Start "anuttata" 



Single 



Cancel 

~ic: 



Prattora 

Off 



Labai> 
Basa> 




Figure 8-19. Acquiring Data 

When you touch the Run field a pop-up appears next to it with the 
options Single, Repetitive, and Cancel. Without lifting your finger fi-om 
the screen, move it to the field labeled Single. Single will turn white. 



( Steta/Timing E ) ( Trace i ] 

Sequence Levels 

gHhiie storing "anustate" 
TRIGGER on "a" T tiaies 
Store "anystate" 



Label > 


(ADDR ] (DATA 


1 


Sase> 


[ Hex ) ( Hex 


) 


a 


fOOOOOO]( XOOO 


) 


b 


(xxxxxx 3 [ xxxx 


) 


c 


(xxxxxx J ( xxxx 


) 


d 


(xxxxxx ] ( xxxx 


J 




Figure 8-20. Single Acquisition 
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If you want to go to the state listing menu before taking a measurement, 
touch the field second from the left at the top of the screen. When the 
pop-up appears, touch the field labeled Listing 1. 

Since you want to capture the data when the microprocessor sends 
address 0000 on the bus after power-up, you touch the Run field to arm 
the state analyzer and then force a reset of your circuit. When the reset 
cycle ends, the microprocessor should send address 0000, trigger the 
state analyzer and switch the display to the state Listing menu. 

We'll assume this is what happens in this example, since the odds of the 
microprocessor not sending address 0000 are very low. 



( State/THnlng E ] f LUtlng 1 ] ( Print ) ( Run 



narkers 
Off 



Lafael>] I flPDR I I DftTft \ 



Baie>J | Hex | [ Hax } 



-7 008BC4 4E75 

-6 0088C6 61E6 

-5 0004F0 0000 

-4 0004F2 88C8 

-3 ooeece bo3c 

-2 0088CA OOFF 

^ 0088CC 6730 




0000 L- Reset Vector Fetch Routine 



6 00804C 04FC 

7 00804E 61D8 
e 0080SO 6100 



Figure 8-21. State Listing 
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Th6 St8te The state listing displays three columns of numbers as shown: 

Listing 



( Stati/Tlmlng E J ( 


Listing 1 


J 


[ Print j 


[ Run ] 




r narkers 














[ Off 




1 












L8bel> 




ADDR 1 1 


DATA 1 










Basa> 




Hax II 


Hex 1 










-7 




008eC4 


4E75 










-6 




0088C6 


61E6 










-5 




0004F0 


0000 










"4 




0004F2 


B8C8 










-3 




ooeece 


B03C 










-2 




0088CA 


OOFF 














0088CC 


6730 














000000 


0000 














000002 


04FC 










2 




000004 


0000 










3 




000006 


8048 










4 




008046 


2E7C 










5 




00804A 


0000 










6 




00804C 


04FC 










7 




00804E 


6108 










8 




008050 


6100 










1 














State Locations 









Figure 8-22. State Listing showing State Locations 



The first colunm of numbers are the state line number locations as they 
relate to the trigger point. The trigger state is on the line 0 in the 
vertical center of the list area. The negative numbers indicate states 
occurring before the trigger and the positive numbers indicate the 
states occurring after the trigger. 

The second column of numbers are the states (listed in HEX) the state 
analyzer sees on the address bus. This colunm is labeled ADDR. 

The third column of numbers are the states (listed in HEX) the state 
analyzer sees on the data bus. This column is labeled DATA. 
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Finding the Your answer is now found in this listing of the states + 0000 through 

Answer 



The 68000 always reads address locations 0, 2, 4, and 6 to find the stack 
pointer location and memory location for the instruction it fetches after 
power-up. The 68000 uses two words for each of the locations that it is 
looking for, a high word and a low word. When the software designer 
programs the ROM he must put the stack pointer location at address 
locations 0 and 2. 0 is the high word location and 2 is the low word 
location. Similarly, the high word of the instruction fetch location must 
be in address location 4 and the low word in location 6. 

Smce the software design calls for the reset vector to: 

1. Set the stack pointer to be set to 04FC, 

2. Read memory address location 8048 for its first instruction fetch, 

you are interested in what is on both the address bus and the data bus 
in states 0 through 3. 

You look at the following listing and see that states 0 and 1 do contain 
address locations 0 and 2 under the ADDR label, indicating the 
microprocessor did look to the correct locations for the stack pointer 
data. You also see that the data contained in these ROM locations are 
0000 and 04FC, which are correct. 

You then look at states 2 and 3. You see that the next two address 
locations are 4 and 6, which is correct, and the data found at these 
locations is 0000 and 8048, which is also correct. 
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So far you have verified that the microprocessor has performed the 
correct reset vector search. The next thing you must verify is whether 
the microprocessor addresses the correct location in ROM that it was 
instructed to address in state 4 and whether the data is correct in this 
ROM location. From the Usting you see that the address in state 4 is 
008048, which is correct, but the instruction found in this location is 
2E7C, which is not correct. You have foimd your problem: incorrect 
data stored in ROM for the microprocessor's first instruction. 

+0000 000000 0000 (high word of stack pointer location) 
+ 0001 000002 04FC (low word of stack pomter location) 
+ 0002 000004 0000 (high word of instruction fetch location) 
+ 0003 000006 8048 (low word of instruction fetch location) 
+0004 008048 2E7C (first microprocessor instruction) 
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Figure 8-23. State Listing showing Incorrect Data 
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Summary 



You have just learned how to make a simple state measurement with 
the HP 16510B Logic Analyzer. You have: 



• specified a state analyzer 

• learned which probes to connect 

• assigned pods 1, 2, and 3 

• assigned labels 

• assigned bits 

• specified the J clock 

• specified a trigger condition 

• acquired the data 

• interpreted the State Listing 

You have seen how easy it is to use the state analyzer to capture the 
data on the address and data buses. You can use this same technique 
to capture and display related data on the microprocessor status, 
control, and various strobe lines. You are not limited to using this 
technique on microprocessors. You can use this technique anytime you 
need to capture data on multiple lines and need to sample the data 
relative to a system clock. 

The next chapter teaches you how to use the logic analyzer as an 
interactive timing and state analyzer. You will see a simple 
measurement that shows you both timing waveforms and state Ustings 
and how they are correlated. 
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Introduction State compare is a software post-processing feature that provides the 

ability to do a bit by bit comparison between the acquired state data 
listing and a compare data image. You can view the acquired data and 
the compare image separately; In addition, there is a separate 
difference listing that highUghts the bits in the acquired data that do 
not match the corresponding bits in the compare image. Each state 
machine has its own Compare and Difference listings. 

You can use the editing capabilities to modify the compare image. 
Masking capabilities are provided for you to specify the bits that you do 
not want to compare. "Don't compare" bits can be specified 
individually for a given label and state row, or specified by channel 
across all state rows. A range of states can be selected for a 
comparison. When a range is selected, only the bits in states on or 
between the specified boundaries are compared. 

The comparison between the acquired state listing data and the 
compare image data is done relative to the trigger points. This means 
that the two data records are aligned at the trigger points and then 
compared bit by bit. Any bits in the acquired data that do not match 
the bits in the compare image are treated as unequal. The don't 
compare bits in the compare image are ignored for the comparison. 

When a logic analyzer configuration is saved to or loaded from a disk, 
any valid compare data including the data image, etc. is also saved or 
loaded. 
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The Compare menu is accessed by selecting the field dkectly to the 
right of the Module select field in the upper left corner of the screen. 
When the pop-up appears you will see the options Compare 1, 
Compare 2 or both depending on which analyzer is a state analyzer. If 
both analyzers are state analyzers you will see both Compare 1 and 
Compare 2. You select your desired option by touching the 
appropriate field in the pop-up. 

Once you select Compare, you move between the Compare and 
Difference Listings (menus) by selecting the field directly below the 
Module select field. This field toggles between Compare Listing and 
Difference Listing. 



Accessing the 
Compare Menu 



The Compare 
and Difference 
Listing Displays 



Two menus or displays, in addition to the normal State Listing, are 
available for making comparison measurements: the Compare Listing 
and the Difference Listing. 



The Compare 
Listing 



The Compare Listing contains the image, or template, that acquired 
data is compared to during a comparison measurement. The 
boundaries of the image, or size of the template, can be controlled by 
using the channel masking and compare range functions described 
below. Any bits inside the template displayed as "X" have been set to 
don't compare bits. 



The Difference 
Listing 



The Difference Listing highlights which bits, if any, in the compare 
image that differ from those in the acquired data. The bit (or digit 
containing the bit) that differs from the compare image is highlighted 
by displaying the bit in a different color. 

To display the Compare Listing or the Difference Listing, select the 
field directly to the right of the Module select field in the upper left 
corner of the screen. When the pop-up appears, select "Compare 1 (or 
2)." Either the Compare Listing or the Difference Listing will appear 
depending on which of these were previously displayed. 
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The controls that roll the list in all three menus, the normal State 
Listing, the Compare Listing, and the Difference Listing are 
synchronized. This means that when you change the current row 
position in the Difference Listing, the logic analyzer automatically 
updates the current row in the acquired State Listing, Compare Listing 
and vice-versa. This allows you to view corresponding areas of the two 
lists, to cross check the alignment, and analyze the bits that do not 
match. 

Since time tags are not required to perform the compare, they do not 
appear in either the compare image or difference displays. However, 
correlation is possible smce the displays are locked together. 



Creating a 
Compare Image 



An initial compare image can be generated by copying acquired data 
into the compare image buffer. When you select the "Copy Trace to 
Compare" field in the Compare Listing menu a pop-up appears with 
the options "Cancel" and "Continue". If the "Continue" is selected, the 
contents of the acquisition data structure for the current machine are 
copied to the compare image buffer. The previous compare image is 
lost if it has not been saved to a disk. If you select "Cancel" the current 
compare image remains unchanged. 
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Bit Editing of 
the Compare 
Image 



Bit editing allows you to modify the values of individual bits in the 
compare image or specify them as don't compare bits. The bit editing 
fields are located in the center of the Compare Listing display to the 
right of the listii^ number field (see figure 9-1). A bit editing field 
exists for every label in the display. You can access any data in the 
Compare Listing by rolling the desired row vertically until it is located 
in the bit editing field for that label (column). When you select one of 
the bit editing fields a pop-up appears in which you enter numeric 
values or don't compare for each bit. 
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Figure 9-1. Bit Editing Fields 



State Compare Menu 
9-4 



HP 16510B 
Front-Panel Reference 



Masking 
Channels in the 
Compare image 



The channel masking function allows you to specify a bit, or bits in each 
label that you do not want compared. This causes the corresponding 
bits in all states to be ignored in the comparison. The compare data 
image itself remains unchanged on the display. The Mask fields are 
directly above the label and base fields at the top of both the Compare 
and Difference listings (see figure 9-2). When you select one of these 
fields a pop-up appears in which you specify which channels are to be 
compared and which channels are to be masked. A (period) 
indicates a don't compare mask for that channel and an (asterisk) 
indicates that channel is to be compared. 
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Figure 9-2. Bit Maslcing Fields 
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Specifying a 
Compare Range 



The Compare Range function allows you to define a subset of the total 
number of states in the compare image to be used in the comparison. 
The range is specified by setting start and stop boundaries. Only bits in 
states (lines) on or between the boundaries are compared against the 
acquired data. This function can be accessed by selecting the "Compare 
FullTCompare Partial" field in either the Compare or Difference 
listing menus (see figure 9-3). When selected, a pop-up appears in 
which you select either the "Full" or "Partial" option. When the "Partial" 
option is selected, fields for setting the start state and stop state values 
appear. 
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Figure 9-3. Compare Full/Compare Partial Field 
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Repetitive 
Comparisons 
with a Stop 
Condition 



When you do a comparison in the repetitive trace mode, a stop 
condition should be specified. The stop condition is either "Stop 
Measurement" when Compare is "Equal,'' "Not Equal" or "Off." In the 
case of "Equal", bits in the compare image must match the 
corresponding bits in the acquired data image for the stop condition to 
be a TRUE. In the case of "Not Equal", a mismatch on a single bit will 
cause the stop condition to be TRUE. When stop conditions are 
specified in two analyzers, both analyzers stop when the stop condition 
of either analyzer is satisfied. It is an OR function. 

The stop measurement function is accessed by selecting the "Specify 
Stop Measurement" field found in either the Compare or Difference 
Listing menus (see figure 9-4). When this field is selected, the "Stop 
Measurement" pop-up appears. The first field in this pop-up, just to the 
right of "when," contains either "X-O" or "Compare". When this field is 
selected, a pop-up appears in which you select "Compare". When you 
select the "Compare" option, you can access and select either the 
"Equal", "Not Equal" or "Off' option in the next field to the right. 
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Figure 9-4. Specify Stop IMeasurement Field 
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Note il» You may also specify a stop measurement based on time between the X 
and O markers in the Compare or Difference listing menus. This is 
available only ^en time tags are on. If the Stop Measurement is 
specified to run imtil "Compare Equal" or "Compare Not Equal" in the 
Compare or Difference Listings, the Stop Measurement on time X to 
O will not be available in another menu (i.e. State Listing). 



Locating 
Mismatches in 
the Difference 
Listing 



The "Find Error" feature allows you to easily locate any patterns that 
did not match in the last comparison. Occurrences of errors, or 
differences, are found in numerical ascending order from the start of 
the listing. The first occurrence of an error has the numerical value of 
one. 

This feature is controlled by the "Find Error" field in the Difference 
Listing menu. When the field is selected the field changes color and 
you can roll the error number with the knob. If you select this field 
again a numeric entry pop-up appears in which you can enter a number 
indicating which difference you want to find. The listing is then scanned 
sequentially until the specified occurrence is foimd and rolled into view. 



Saving When you save a logic analyzer configuration to a disk, the compare 

ComDare images for both state analyzers are saved with it. The compare data is 

compacted to conserve disk space. Likewise, when you load a 
I mages configuration from disk, valid compare data will also be loaded. 
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Introduction The state Wavefonn Menu allows you to view state data in the form of 

waveforms identified by label name and bit nimiber. Up to 24 
waveforms can be displayed simultaneously. Only state data from the 
current state machine can be displayed as waveforms in the State 
Waveforms menu. Any intermodule label (i.e., oscilloscope or 1 GHz 
Timing ) that was selected when the current machine was a timing 
analyzer wiU be deleted when selecting the State Waveform menu. 

The presentation and user interface is generally the same as the Timing 
Waveform menu, except the X-axis of the state waveform display 
represents only samples, or states instead of seconds. This is true 
regardless of whether Count (in the State Trace menu) is set to Time 
or Off. As a result, the horizontal axis of the display is scaled by 
Samples/Div and Delay in terms of samples from trigger. Marker 
features are the same as for State List in that Time or States will only 
be available when Count is set to Time or States. The Sample Rate 
display is not available in State Waveform even when markers are off. 



The State Waveform menu is accessed by selecting the field directly to 
the right of the Module select field in the upper left corner of the 
screen. When the pop up appears you will see the options StateWF 1, 
StateWF 2, or both depending on which analyer is a state analyzer. If 
both analyzers are state analyzers you will see both StateWF 1 and 
StateWF 2. You select your desired option by touching the appropriate 
field in the pop up. 



Accessing the 
State Waveform 
Menu 
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Selecting a 
Waveform 



You can display up to 24 waveforms on screen at one time. Each 
waveform is a representation of a predefined label. To select a 
waveform, touch the the blue bar (field) on the left side of the 
waveform portion of the display (see figure 10-1). 



Waveform Selection 
Field 



( Stett/Timlng e] ( StafWr 1 ] 




Figure 10-1. Waveform Selection Field 

A pop-up menu appears in which you select the label, by name, that 
you want to display (see figure 10-2). 
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Figure 10-2. Waveform Selection Pop-up Menu 
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Each wavefonn can display any one or all bits (channels) of a label or it 
can be turned off. The specific bit or bits of a label that will be 
displayed depends on what Channel Mode is currently displayed when 
you select the label. If Sequential is currendy displayed, all the label 
bits will be inserted individualy in the display (see figure 10-3). 
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Figure 10-3. Sequential Channel Mode 



If Individual is currently displayed, another pop-up menu appears in 
which you select the specific label bit you want displayed (see figure 
10-4). 
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Figure 10-4. Individual Channel Mode 
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If Overlay is currently displayed, all bits of the label are inserted in a 
single waveform to form a composite waveform (see figure 10-5). 
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Figure 10-5. Overlay Channel Mode 



In the above figure, label A has all of its bits specified to be overlaid in 
the waveform display. The on-screen indication for the Overlay mode 
is All following the label name. 
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Replacing 
Waveforms 



You can replace a currently displayed waveform (label) with another 
one of the predefined waveforms (labels). To replace one waveform 
with another, place the cursor on the waveform you wish to replace 
using the knob. Touch the Action Insert field to toggle it to Action 
Replace (see figure 10-6). Then select the label that will replace the old 
label. 
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Figure 10-6. Action Insert/Replace 



Deleting 
Waveforms 



You can delete any of the currently displayed waveforms by placing the 
cursor on the waveform you wish to delete using the knob and selecting 
Delete in the pop up. 
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Selecting 
Samples per 
Division 



You can specify the samples per division by entering the number of 
states per division either with a keypad or the knob. The range is from 
1 to 104 per division. 



Delay from You can specify the delay from trigger by specifying the number of 

states from the trigger. The i 
1024 independent of trace p( 
the window containing data. 



TriaaGf states from the trigger. The minimum is - 1023 and the maximum is 

1024 independent of trace position in the record. Delay is not limited to 



Stat6 The waveform display features of the State Waveform menu are the 

WaVGfOrm same as the Timing waveform menu with regard to: 

Display • low levels (below threshold) are represented by darker Une 

FeaturQS * red, green, and yellow dotted Unes representing the trigger point, 

X marker, and O marker respectively. 

• Accumulate Mode 

• graticule frame with 10 horizontal divisions 



X and O 
Markers for 
State Waveform 



Markers can be placed on the waveform display by specifying the 
number of states from trigger in the case of the X marker or number of 
states from either the trigger or X marker in the case of the O marker. 

Markers can be automatically placed on the waveform by searching for 
specific patterns assigned to each marker. 

The X and O marker operation is identical to the marker operation in 
the Timing Waveform Menu (see chapter 6). 
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Introduction The state Chart Menu allows you to build X-Y plots of label activity 

using state data. The Y-axis always represents data values for a 
specified label. You can select whether the X-axis represents states 
(i.e., rows in the State List) or the data values for another label. You 
can scale both the axes for selective viewing of the data of interest. An 
accumulate mode allows the chart display to build up over several runs. 

When states are plotted along the X-axis, X and O markers, 
synchronized with those in the normal State Listing, are available. The 
markers can be positioned in the State Chart display and both the 
current sample (state or time) relative to trigger point and the 
corresponding Y-axis data value can be viewed in the State Listing 
display. 



The Chart menu is accessed by selecting the field directly to the right of 
the Module select field in the upper left comer of the screen. When the 
pop-up appears you will see the options Chart 1, Chart 2, or both 
depending on which analyzer is a state analyzer. If both analyzers are 
state analyzers you will see both Chart 1 and Chart 2. You select your 
desired option by touching the appropriate field in the pop up. 



When using the State Chart display, you should first select what data 
you want plotted on each axis. You assign a label to the vertical axis of 

the chart by selecting the XY Chart of field in the menu. When 

selected, a pop up appears in which you select one of the labels that 
were defined in the State Format Specification Menu. The X-axis 
assignment field toggles between State and Label when selected. When 
label is selected, a third field appears to the right of Label that displays 
one of the defined labels. To select your desired label, select the label 
name field to display a pop up in which all the defined labels are 
displayed. You then select one of the defined labels and the pop up 
closes. 



Accessing the 
State Chart 
Menu 



Selecting the 
Axes for the 
Chart 
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Scaling the 
Axes 



Either axis can be scaled by using the vertical or horizontal min 
(minimum) or max (maximiun) value fields. AVhen you select any one 
of the min or max fields a pop up appears in which you specify the 
actual minimum and maximum values that will be displayed on the 
chart (see figure 11-1). 
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Figure 1 1-1. Axis Scaling Pop-up Menu 

When States are plotted on the X-axis the minimum and maximum 
values range from -1023 to + 1024 depending on the trigger point 
location. The minimum and maximum values for labels can range from 
OOOOH to FFFFH (0 to 2^^"^) regardless of axis, since labels are 
restricted to 32 bits. 
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The Label Value 
vs. 

States Chart 



The I^bel Value vs. State chart is a plot of label activity versus the 
memory location in which the label data is stored. The label value is 
plotted against successive analyzer memory locations. For example, in 
the following figure, label activity of POD 1 is plotted on the Y axis and 
the memory locations (States) are plotted on the X axis. 
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Figure 11-2. Label vs. States Chart 
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The Label Value 
vs. 

Label Value 
Chart 



When labels are assigned to both axis, the chart shows how one label 
varies in relation to the other for a particular state trace record. Label 
values are always plotted in ascending order from the bottom to the top 
of the chart and in ascending order from left to right across the chart. 
Plotting a label against itself will result in a diagonal line from the lower 
left to upper right comer. X and O markers are disabled when 
operating in this mode. 
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Figure 11-3. Label vs. Label Chart 
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X & O Markers 
for Chart 



When State is specified for the X-axis, X and O markers are available 
which can be moved horizontally which are synchronized with the X 
and O markers in the normal State Listing. 

To select the marker mode for Chart (if it is not presently displayed), 
select the Range field in the top center of the display. This field will 
toggle to Markers and the marker selection fields vAU appear (see 
figure 11-4). 



When a marker is positioned in the State Chart menu, it is also 
positioned in the State Listing menu and vice-versa.The Chart marker 
operation is identical to the markers in the State Listing menu (see 
chapter 6). 
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Figure 11-4. Marker Fields 
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Marker Options The marker options in the State Chart menu depend on what Count is 
set to in the State Listing menu. 

When Count is set to Off the Chart markers can be set to: 

• Off 

• Pattern 

When Coimt is set to Time the Chart markers can be set to: 

• Off 

• Pattern 

• Time 

• Statistics 

When Coimt is set to States the Chart markers can be set to: 

• Pattern 

• States 
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Introduction in this chapter you will learn how to use the timing and state analyzers 

interactively by setting up the logic analyzer to make a simple 
measurement. We give you the measurement results as actually 
measured by the logic ajialyzer, since you may not have the same circuit 
available. 

The exercise in this chapter is organized differently than the two 
previous chapters. Since you have already set up both the timing and 
state analyzers, you should be ready to set them up for this 
measurement by looking at the menu pictures. 

Any new set-ups in this exercise will be explained in task format steps 
like the previous chapters. 

How you use the steps depends on how much you remember from 
previous chapters. If you can set up each menu by just looking at the 
menu picture, go right ahead and do so. If you need a reminder of what 
steps to perform, follow the numbered steps. If you still need more 
information about "how," use the lettered steps. 
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In this example assimae you have designed a microprocessor controUed 
circuit. You have completed the hardware, and the software designer 
has completed the software and programmed the ROM. When you 
turn your circuit on for the first time, your circuit doesn't work 
properly. You have checked the power supply voltages and the system 
clock and they are working properly. 

Since the circuit has never worked before, you and the software 
engineer aren't sure if it is a hardware or software problem. The 
problem now requires some testing to find a solution. 

You also notice the circuit fails intermittently. More specifically, it only 
fails when the microprocessor attempts to address a routine that starts 
at address 8930. 



Problem Solving 
with the 
Timing/State 
Analyzer 



What Am I 
Going to 
Measure? 



To see what might be causing the failure, you decide to start where the 
microprocessor goes to the routine that starts at address 8930. 

The first thing you check is whether the microprocessor actually 
addresses address 8930. The next thing you check is whether the code 
is correct in all the steps in this routme. 

Your measiu-ement, then, requires verification of: 

• whether the microprocessor addresses location 8930 

• whether all the addresses within the routine are correct 

• whether all the data at the addresses in the routine are correct 

If the routine is correct, the state listing will display: 



+ 0000 
+0001 
+ 0002 
+ 0003 
+ 0004 



008930 B03C 
008932 61FA 
008934 67F8 
008936 B03G 
00892E 61FA 
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How Do I In order to make this measurement, you must configure the logic 

Conf iOUrO thO analyzer as a state analyzer because you want to trigger on a specific 

I I A I state (8930). You also want to verify that the addresses and data are 

Logic Analyzer? correct in the states of this routine. 

Configure the logic analyzer so that Analyzer 1 is a state analyzer as 
shown: 



( Stef /Timing E ) (Configuration] 



Analyzer 1 



Nemf ( 68000STflTE ) 
Type« ( Stale ) 

Pod 2 j 
Poo 3 j 



Analyzer 2 



Typa. ( Off ) 



Unassigned Pods 

Pod 4 j 



Figure 12-1. State/Timing E Configuration Menu 
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Configuring the Now that you have configured .the system, you are ready to configure 
state Anaiyzer the state analyzer. 

Configure the State Format Specification (Format 1) as shown: 



( Stef/Tlmlf>B E ] ( rorwat I ] 

(Clock P«riodlf 
> 60 f>» J U 





Clock 


j 


^Symbol 




Pod E3 


Pod E2 


Pod El 




m 1( 






i- 


Clock ] 


Clock 


[ Clock ) 





AOOR 




DATA 




Off 




Off 




Off 




Off 




Off 




Off 





-SZ. 



-9 II. 



Figure 12-2. State Format Specification Menu 

Configure the State Trace Specification (Trace 1) as shown: 



( Stote/Tlinlng E ] ( Trace i ] 



C 



1 



Sequence Levels 

rin 

TRIGGER on 

Store "anystate" 



Label> 
Base> 



Branches 
Off 



J 



Count ] 

Time J 

(Prestore 1 

Of> J 



(ADDR ][DATA 


) 


( »«x )C 


Hex 


) 


(008930 ] [ 


XXXX 


) 


(XXXXXX ] [ 


XXXX 


) 


(XXXXXX ] [ 


XXXX 


) 


[XXXXXX ] [ 


XXXX 


) 



Figure 12-3. State Trace Specification lUlenu 
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At this point, if you had a target system with a 68000 microprocessor, 
you would comiect the logic analyzer to your system. Since you have 
assigned labels ADDR and DATA, you would hook the probes to your 
system accordingly. 

• Pod 1 probes 0 through 15 to the data bus lines DO through DIS 

• Pod 2 probes 0 through IS to the address bus lines AO through 
A15 

• Pod 3 probes 0 through 7 to the address bus lines A16 through 
A23 

• Pod 1, CLK (J clock) to the address strobe (LAS) 



Since you want to capture the data when the microprocessor sends 
address 8930 on the bus, you press the Run field to arm the state 
analyzer. If the microprocessor sends address 8930, it will trigger the 
state analyzer and switch the display to the State Listing. 

We'll assume this is what happens in this example. 



Fi nd i ng the You look at this listing to see what the data is in states + 0000 through 

Problem know your routine is five states long. 

The 68000 does address location 8930 so you know that the routine is 
addressed. Now you need to compare the state listing with the 
following correct addresses and data: 

+0000 008930 B03C 

+ 0001 008932 61FA 

+ 0002 008934 67F8 

+0003 008936 B03C 

+ 0004 00892E 61FA 



Connecting the 
Probes 



Acquiring tiie 
Data 
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As you compare the state listing (shown below), you notice the data at 
address 8932 is incorrect. Now you need to find out why. 



( Stote/Timlng E ] ( LUtlng 1 ] 



rtarkers \ (~ 



L8bel> 
Bate> 



-5 



-3 

-2 



Trig to X 
0 t 



Trig to 0 
0 S 



DC 



to 0 
0 8 



Hex 



ooeecA 

0088CC 
0088CE 
0088FE 
008900 
0004F4 
0004F6 



OOFF 
6730 
48E7 

4E75 
3000 
0000 
8930 



008934 
008936 
00a92E 
008930 
0004F4 
0004F6 
00892A 



001 
67F8 
B03C 
61FA 
803C 
0000 
6930 
4EFA 



1 .24 U8 
1.28 US 
1 .24 us 
1 .72 us 
1 .28 US 
1 .24 US 
1 .24 us 

I .gj US 
^ .24 us 



1 .24 us 

1 .72 us 

1 .28 us 

1 .96 US 

1 .52 us 

.24 us 



Incorrect Data 



Figure 12-4. Incorrect Data 



Your first assumption is that incorrect data is stored in this memory 
location. Assume this routine is in ROM since it is part of the operating 
system for your circuit. Since the ROM is programmed by the software 
designer, you have the software designer verify the data at address 8932 
is correct. The software designer teUs you that the data is correct. 
Now what do you do? 
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Now it's time to look at the hardware to see if it is causing incorrect 
data when the microprocessor reads this memory address. You decide 
you want to see what is happening on the address and data buses 
during this routine in the time domain. 

In order to see the time domain, you need the timing analyzer. 



What Additional since the problem exists during the routine that starts at address 8930, 



l\/leasurements 
IVIust i Make? 



you dedde you want to see the timing waveforms on the address and 
data bus when the routine is running. You also want to see the control 
signals that control the read cycle. You will then compare the 
waveforms with the timing diagrams in the 68000 data book. 

Your measurement, then, requires verification of: 

• correct timing of the control signals 

• stable addresses and data during the memory read 

The control signals you must check are: 

• system clock 

• address strobe (AS) 

• lower and upper data strobes (LDS and UDS) 

• data transfer acknowledge (DTACK) 

• read/write (RAV) 
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How Do I In order to make this measurement, you must re-configure the logic 

RO-COnf iOUrG thO ^^y^^ Analyzer 2 is a timing analyzer. You leave Analyzer 1 as a 
. .mi 0% state analyzer since you will use the state analyzer to trigger on address 

Logic Analyzer? 3930. 

Configure the logic analyzer so Analyzer 2 is a timing analyzer as 
shown: 



( State/THnlng E ] (conf tgurotlon] 



Analyzer i 



Name' ( 68000STffTE ) 
Type I ( State ) 



Analyzer 2 



Name' ( 6flOOOTinNG ) 
Type' ( Timing ] 
(^flutoscale ] 



Pod 1 j ^ Pod 4 J 



Pofl 2 j 
Pod 3 j 



Unasslgned Pods 



Figure 12-5. State/Timing E Configuration Menu 



ConnGCting thG At this point you would connect the probes of pods 4 and 5 as follows: 

Timing Analyzer ^ Pod 4 bit O to address strobe (as) 

Probes • Pod 4 bit l to the system clock 

• Pod 4 bit 2 to low data strobe (LDS) 

• Pod 4 bit 3 to upper data strobe (UDS) 

• Pod 4 bit 4 to the read/write (RAV) 

• Pod 4 bit 5 to data transfer acknowledge (DTACK) 

• Pod 5 bits 0 through 7 to address lines AO through A7 

• Pod 5 bits 8 through 15 to data lines DO through D7 
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Configuring the Now that you have configured the system, you are ready to configure 
Timing Anaiyzer the timing analyzer. 

Configure the Tuning Format Specification (Format 2) as shown: 



( Stof/Tlmlng e] ( Formi 2 ] 



I Prtnt ) f Run 



Pol 15 ■ . ■ B7 . . 0 15 ... 87 0 



Figure 12-6. Timing Format Specification IMenu 

Configure the timing Trace specification (Trace 2) as shown: 



( Stete/Tlmlrtg E ) ( Trace 2 ] 



(Armed by | 



(Acquisiti 
Transit 



on mode 
tlonel 



(Label > ) [clock ][ftS ](lDS )[uDS ][dTACK j[R/H ] 
® * [ Hex ][ Hex ]f"Hex ][ Hex ] (^Hex j[ Hex ) 



Bas 
Find 
Pa 



itern j X )[ X 1[ X ) ("""x )( ^ ][ ^ ] 



present for ^) ( 30 ns ] 
Then find 



GDCZDCZDGDCDC 



Figure 12-7. Timing Trace Specification iUlenu 
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Setting the 
Timing Analyzer 
Trigger 



Your timing measurement requires the timing analyzer to display the 
riming waveforms present on the buses when the routine is running. 
Since you triggered the state analyzer on address 8930, you want to 
trigger the tiniing analyzer so the timing waveforms can be time 
correlated with the state listing. 

To set up the lo^c analyzer so that the state analyzer triggers the 
timing analyzer, perform these steps: 

1. Display the Timing Trace Specification menu (Trace 2). 

2. Touch the field labeled Armed by Run. 

3. In the pop-up, touch the field labeled 68000STATE. 
Your timing Trace specification should match the menu shown: 



State Analyzer Arms 
Timing Analyzer 




( Stetfl/Timlng E ) ( Trace 2 ] 



(Acquisition mod 
Trortsitlonel 

[label > j [clock ][fls ][lds ][uds ] [dtack ] [r/h ] 
Base > [ Hax ] [ Hex ) ( Hex ) ( Hex ] [ Hex ] [ Hex ) 
Pattern [ X ][ X J( X ]fx Jj*^ Jl^ ) 



present for ( 30 ns ] 

Then find 
Edge 



CZD GD CZD CZD CZD GD 



Figure 12-8. Armed by 68000STATE 
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Time Correlating 
the Data 



In order to time correlate the data, the logic analyzer must store the 
timing relationships between states. Since the timing analyzer samples 
asynchronously and the state analyzer samples synchronously, the logic 
analyzer must use the stored timing relationship of the data to 
reconstruct a time correlated display. 

To set up the logic analyzer to keep track of these tuning relationships, 
turn on a counter in the State Trace Spedfication menu. The following 
steps show you how: 

1. Display the State Trace Specification menu (Trace 1). 

2. Touch the field labeled Count Off. 

3. In the pop-up, touch the field labeled Time. 

The counter will now be able to keep track of time for the time 
correlation. 



( StcteyTimlng E ] ( Trace i ] 



Sequence Levels 

Hhile storing "anustate" 
TRIGGER on "a" T times 

Store "anystate" 



m 

states 



(Branches 1 
_OfV_J 



Prestore 1 

Off J 



Label> 
Ba6e> 



(ADDR ] [DATA ] 
( Hex ) [ Hex 3 
(008930 ] [ XXXX 
XXXX 




Figure 12-9. Count Time 
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The TlininQ After pods 4 and 5 are connected, you can re-acquire the data. 

WaVOf Orm MonU assign the labels in die Timing Waveform menu. 



DiSpldying the Display the Timing Waveform menu. Touch the long blue field on the 
Waveforms ^^e of the screen. The pop-up should look like that below: 



Long Light 
Blue Field 




( state/Timing E ) ( Maveform 2 J 



(print ] ( Run ) 



TJiy ] i norktrs 1 f X to 0 1 
0 »J [ Time J I 0 s j 



Nsvtform Saliction 



(noduTi 1 j 
SlBte/Tiining I 



I Channel node 
Sequcntlei 



Lobels 






CLOCK 


DTACK 




AS 


R/N 




LDS 


AOOR 




UOS 


DATA 








Figure 12-10. Timing Waveform IMenu 



Touch the labels CLOCK, AS, UDS, LDS, DTACK, and R/W in that 
order. They will appear in the blue label area. 



( state/Timing E ] ( Haveforw 2 J 

(''"r,""l(..,;?»r|r^^ 



s/Di 

500 



CLOCK 

AS 

UDS 

LDS 

DTACK 

R/H 



V 1 { Delay 1 { rtarkers 1 f X to 0 1 



Havaforin SaVaction 



nodule 
Slele/Timing E 



Channel node 
Sequential 



Labels 






CLOCK 


DTACK 




AS 


R/N 




LDS 


ADDR 




UDS 


DATA 








I Done I 



Figure 12-11. Waveform Selection Menu Labels 
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This is not the order we want them in. We want LDS before UDS. To 
correct this, follow these steps: 

1. Use the knob to place the cursor on the label LDS in the long blue 
label field. 



2. Touch the field labeled Delete. This erases LDS. 



( state/Timing E ] ( Naveform 2 j 

('"''oT,""llx.:?»r | r^^ 



Print ] ^^^Run^j 



8/Dlv 
^0 0 ns 

iccDCir 



AS 
UOS 
LOS 
OTACK 



(Delay 1 i narkari 1 f X to 0 1 flrig to x] fir 19 to 0 
0 aj I Tiwa Jl OaJl QaJI Ot 



Havaform Sataction 



nodula 

Slele/Tlmino E 



Labaia 


CLOCK 


DTACK 


AS 


R/N 


LOS 


ADDR 


UOS 


DATA 





Channal noda 
Saquantial 



I Done I 



Figure 12-12. Delete Label 

3. Use the knob to place the cursor over the label AS. Touch the LDS 
field under Labels in the pop-up. 



( state/Timing E j ( Havafcrw 2 ] 



( 8/Dlw ] ( Delay \ ( narkars 1 f X to 0 ] flrig to x] iTrig to 0 
1 500 ns J 1 0 ej i Time J [ 0 s J [ 0 sj 1 0 s 




CCDCT 

AS 
UDS 
DTACK 
R/N 



Navaform Sal set ion 



nodula ~| { 
Slale/Timing Ej I 



I Cnannal tloda 
Saquantial 



Labela 


CLOCK 


DTACK 


AS 


R/N 


?■ 


ADDR 


DATA 



I Dona j 



Figure 12-13. Replace Label 
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LDS appears in the blue label area in the correct position. 



( State/Tlwing E ] ( Haveform 2 j 



Aceunula 

Off 



[ CLOCK ] 1 



( s/Oiv ) ( 0*1 ay 1 f narksrs 1 f X to 0 1 fTrig to xl I 
I SOO ns J 1 0 »J I Timo J | 0 < J I 0 «J I 



error 

AS 

LDS 

UDS 

OTACK 

R/M 



Navoform Sal act ion 



nodula 

Sietammlng E 



Lobala 






CLOCK 


OTACK 




AS 


R/N 




LDS 


AODR 




UDS 


DATA 







Chonnal noda 
Saquantiel 



j Dalata | 



I Dona I 



Figure 12-14. Labels in Correct Position 

Now we want to put ADDR and DATA in the long blue label area. 

Position the cursor on RAV in the long blue label field. Touch ADDR 
under Labels in the pop-up. Since ADDR has eight bits assigned to it, 
eight labels appear in the label field, one for each bit, as shown. 



( state/Timing E J ( Maveform 2 j 

( ""T,"."" 1 ' 

( s/Oiv ] i Delay ] { nerkers ] ( X to 0 1 (Trig to xl frfTgiTo 

{ 500 fi8 j I 0 sj { Time J { 0 s J [ 0 sj | Of 



[ CLOCk! 
AS 
LDS 
UOS 
OTACK 
R/N 
ADDR 
ADDR 
ADDR 
AODR 
ADDR 
AODR 
AODR 
ADDR 



Maveform Salaction 



Stole/Timing E 



(Channel tloda 
SaquentiQl 



Figure 12-15. Timing Waveform lUlenu witli labels 
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This also occurs for DATA, as shown: 



( State/Tiaittfl E ] ( Havafori 2 j 



(Accumulati 1 | 



[ CLOCK ] 1 



f 8/01 w ] r^Daiag ] i tiarkara 1 f X to 0 ] fTrln to x] fin 
I 500 nt j t 0 aj I Ttma J j 0 t J 1 0 aj | 




Havaform Salaction 



nodula 

StaU/TiBiing E 



Crionnal noda 
Stquantlel 





CLOCK 


DTACK 




AS 


R/N 




LDS 


ADDR 




UOS 


DATA 








I Dona j 



Figure 12-16. Individual Data Labels 



If you want to see the waveforms of each bit, you would leave the 
display as it is. However, this makes the waveform display very 
crowded. An easysolution is overlapping the waveforms. 



Overlapping 

Timing 

Waveforms 



A convenient method of displaying the waveforms of all the bits in 
ADDR and DATA is to overlap them. To overlap the bits for ADDR 
and those for DATA, follow these steps. 



1. Delete all the ADDR and DATA bit labels that were put in the 
label field in the last section. 
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2. Touch the fUed labeled Channel Mode Sequential. 



( State/Tlwing E ] ( Maveform 2 J 



( 8/Dlv ] ( Delay 1 ( narkart 1 f X to 0 ] fTrtg to xl flrig to 0 
I SOO nt j I 0 »J { Time J { 0 s J [ 0 sj \ 0 s 



ccBCir 

AS 

LOS 

UDS 

DTACK 

R/N 



Havaform Solactlon 



nodula 
Siett/Timing E 



■ 


Individual 


1 Oelata 


SaquantisI 






Ovarloy 



Figure 12-17. Channel Mode Sequential Menu 

3. In the new pop-up, touch the field labeled Overlay. 



C 



State/Tlmli 



2iD C 



Haveform 2 



C 



('"r,""l(x^?.c.r|r^'^ 



AS 

LOS 

UOS 

DTACK 

R/N 



Hnarkars 1 f X to 0 ] flrig to x] iTrig to 0 
_ Time J { 0 s J [ 0 aj | 0 s 



Havaform Sal act ion 



nodula 
Slate/Timing E 



Lebals 






CLOCK 


DTACK 




AS 


R/N 




LOS 


AODR 




UDS 


DATA 







Individual 


ction 
nsert 


Saquantial 









I Dona j 



Figure 12-18. Overlay Selection 
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4. Touch the ADDR label field under Labels. 



5. Touch the DATA label field under Labels. The screen should look 
like that shown below. 



( State/Ttmlng E ] ( Haveform 2 ] 

( ""y,"" ] ■ 

f 8/Dlv ] i Oslay 1 i narktrt 1 f X to 0 ] rrng to x] 

[ 500 nt J 1 0 »J I Timt J I 0 • J I 0 «J 



CCDCr 
AS 
LOS 
UOS 
DTACK 
R/N 
ADDR eV 
DATA al 




Hevtform Soloction 



nodulo 
SleiB/Timing E 



Labels 


CLOCK 


DTACK 


AS 


R/N 


LDS 


ADDR 


UDS 


DATA 





Channel nod* 
Overlay 



I Done j 



Figure 12-19. Overlapped Waveforms 

In the long blue label field ADDR and DATA have "all" next to them 
to show that the bits are overlapped. Touch the Done field to close the 
pop-up. 



RG-aCC| U i r 1 Now you are ready to acquire the data. Touch Run. The logic analyzer 

th6 Data ^ display the timing waveforms, unless you switched to one of the 

state analyzer menus, in which case the state listing will be displayed. 

Regardless of which menu is displayed, change the display to the 

Mixed Mode Display. 
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Finding tiie 
Ansiver 



As you look at the overlapping waveforms, you notice there are . 
transitions on the data lines during the read, indicating the data is 
unstable, which is the probable cause of the problem you've been 
lookingfor. 

You have foimd what is causing the problem in this routine. Additional 
troubleshooting of the hardware will lead you to the actual cause. 



( Stete/Tlinlng E ] (nixto Display] 



Labsl> 




ADDR 1 


DATA 1 


Time 1 


B8se> 




Hex 1 


Hex 1 


Relative | 


-3 


000900 


3000 


1 .26 us 


-2 


0004F4 


0000 


1.24 us 




0004F6 


8930 


1 .24 us 


<> 1 




-a03tL.. 


1 .94 lie 


1 


008932 


OOFF 


1 .24 US 


2 


008934 


67F8 


1.28 US 


3 


008936 


B03C 


1 .24 us 



i s/Oiv 
I 500 n 


^ ( Delay 1 
sj L 0 sj 


X to 0 

, 0 


flrig to xlllrig to o] 
I 0 sJI^ 0 sJ 


ClOCIc 

AS 

LOS 

UDS 

DTACK 

R/N 

ADDR an 
DATA aN 












1 1 1 

r " 1 I 




i ., 


—tz 


^ 1 II 1 


1 I . 












1 h nr-H 'i I. 



t 

Unstable Data 



Figure 12-20. Mixed IMode Display with Unstable 
Data 



Summary Youhavejustlearnedhowtotousethetimingandstateanalyzers 

interactively to find a problem that first appeared to be a software 
problem, but actually is a hardware problem. 

You have learned to: 

• trigger one analyzer with the other 

• time correlate measurement data 

• interpret the Mixed mode display 

• overlap timing waveforms 
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Using a Printer 



Setting Printer 
Configuration 



All printer parameters are set in the System Configuration menu. If you 
have just connected your printer and are unsure of how to set the 
configuration, refer to the HP 1650QA Reference Manual chapter 
entitled Connecting a Printer. 

The HP 16500A supports HP-IB and selected RS-232C printers. 

All the pictures in this manual were taken from an HP 16500A with one 
HP 16510A logic analyzer card. If the screens on your instrument differ 
from the pictures in this manual, it simply means that you have a 
different card configuration. All other functions will work the same 
except where noted. 



Printing 
Options 



All logic analyzer menus include a Print field in the upper right of the 
screen. If you are in the Format menu and touch the Print field, a 
pop-up like the one shown below appears. 



( StetB/THnlng E ) ( Formot I ] 





^1 Pol Ts . . . e? 0 


RAS 




+ 




CAS 


, , * . 


Off 






Off 




Off 


Off 


Off 


Off 





Cancel 


^Symbol sj 


Print Screen 





Figure 13-1. Print Option Menu 

There are two fields in the pop-up, Cancel and Print Screen. 
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If you are in the State listing, a slightly different pop-up will appear, 
like the one shown in figure 13-2. 



( narkers ■ Find 1 ^ , ) ( Tt 
I Pottarn lo-p«lt«rnJL J I Tr 


Cancel 




P8ttern> 


00001000 




Print Screen 


{ Label> 
[ Ba8a>J 


ADDR 


66020 


Print Alt 




Hex 


decimal 





5 
6 
7 

e 

9 



00000FE4 
0OOOOFE8 
OOOOOFEC 
OOOOOFFO 
00000FF4 
Q0Q9QQQQ 



12 
13 



OOOOOFFB 
OOOOOFFC 

Jim. 



DCHG 

novEC 

nOVE.L 

100000009 
nOVE.L 

•ftOQqQQQO 



00090004 
00001004 
00001008 
0000 1 ooc 

0000 1010 
001COOOO 
00001008 



•00000202 
900090004 
nOVE.H 
•ooor 



«0O.DO 
DO.CACR 

••00090000 . •ooogoooo 

supr prgm read 
«900000202 , 900090004 

»upr dpto HrlU 



0000202 
nOVEA.L 
nOVE.B 
DBF 

tlOVE.H 

•OOxxxxxx 
ORI.B 



supr prgm read 
^su^r grgt n read 



supr data wr i te 
4»9OOIC00O0,A0 
wtOO.CAO) 
D7,«0000100A 
#••••♦,07 

supr data ur i te 
4*«8C.D0 



Figure 13-2. Print Option in Listing lUenu 

The pop-up contains three fields, Cancel, Print Screen, and Print All. 



Printing On- 
screen Data 



If you want a hardcopy record of the screen, touch the Print field and 
then the Print Screen field from the pop-up. This will send a copy of 
the screen to the printer in graphics mode. 

If you want to print part of a menu in graphics mode that is off screen, 
you must roll the screen vertically or horizontally to place the part on 
screen. When the desired part is on screen, touch the Print Screen field. 



Printing Entire 
State Listing 



If you need a hardcopy record of an entire state listing, touch the Print 
field and then the Print All field from the pop-up. The Print All field 
causes all the Ust and label data to be sent to the printer, but not in 
graphics mode like the Print Screen field. The data is sent in text mode 
to speed printing of long data lists. 



Using a Printer 
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Microprocessor Specific IVIeasurements 



Introduction This chapter contains information about the optional accessories 

available for microprocessor specific measurements. In depth 
measurement descriptions are in the operating notes that come with 
each of these accessories. The accessories you will be introduced to in 
this chapter are the preprocessor modules and the HP 10269C General 
Purpose Probe Interface. 



Microprocessor 
Measurements 



A preprocessor module for your microprocessor enables you to quickly 
and easily connect the logic analyzer to your microprocessor under 
test. Most of the preprocessor modules require the HP 10269C 
General Purpose Probe Interface. The preprocessor descriptions in 
the following sections indicate which preprocessors require it. 

Included with each preprocessor module is a 3.5-inch disk which 
contains a configuration file and an inverse assembler file. When you 
load the configuration file, it configures the logic analyzer for making 
state measurements on the microprocessor for which the preprocessor 
is designed. It also loads in the inverse assembler file. 
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The inverse assembler file is a software routine that will display 
captured information in a specific microprocessor's mnemonics. The 
DATA field in the state listing is replaced with an inverse assembly 
field (see Figure 14-1). The inverse assembler software is designed to 
provide a display that closely resembles the original assembly language 
listing of the microprocessor's software. It also identifies the 
microprocessor bus cycles captured, such as Memory Read, Interrupt 
Acknowledge, or I/O write. 
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Figure 14-1. State Listing witli Mnemonics 



Microprocessors 
Supported by 
Preprocessors 



Note 



This section lists the microprocessors that are supported by 
Hewlett-Packard preprocessors. Most of the preprocessors require the 
HP 10269C General Purpose Probe Interface. The HP 10269C accepts 
the specific preprocessor PC board and connects it to five connectors 
on the general purpose interface to which the logic analyzer probe 
cables connect. 

This chapter lists the preprocessors available at the time of printing. 
However, new preprocessors may become available as new 
microprocessors are introduced. Check with the nearest 
Hewlett-Packard office periodically for availability of new 
preprocessors. 
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Z80 CPU Package: 40-pm DIP 

Accessories Required: HP 10300B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximiun Clock Speed: 10 MHz clock input 

Signal Line Loading: Maximum of one 74LS TTL load + 35 pF on any 
line 

Microprocessor Cycles Identified: Memory read/write 

I/O read/write 
Opcode fetch 
Interrupt acknowledge 
RAM refresh cycles 

Maximum Power Reqiured: 0.3 A at + 5 Vdc, supplied by logic 

analyzer 

Number of Probes Used: Two 16-channel probes 
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NSC 800 CPU Package: 40.pm DIP 

Accessories Required: HP 10304B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 4 MHz clock input 

Signal Line Loading: Maximum of one HCMOS load + 35 pF on any 
line 

Microprocessor Cycles Identified: Memory read/write 

I/O read/write 
Opcode fetch 
Interrupt acknowledge 
RAM refresh cycles 
DMA cycles 

Maximimi Power Required: O.IA at -f- 5 Vdc, supplied by logic 

analyzer 

Number of Probes Used: Two 16-channel probes 
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8085 CPU Package: 40-pin DIP 

Accessories Required: HP 10304B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 6 MHz clock output (12 MHz clock input) 

Signal Line Loading: Maximum of one 74LS TTL load + 35 pF on any 
line 

Microprocessor Cycle Identified: Memory read/write 

I/O read/write 
Opcode fetch 
Interrupt acknowledge 

Maximum Power Required: 0.8 A at + 5 Vdc, supplied by logic 

analyzer 

Number of Probes Used: Two 16-cliannel probes 
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8086 or 8088 CPU Package: 40-pin DIP 



Accessories Required: HP 10305B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 10 MHz clock input (at CLK) 

Signal Line Lx>ading: Maximum of two 74ALS TTL loads + 40 pF on 
any line 

Microprocessor Cycles Identified: Memory read/write 

I/O read/write 
Code fetch 

Interrupt acknowledge 
Halt acknowledge 
Transfer to 8087 or 8089 
co-processors 

Additional Capabilities: The 8086 or 8088 can be operating in 

Minimum or Maximum modes. The logic 
analyzer can capture all bus cycles (including 
prefetches) or can capture only executed 
instructions. To capture only executed 
instructions, the 8086 the 8086 or 8088 must 
be operating in the Maximum Mode. 

Maximum Power Reqmred: 1.0 A at + 5 Vdc, supplied by the logic 

analyzer 

Number of Probes Used: Three 16-channel probes 
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801 86 or 801 88 CPU Package: 68-contact LCC 



Accessories Required: HP 10306B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 8 MHz clock output (16 MHz clock input) 

Signal Line Loading: Maximum of two 74ALS TTL loads + 40 pF on 
any line 

Microprocessor Cycles Identified: Memory read/write 

(DMA and non-DMA) 
I/O read/write 
(DMA and non-DMA) 
Code fetch 

Interrupt acknowledge 

Halt acknowledge 

Transfer to 8087, 8089, or 82586 

co-processors 

Additional Capabilities: The 80186 or 80188 can be operating in 

Normal or Queue Status modes. The logic 
analyzer can capture all bus cycles (including 
prefetches) or can capture only executed 
instructions. 

Maximum Power Required: 0.66 A at + 5 Vdc, supphed by logic 

analyzer. 80186/188 operating current 
■f 0.15 A from system under test. 

Number of Probes Used: Four 16-channel probes 



HP 1651 OB 

Front-panel Reference 



Microprocessor Specific Measurements 

14-7 



80286 CPU Package: 68-contactLCC or 68-pm PGA 

Accessories Required: HP 10312B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 10 MHz clock output (20 MHz clock input) 



Signal Line Loading: Maximum of two 74ALS TTL loads + 40 pF on 
anyline 

Microprocessor Cycles Identified: Memory read/write 



Additional Capabilities: The logic analyzer captures all bus cycles, 
including prefetches 

Maximum Power Required: 0.66 A at + 5 Vdc, supplied by logic 

analyzer. 80286 operating current from 
system under test. 

Number of Probes Used: Three 16-channel probes 



I/O read/write 
Code fetch 

Interrupt acknowledge 



Halt 



Hold acknowledge 
Lock 

Transfer to 80287 co-processor 
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80386 CPU Package: 132-pm PGA 

Accessories Required:HP 10314B Preprocessor 
HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 20 MHz clock output (40 MHz clock input) 

Signal Line Loading: Maximum of two 74ALS TTL loads + 80 pF on 
any line 

Microprocessor Cycles Identified: Memory read/write 

Memory read/write 
I/O read/write 
Code fetch 

Interrupt acknowledge, 

type 0-255 

Halt 

Shutdown 

Transfer to 8087, 80287, or 80387 
co-processors 

Additional Capabilities: The logic analyzer captures all bus cycles, 
including prefetches 

Maximum Power Required: 1.0 A at + 5 Vdc, supplied by logic 

analyzer 

Number of Probes Used: Five 16-channel probes 
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6800 or 6802 CPU Package: 40-pm DIP 

Accessories Required: HP 10307B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 2 MHz clock input 

Signal Line Loading: Maximum of 1 74LS TTL load + 35 pF on any 
line 

Microprocessor Cycle Identified: Memory read/write 

DMA read/write 
Opcode fetch/operand 
Subroutine enter/exit 
System stack push/puU 
Halt 

Interrupt acknowledge 
Interrupt or reset vector 

Maximum Power Required: 0.8A at 4- 5 Vdc, supplied by logic 

analyzer 

Number of Probes Used: Two 16-channel probes 
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6809 or 6809E CPU Package: 40-pin DIP 

Accessories Required: HP 10308B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 2 MHz clock input 

Signal Line Loading: Maximum of one 74ALS TTL load + 35 pF on 
any line 

Microprocessor Cycles Identified: Memory read/write 

DMA read/write 
Opcode fetch/operand 
Vector fetch 
Halt 

Interrupt 

Additional Capabilities: The preprocessor can be adapted to 6809/09E 
systems that use a Memory Management 
Unit (MMU). This adaptation allows the 
capture of all address lines on a physical 
address bus up to 24 bits wide. 

Maximum Power Required: 1.0 A at + 5 Vdc, supplied by logic 

analyzer 

Number of Probes Used: Two 16-channel probes 
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68008 CPU Package: 40.pin DIP 

Accessories Required: HP 10310B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 10 MHz clock input 

Signal Line Loading: Maximum of one 748 TTL load + one 74F TTL 
load H- 35 pF on any line 

Microprocessor Cycles Identified: User data read/write 



Additional Capabilities: The logic analyzer captures all bus cycles, 
including prefetches 

Maximum Power Required: 0.4 A at + 5 Vdc, suppUed by logic 

analyzer 

Number of Probes Used: Three 16-channel probes 



User program read 
Supervisor read/write 
Supervisor program read 
Interrupt acknowledge 
Bus grant 
6800 cycle 
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68000 and 68010 
(64-pin DIP) 



CPU Package: 64-pin DIP 



Accessories Required: HP 10311B Preprocessor 

HP 10269C General Purpose Probe Interface 

Maximum Clock Speed: 12.5 MHz clock input 

Signal Line Loading: Maximum of one 74S TTL load + one 74F TTL 
load + 35 pF on any line 

Microprocessor Cycles Identified: User data read/write 



Additional Capabilities: The logic analyzer captures all bus cycles, 
including prefetches 

Maximum Pqwer Required: 0.4 A at + 5 Vdc, supplied by the logic 

analyzer 

Number of Probes Used: Three 16-channel probes 



User program read 
Supervisor read/write 
Supervisor program read 
Interrupt acknowledge 
Bus Grant 
6800 cycle 
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68000 and 68010 
(68-pin PGA) 



CPU Package: 68-pm PGA 

Accessories Required: HP 10311G Preprocessor 
Maximum Clock Speed: 12.5 MHz clock input 
Signal Line Loading: 100 KSl + 10 pF on any line 
Microprocessor Cycles Identified: User data read/write 



Additional Capabilities: The logic analyzer captures all bus cycles, 
including prefetches. 

Maximum Power Required: None 

Number of Probes Used: Three 16-channel probes 



User program read 
Supervisor read/write 
Supervisor program read 
Interrupt acknowledge 
Bus Grant 
6800 cycle 
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68020 CPU Package: 114-pin PGA 



Accessories Required: HP 10313G 

Maximum Clock Speed: 25 MHz clock input 

Signal Line Loading: 100 K£l + 10 pF on any line 

Microprocessor Cycles Identified: User data read/write 

User program read 
Supervisor read/write 
Supervisor program read 
Bus Grant 

CPU space accesses including: 

Breakpoint acknowledge 
Access level control 
Coprocessor communication 
Interrupt acknowledge 

Additional Capabilities: The logic analyzer captures all bus cycles, 
including prefetches. The 68020 
microprocessor must be operating with the 
internal cache memory disabled for the logic 
analyzer to provide inverse assembly. 

Maximum Power Required: None 

Number of Probes Used: Five 16-channel probes 



HP 16510B 

Front-panel Reference 



Microprocessor Specific iUleasurements 

14-15 



68030 CPU Package: 128.pin PGA 



Accessories Required: HP 10316G 
Maxiiniim Clock Speed: 25 MHz input 

Signal Line Loading: 100 KO plus 18 pF on all lines except DSACKO 
andDSACKL 

Microprocessor Cycles Identified: User data read/write 

User program read 
Supervisor program read 
Bus grant 

CPU space accesses including: 

Breakpoint acknowledge 
Access level control 
Coprocessor communication 
Interrupt acknowledge 

Additional Capabilities: The logic analyzer captures all bus cycles, 
including prefetches. The 68030 
microprocessor must be operating with the 
internal cache memory and MMU disabled 
for the logic analyzer to provide inverse 
assembly. 

Maximum Power Required: None 

Number of Probes Used: Five 16-channel probes 
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68HC1 1 CPU Package: 48-pm dual-in-line 



Accessories Required: HP 10315G 

Maximum Clock Speed: 8.4 MHz input 

Signal Line Loading: 100 Kfl plus 12 pF on all lines 

Microprocessor Cycles Identified: Data read/write 

Opcode/operand fetches 
Index offsets 
Branch offsets 
Irrelevant cycles 

Additional Capabilities: The 68HC11 must be operating in the 

expanded multiplexed mode (addressing 
external memory and/or peripheral devices) 
for the logic analyzer to provide inverse 
assembly. 

Maximum Power Required: None 

Number of Probes Used: Two 16-channel probes for state analysis and 
one to four for timing analysis. 
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Loading 
Inverse 

Assembler Files 



You load the inverse assembler file by loading the appropriate 
configuration file. Loading the configuration file automatically loads 
the inverse assembler file. 



Selecting the 
Correct File 



Most inverse assembler disks contain more than one file. Each disk 
usually contains an inverse assembler file for use with the HP 10269C 
and preprocessor as well as a file for general purpose probing. Each 
inverse assembler filename has a sufGx which indicates whether it is for 
the HP 10269C and preprocessor or general purpose probing. For 
example, filename C68000_I indicates a 68000 inverse assembler file for 
use with the HP 10269C and the 68000 preprocessor. Filename 
C68000_P is for general purpose probing. Specific file descriptions and 
recommended usage is contained in each preprocessor operating note. 



Loading the 
Desired File 



To load the inverse assembler file you want, insert the 3.5-inch disk you 
received with your preprocessor in the disk drive. Select System in the 
upper left field. Touch Front Disk or Rear Disk, depending which 
drive the disk is in, in the field second from the left at the top of the 
display. The logic analyzer will read the disk and display the disk 
directory. 

Configure the second row of fields as follows: 



Load State/Tuning E 



from file 



filename 



Touch Execute to load the selected file. 
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Connecting the 
Logic Anaiyzer 
Probes 



The specific preprocessor and inverse assembler you are using 
determines how you connect the logic analyzer probes. Since the 
inverse assembler files configure the Stat^/Tlming Configuration, State 
Format Specification, and State Trace Specification menus, you must 
connect the logic analyzer probe cables accordingly so that the 
acquired data is properly grouped for inverse assembly. Refer to the 
specific inverse assembler operating note for the proper connections. 



i-low to Display 
inverse 
Assembied 
Data 



The specific preprocessor and inverse assembler you are using 
determines how the inverse assembled data is displayed. When you 
touch RUN, the logic analyzer acquires data and displays the State 
Listing menu. 

The State Listing menu will display as much information about the 
captured data as possible. For some microprocessors, the display will 
show a completely disassembled state listing. 
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Some of the preprocessors and/or the microprocessors under test do 
not provide enough status information to disassemble the data 
correctly. In this case, you will need to specify additional information 
(i.e. tell the logic analyzer what state contains the first word of an 
opcode fetch). When this is necessary an additional field (Invasm) will 
appear in the top center of the state listing menu (see figure 14-2). This 
field allows you to point to the first state of an Op Code fetch. 

For complete details refer to the Operating Note for the specific 
preprocessor. 
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Figure 14-2. inverse Assemble Fieid 
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Introduction 



This appendix explains, how to initially inspect the HP 16S10B 
State/Tinung Module, how to prepare it for use, storage and shipment. 
Also included are procedures for module installation. 



Initial 
Inspection 



Inspect the shipping container for damage. If the shipping container or 
cushioning material is damaged, it should be kept until the contents of 
the shipment have been checked for completeness and the module has 
been checked mechanically and electricadly. The contents of the 
shipment should be as listed in the Accessories SuppUed" paragraph in 
Chapter 1. 

If the contents of the container are incomplete, there is mechanical 
damage or defect, or the instrument does not pass the performance 
tests, notify the nearest Hewlett-Packard office. Procedures for 
checking electrical performance are in Section III of the HP 165 lOB 
Service Manual. 

If the shipping container is damaged, or the cushioning material shows 
signs of stress, notify the carrier as well as the Hewlett-Packard office. 
Keep the shipping material for the carrier's inspection. The 
Hewlett-Packard office will arrange for repair or replacement at 
Hewlett-Packard's option without waiting for claim settlement. 



Power 

Requirements 



All power supplies required for operating the HP 16510B State/Timing 
Module are supplied to the module through the backplane connector 
of the HP 16S()0A Logic Analysis System mainframe. 
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Probe Cable The hp 16510B state/riming Module comes with probe cables 

I nStSllation installed by the factory. If a cable is to be switched or replaced, refer to 

Trobe Cable Replacement" in Section VI of the HP 16510B Service 

Manual. 



Installation 



CdUtion l^^f Do not install, remove or replace the module in the instrmnent unless 
the instrument power is turned off. 



The HP 16510B State/Timing Module will take up one slot in the card 
cage. For every additional HP 16510B State/Timing Module you install, 
you will need an additional slot. They may be installed in any slot and in 
any order. Procedures for installing the logic analyzer module cards are 
shown in the step-by-step procedure in the following paragraphs. 



Module 
Installation 

Caution 



The following procedure is for the installation of the HP 16510B Lo^c 
Analyzer Module. 

The effects of ELECTROSTATIC DISCHARGE can damage 
electronic components. Use grounded wrist straps and mats when you 
are performing any kind of service to this module. 



Installation 
Considerations 

• Cards or filler panels below the empty slots intended for module 
installation do not have to be removed. 

• The probe cables do not have to be removed to install the module. 



• The HP 16510B State/Timing Module(s) can be installed m any 
available card slot and in any order. 
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PrOCOdure a. Tum the front and rear panel power switches off, unplug power 
cord and disconnect any input BNCs. 

b. Starting from the top, loosen thumb screws on filler panel(s) and 
card(s). 

c. Starting from the top, begin pulling card(s) and filler panel(s) out 
half way. See figure A-1. 



n 



TOP CARD 



Lr 



NEXT LOWEST 



J] 



Lr 



Figure A-1. Endplate Overlap (Removing) 
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d. Lay the cable(s) flat and pointing out to the rear of the card. See 
figure A-2. 

e. Slide the analyzer card approximately half way into the card cage. 

f. If you have more analyzer cards to install repeat step d and e. 




Figure A-2. Cable Position 
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g. Firmly seat bottom card into backplane connector. Keep applying 
pressure to the center of card endplate nvhile tightening thumb 
screws finger tight. 

h. Repeat for all cards and filler panels in a bottom to top order. See 
figure A-3. 



02 



NEXT 
HIGHEST 



BOTTOM 
CARD 



J1 



u n 



Figure A-3. Endplate Overlap (Installing) 

i. Any filler panels that are not used should be kept for future use. 
Filler panels must be installed in all unused card slots for correct 
air circulation. 
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OpOrati ng The operating environment is listed in "General Characteristics" in 

Envi ronmsnt Appendix C of this manual. Note should be made of the 

non-condensing humidity limitation. Condensation within the 
instrument can cause poor operation or malfunction. Protection should 
be provided against internal condensation. 

The HP 16510B State/Timing Card will operate at all specifications 
within the temperature and humidity range given in Appendix C. 
However, reUability is enhanced when operating the module within the 
following ranges. 

Temperature: + 20 to + 35* C ( + 68 to + 95*^ F) 
Humidity: 20% to 80% non-condensing 



Storage The module may be stored or shipped in environments within the 

following limits: 

Temperature: -AOT C to + 75*^ C 

Humidity: Up to 90% at 65*^ C 

Altitude: Up to 15,300 meters (50,000 feet) 

The module should also be protected from temperature extremes 
which cause condensation on the module. 
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Packaging 



The following general instructions should be used for repacking the 
module with commercially available materials. 

• Wrap module in anti-static plastic. 

• Use a strong shipping container. A double-wall carton made of 
350 lb. test material is adequate. 

• Use a layer of shock-absorbing material 70 to 100 mm (3 to 4 
inch) thick around all sides of the module to provide firm 
cushioning and prevent movement inside the container. 

• Seal shipping container securely. 

• Mark shipping container FRAGILE to ensure careful handling. 

• In any correspondence, refer to module by model number and 
board number. 



Tagging for 
Service 



If the module is to be shipped to a Hewlett-Packard office for service 
or repair, attach a tag showing owner (with address), complete board 
number, and a description of the service required. 
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Error Messages 



This appendix lists the error messages that require corrective action to 
restore proper operation of the logic analyzer. There are several 
messages that you will see that are merely advisories and are not listed 
here. For example, ''Load operation complete'Vis one of these 
advisories. 

The messages are listed in alphabetical order and in bold type. 

Autoscale aborted. This message is displayed when the STOP key is 
pressed or if a signal is not found 15 seconds after the initiation of 
autoscale. 

Hardware ERROR: trace point in count bloclc Indicates the data from 
the last acquisition is not reliable and may have been caused by a 
hardware problem. Repeat the data acquisition to verify the condition. 
If this message re-appears, the logic analyzer requires the attention of 
service personnel. 

Insufficient memory to load lAL - load aborted. This message 
indicates that there is not a block of free memory large enough for the 
inverse assembler you are attempting to load even though there may be 
enough memory in several smaller blocks. Try to load the inverse 
assembler again. If this load is unsuccessful, load the configuration and 
the corresponding inverse assembler separately. 

Inverse assembler not loaded-bad object code. Indicates a bad inverse 
assembler file on the disc. A new disc or file is required. 

Maximum number of symbols already allocated. Indicates an attempt 
to create more than 200 symbols. 

Maximum of 32 channels per label. Indicates an attempt to assign 
more than 32 channels to a label. Reassign channels so that no more 
than 32 are assigned to a label. 

Must have at least one edge specified. A state clock specification 
requires at least one clock edge. This message only occws if you turn 
off all edges in the state clock specification. 
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No labels specified. Indicates there are no labels to which to assign 
symbols. 

(x) Occurrences Remaining in Sequence (y). Indicates the logic 
analyzer is waiting for (x) number of occurrences in sequence level (y) 
of the state trace specification before it can go on to the next sequence 
level. 

(x) Sees Remaining in Trace. Indicates the amount of time remaining 
until acquisition is complete in Glitch mode. 

Search failed - O pattern not found. Indicates the O pattern does not 
exist in the acquired data. Check for a correct O marker pattern 
specification. 

Search failed - X pattern not found. Indicates the X pattern does not 
exist in the acquired data. Check for a correct X marker pattern 
specification. 

Slow Clock or Waiting for Arm. Indicates the state analyzer is waiting 
for a clock or arm signal. Re-check the state clock or arming 
specification. 

Slow or missing Clock. Indicates the state analyzer has not recognized 
a clock for 100 ms. Check for a missing clock if the intended clock is 
faster than 100 ms. If clock is present but is slower than 100 ms, the 
data will still be acquired when a clock is recognized and should be 
vaUd. 

Specified inverse assembler not found. Indicates the inverse assembler 
specified in the configuration file cannot be found on the disc. 

State clock violates overdrive specification. Indicates the data from the 
last acquisition is not reliable due to the state clock signal not being 
reliable. Check the clock threshold for proper setting and the probes 
for proper grounding. 

(x) States Remaining to Post Store. Indicates the number of states 
required until memory is filled and acquisition is complete. 

Time correlation of data is not possible. "Count" must be set to "Time" 
in both machines to properly correlate the data. This message is also 
displayed when the data from this state/timing module cannot be time 
correlated in an intermodule "Group Run" configuration. 
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Tline from arm to trace point > 41.943 ms. The correlation counter 

overflows when the time from a machine's arm to the machine's trigger 
exceeds 41.493 ms. It may be possible to add a "dummy" state to the 
machine's trigger specification that is closer in time to the arm signal. 

(x) Transitions Remaining to Post Store. Indicates the number of 
transitions required until memory is filled and acquisition is complete. 

Waiting for Arm. Indicates the arming condition has not occurred. 

Waiting for Prestore. Indicates the prestore condition has not occurred 
(timing analyzer only). 

Waiting for Trigger. Indicates the trigger condition has not occurred. 
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Introduction This appendix lists the specifications, operating characteristics, and 

supplemental characteristics of the HP 16510B Logic Analyzer Module. 



Specifications 

Probes Minimum Swing: 600 mV peak-to-peak. 
Threshold Accuracy: 

Vpltage Rangg Aggm-acy 

- 2.0V to +2.0V 150 mV 
-9.9V to -2.1V 300 mV 
+ 2.1V to +9.9V 300 mV 



State Mode Clock Repetition Rate: Smgle phase is 35 MHz maximum. With time or 

state coimting, minimum time between states is 60 ns. Both mixed and 
demultiplexed clocking use master-slave clock timing; master clock 
must follow slave clock by at least 10 ns and precede the next slave 
clock by > 50 ns. 

Clock Pulse Width: > 10 ns at threshold. 

Setup Time: Data must be present prior to clock transition, > 10 ns. 

Hold Time: Data must be present after rising clock transition on all 
pods; 0 ns. Data must be present after falling clock transition on pods 
1,3 and 5; 0 ns. Data must be present after falling clock transition on 
pods 2 and 4; 1 ns. 
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Timing Mode 



Minimum Detectable Glitcli: 5 ns wide at the threshold. 



Operating 
Ciiaracteristics 



Probes input RC: 100 Kfl ± 2% shunted by approximately 8 pF at the probe 



tip. 

TTL Threshold Preset: + 1.6 volts. 

ECL Threshold Preset: - 1.3 volts. 

Threshold Range: - 9.9 to + 9.9 volts m O.IV increments. 

Threshold Setting: Threshold levels may be defined for pods 1, 2, and 3 
on an individual basis and one threshold may be defined for pods 4 and 
5. 

Minimum Input Overdrive: 250 mV or 30% of the input amplitude, 
whichever is greater. 

Maximum Voltage: ±40 volts peak. 

Dynamic Range: ± 10 volts about the threshold. 
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Measurement Anal^r Configurations: 

Configurations 



Analyzer 1 Analyzer 2 



Timing 


Off 


Off 


Timing 


State 


Off 


Off 


State 


Timing 


State 


State 


Timing 


State 


State 


Off 


Off 



Channel Assignment: Each group of 16 channels (a pod) can be 
assigned to Analyzer 1, Analyzer 2, or remain unassigned. The 
HP 16510B contains 5 pods. 



State Analysis 

ly/lemory Data Acquisition: 1024 samples/channel 

TraCG Clocks: Five clocks are available and can be used by either one or two 
SpOClf ication state analyzers at any time. Clock edges can be ORed together and 

operate in single phase, two phase demultiplexing, or two phase mixed 
mode. Clock edge is selectable as positive, negative, or both edges for 
each clock. 

Clock Qualifien The high or low level of up to four clocks can be 
ANDed with the clock specification. Setup tone: 20 ns; hold time: 5 ns. 

Pattern Recognizers: Each recognizer is the AND combination of bit 
(0, 1, or X) patterns in each label. Eight pattern recognizers are 
available when one state analyzer is on. Four are. available to each 
analyzer when two state analyzers are on. 



HP 1651 OB 

Front-Panel Reference 



Specifications and Operating Characteristics 

0-3 



Range Recognizers: Recognizes data which is numerically between or 
on two specified patterns (ANDed combination of Os and/or Is). One 
range term is available and is assigned to the first state analyzer turned 
on. The maximum size is 32 bits. 

Qualifien A user-specified term that can be anystate, nostate, a single 
pattern recognizer, range recognizer, or logical combination of pattern 
and range recognizers. 

Sequence Levels: There are eight levels available to determine the 
sequence of events required for trigger. The trigger term can occur 
anywhere in the first seven sequence levels. 

Branching: Each sequence level has a branching qualifier. When 
satisfied, the analyzer will restart the sequence or branch to another 
sequence level. 

Occurrence Counten Sequence qualifier may be specified to occur up 
to 65535 times before advancing to the next level. 

Storage Qualification: Each sequence level has a storage qualifier that 
specifies the states that are to be stored. 

Enable/Disable: Defines a window of post-trigger storage. States stored 
in this window can be qualified. 

Prestore: Stores two qualified states that precede states that are stored. 

Tagging state Tagging: Counts the number of qualified states between each 

stored state. Measurement can be shown relative to the previous state 
or relative to trigger. Maximum count is 4.4 X 10^^. 

Time Tagging: Measures the time between stored states, relative to 
either the previous state or the trigger. Maximum time between states is 
48 hours. 

With tagging on, the acquisition memory is halved; minimum time 
between states is 60 ns. 
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Symbols Pattern Symbols: User can define a mnemonic for the specific bit 
pattern of a label. When data display is SYMBOL, mnemonic is 
displayed where the bit pattern occurs. Bit pattern can include Os, Is, 
and don't cares. 

Range Symbols: User can define a mnemonic covering a range of 
values. Bit pattern for lower and upper limits must be defined as a 
pattern of Os and Is. When data display is SYMBOL, values within the 
specified range are displayed as mnemonic ± offset from base of range. 

Number of Pattern and Range Symbols: 100 per analyzer. Symbols can 
be down-loaded over RS-232C. 



Timing Analysis 

Trsnsitional Sample is stored in acquisition memory only when the data changes. A 
Timing IMOde time tag stored with each sample allows reconstruction of waveform 
display. Time covered by a full memory acquisition varies with the 
number of pattern changes in the data. 

Sample Period: 10 ns. 

Maximum Time Covered By Data: 5000 seconds. 
Minimum Time Covered By Data: 1024 (jls. 



GlltCll Capture Data sample and glitch information stored every sample period. 

Mo6e 

Sample Period: 20 ns to 50 ms in a 1-2-5 sequence dependent on 
s/div and delay settings. 

Memory Depth: 512 samples/channel. 

Time Covered by Data: Sample period x 512. 
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Waveform Display Sec/div: lO ns to lOO s; 0.01% resolution. 



Delay: — 2500 s to 2500 s; presence of data dependent on the number 
of transitions in data between trigger and trigger plus delay 
(transitional timing). 

Accumulate: Waveform display is not erased between successive 
acquisitions. 

Overlay Mode: Multiple channels can be displayed on one waveform 
display line. Primary use is to view summary of bus activity. 

Maximum Number Of Displayed Waveforms: 24 



Time Interval channel to Channel Skew: 4 ns typical. 

Accuracy 

Time Interval Accuracy: ± (sample period + channel-to-channel skew 
+ 0.01% of time interval reading). 



Trigger Asynchronous Pattern: Trigger on an asynchronous pattern less than 
Specification greater than specified duration. Pattern is the logical AND of 

specified low, high, or don't care for each assigned channel. If pattern 
is vaUd but duration is invaUd, there is a 20 ns reset time before looking 
for patterns again. 

Greater Than Duration: Minimum duration is 30 ns to 10 ms with 10 ns 
or 0.01% resolution, whichever is greater. Accuracy is + 0 ns to - 20 
ns. Trigger occurs at pattern -f duration. 

Less Than Duration: Maximum duration is 40 ns to 10 ms with 10 ns or 
0.01% resolution, whichever is greater. Pattern must be valid for at 
least 20 ns. Accuracy is + 20 ns to — 0 ns. Trigger occurs at the end of 
the pattern. 

Glitch/Edge Triggering: Trigger on glitch or edge following vaUd 
duration of asynchronous pattern while the pattern is still present. 
Edge can be specified as rising, faUing or either. Less than duration 
forces glitch and edge triggering off. 
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Measurement 
and Display 
Functions 



Autoscale (Timing 
Analyzer Only) 



Autoscale searches for and displays channels with activity on the pods 
assigned to the timing analyzer. 



Acquisition 
Specifications 



Arming: Each analyzer can be armed by the run key, the other 
analyzer, or the Intermodule Bus. 

Trace Mode: Single mode acquires data once per trace specification; 
repetitive mode repeats single mode acquisitions until stop is pressed 
or until time interval between two specified patterns is less than or 
greater than a specified value, or within or not within a specified range. 
There is only one trace mode when two analyzers are on. 



Labels Channels may be grouped together and given a six character name. Up 
to 20 labels in each analyzer may be assigned with up to 32 channels 
per label. Primary use is for naming groups of channels such as 
address, data, and control busses. 

Indicators Activity Indicators: Provided in the Configuration, State Format, and 
Timing Format menus for identifying high, low, or changing states on 
the inputs. 

Markers: Two markers (X and 0) are shown as dashed lines on the 
display. 

Trigger: Displayed as a vertical dashed line in the timing waveform 
display and as line 0 in the state listing display. 
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Marker Functions Hme interval: The X and 0 markers measure the tune interval between 

one point on a timing waveform and trigger, two points on the same 
timing waveform, two points on different waveforms, or two states 
(time tagging on). 

Delta States: (State Analyzer Only) The X and 0 markers measure the 
number of tagged states between one state and trigger, or between two 
states. 

Patterns: The X and 0 markers can be used to locate the nth 
occurrence of a specified pattern before or after trigger, or after the 
beginning of data. The 0 marker can also find the nth occurrence of a 
pattern before or after the X marker. 

Statistics: X to 0 marker statistics are calculated for repetitive 
acquisitions. Patterns must be specified for both markers and statistics 
are kept only when both patterns can be found in an acquisition. 
Statistics are minimum X to 0 time, maximum X to 0 time, average X to 
0 time, and ratio of valid runs to total runs. 



Run/Stop Run: Starts acquisition of data in specified trace mode. 

Functions 

Stop: In single trace mode or the first run of a repetitive acquisition, 
STOP halts acquisition and displays the current acquisition data. For 
subsequent runs in repetitive mode, STOP halts acquisition of data and 
does not change current display. 



Data Display/Entry Display Modes: State Usting; timing waveforms; interleaved, 

time-correlated Usting of two state analyzers (time tagging on); 
time-correlated state listing and timing waveform display (state listing 
in upper half, timing waveform in lower half, and time tagging on). 

Timing Waveform: Pattern readout of timing waveforms at X or 0 
marker. 

Bases: Binary, Octal, Decimal, Hexadecimal, ASCII (display only), and 
User-defined symbols. 
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Auxiliary Power 



Pcywer Through Cables: 2/3 amp @ 5V maximum per cable. 
Current Draw Per Card: 2 amp @ 5V maximum per HP 16510B 



Operating Temperature: Instrument, 0 to 55** C ( + 32 to 13V F). Probe lead sets 

Environments ^ c ( +32 to 149** f). 

Humidity: Instrument, up to 95% relative humidity at + 40® C 
( + 122«F). 

Altitude: To 4600 m (15,000 ft). 
Vibration: 

Operating: Random vibration 5-500 Hz, 10 minutes per a»s, « 0.3 g 
(rms). 

Non-operating: Random vibration 5-500 Hz, 10 minutes per axis, 
«2.41 g (rms); and swept sine resonant search, 5-500 Hz, 0.75 g 
(0-peak), 5 minute resonant dwell @ 4 resonances per axis. 
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